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Cumpliendo con el REGLAMENTO DE LOS ESTUDIOS DE DOCTORADO 
DE LA UNIVERSIDAD DE MÁLAGA, aprobado en el Consejo de Gobierno de la 
Universidad de Málaga de 9 de Octubre de 2012, y por el hecho de que la presente 
Memoria de Tesis Doctoral está íntegramente redactada en inglés, la siguiente 
sección incluye un resumen de la misma en español. 
RESUMEN de la TESIS DOCTORAL 
Dada la alta versatilidad que ofrece la espectroscopia de emisión asistida por 
láser (LIBS) en modo standoff para el análisis de objetivos distantes, el interés en el 
diseño y el uso de este tipo de sensores ha ido en aumento en los últimos años. Sus 
capacidades para realizar un análisis simultáneo, multielemental y en tiempo real 
de todo tipo de muestras sin ningún tratamiento previo, todo ello desde distancias 
de decenas de metros, hacen que standoff LIBS sea considerada hoy en día una 
tecnología analítica de vanguardia. Todos estos atributos han permitido su uso en 
una gran diversidad de campos de aplicación como la seguridad, el medio 
ambiente, la protección del patrimonio cultural y la exploración espacial, entre los 
más destacados. No obstante, la operatividad de esta técnica analítica a distancia 
entraña una mayor complejidad que su aplicación a escala de laboratorio. 
Bajo estas premisas, en la presente Memoria de Tesis se han abordado desde 
los aspectos más fundamentales de la aplicación de standoff LIBS hasta su potencial 
para ser utilizada en situaciones en las que, por unos motivos u otros, el acceso del 
operador a la muestra es limitado o nulo, poniendo así de manifiesto su valía en la 
resolución de problemas reales. 
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• Aspectos fundamentales 
 
Principales causas que afectan a la incertidumbre de la señal analítica en la 
operación con LIBS en modo standoff. 
 
A pesar del enorme potencial que muestra la técnica LIBS, existen aspectos 
de rendimiento que restringen su operación a distancia con respecto a su uso en 
contacto directo. En la presente memoria de Tesis, se aborda quizás uno de los 
temas más sensibles en este tipo de operaciones: la elevada variabilidad en la 
respuesta analítica registrada desde objetivos lejanos. Una circunstancia que, sin 
duda, puede deteriorar la selectividad y la sensibilidad de la respuesta analítica. 
Para dilucidar las causas responsables de dicha variabilidad, se ha llevado a 
cabo una exhaustiva evaluación de las alteraciones sufridas por los pulsos láser tras 
su propagación a través de la atmósfera al llegar al objetivo, así como por las 
imágenes de los correspondientes plasmas inducidos. De este modo se analizan de 
forma aislada las variaciones en cada uno de los caminos ópticos. 
En una escala microscópica, los pequeños gradientes de temperatura sobre la 
superficie terrestre causan movimientos atmosféricos aleatorios y cambios en su 
índice de refracción, por medio de pequeñas turbulencias instantáneas. Estas 
turbulencias inducen una serie de fenómenos en el haz láser durante su 
propagación, tales como beam wander (variaciones aleatorias en la posición del 
centroide del haz), beam spreading (dispersión del haz) y scintillation (centelleo 
causado por las fluctuaciones de intensidad en el frente de onda). Aunque estas 
alteraciones vacilantes que afectan al azar a la transmisión del pulso láser pueden 
surgir simultáneamente, no están necesariamente relacionadas. 
En una primera investigación, se han evaluado las alteraciones sufridas por 
sucesivos pulsos láser tras propagarse una distancia de 30 metros en el interior de 
un túnel parcialmente cerrado. Para ello, ayudados con un analizador de haz (beam 
profiler) situado en el objetivo, se monitorizaron diversas propiedades de un total 
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de 500 pulsos láser, tales como su posición –respecto a un punto de referencia 
marcado por el primer pulso–, su energía y su tamaño. 
Los resultados de esta prueba han mostrado que, aunque los movimientos 
turbulentos a pequeña escala son estadísticamente isotrópicos (sin una dirección 
espacial preferente), los sucesivos pulsos láser exhiben un desplazamiento continuo 
y aleatorio en ambas direcciones sobre la superficie impactada. No obstante, se ha 
observado que las perturbaciones a lo largo del eje horizontal (12%) son mayores 
que las que se producen en la dirección vertical (5%). Este comportamiento se 
justifica por la geometría del experimento, en el que el haz se transmite en paralelo 
a la superficie del suelo, y por lo tanto experimenta un mayor desplazamiento en la 
dirección horizontal a causa de la trayectoria preferencial de las corrientes de 
convección en el interior del túnel de experimentación. Pese a estos cambios en el 
posicionamiento de los pulsos láser, su energía al alcanzar el objetivo se mantiene 
prácticamente inalterable (una variabilidad de apenas un 5%). No obstante, los 
sucesivos pulsos láser sufren cambios más significativos en su correspondiente 
diámetro efectivo (variabilidad de un 10%), un efecto que está estrechamente 
relacionado con el fenómeno de la dispersión del haz. Esta circunstancia conduce a 
variaciones (15%) en la energía por unidad de área (irradiancia) de los pulsos láser 
y, como consecuencia, en las propiedades de los sucesivos plasmas inducidos. Unas 
variaciones, que es de esperar, sean propagadas hasta la emisión óptica final. 
Paralelamente, se ha evaluado la luz emitida por 500 plasmas inducidos 
consecutivamente sobre aluminio al ser colectada desde la distancia por el sensor 
utilizando el analizador de haz como dispositivo receptor. En esta ocasión se 
monitorizaron también propiedades de dichas imágenes tales como, su posición, su 
luminosidad (flujo radiante) y sus dimensiones. Los resultados de esta investigación 
han revelado que, aún recorriendo un camino óptico idéntico, el posicionamiento 
de las imágenes colectadas se mantiene prácticamente uniforme en ambos ejes 
(variabilidades de apenas un 0,2%). A pesar del desplazamiento posicional para la 
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incidencia de los pulsos láser en el objetivo, este hecho no parece tener 
repercusiones en el posicionamiento de la imagen del plasma en el dispositivo 
receptor. Esta circunstancia se justifica por las características particulares de la 
unidad utilizada para la captación de la luz (telescopio Cassegrain). De forma 
similar, tampoco se ha detectado una variación significativa (4%) en las 
dimensiones de las imágenes de los plasmas. 
Por el contrario, en cuanto a los parámetros radiométricos de las imágenes 
del plasma se refiere, se han observado fluctuaciones significativas (variabilidad de 
un 10%) y aleatorias para el flujo radiante de las imágenes de plasma. Dichas 
variaciones se derivan del carácter fluctuante de los plasmas formados, como 
consecuencia de las oscilaciones en el nivel de irradiancia que alcanza el objetivo 
descritas anteriormente. Esta circunstancia se traduce en una fluctuación de orden 
similar –17%– de la irradiancia de los plasmas (utilizada como un indicador del nivel 
de luz emitida). Por ello, se puede establecer que son las propias alteraciones en la 
densidad de energía por unidad de área que ocurren en el objetivo, las que se 
reflejan en la imagen recogida. En definitiva, que la imagen del plasma no sufre 
ningún tipo de alteración al ser colectada. 
Finalmente, con el fin de confirmar cualquier influencia de factores 
atmosféricos sobre la señal luminosa en su retorno, se han tomado mediciones 
sincronizadas de la emisión óptica de sucesivos plasmas desde unos centímetros de 
los mismos junto con las intensidades de sus correspondientes imágenes desde el 
sensor emplazado a 30 m del objetivo. De esta forma, mientras que las alteraciones 
observadas cerca del objetivo se asocian con distorsiones sufridas por los pulsos 
láser en su transmisión, las perturbaciones percibidas desde el sensor se 
corresponden con fluctuaciones sufridas por las imágenes de los plasmas durante 
su colección. Si bien  ambas señales no pueden compararse rigurosamente por las 
diferencias en los sistemas de colección utilizados, los resultados han revelado una 
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correlación directa entre la variabilidad de las intensidades de emisión de los 
plasmas inducidos y sus correspondientes imágenes colectadas por el sensor. 
Con ánimo de ampliar las evaluaciones sobre la distorsión de los pulsos láser, 
se han llevado a cabo estudios similares en campo abierto y a distintas distancias 
entre el sensor y el objetivo. Los resultados de esta experimentación han revelado 
que, independientemente de la distancia a la que este emplazada la muestra (en un 
rango entre 30 m y 90 m), la cantidad de energía para los pulsos láser se mantiene 
prácticamente constante; con una variabilidad inter-rango de no más de un 2%. 
Paralelamente, las medidas del tamaño de las huellas dejadas por los pulsos láser a 
estas distancias han mostrado un aumento lineal con el incremento del rango de 
trabajo. Además, con el aumento de la distancia de operación, se ha observado una 
creciente dispersión en la distribución de la energía de los pulsos láser como 
consecuencia del mayor recorrido para la propagación del haz. Por ello, en ausencia 
de efectos atmosféricos severos que puedan atenuar el haz láser, es ésta creciente 
y aleatoria variabilidad en la distribución de energía la causa responsable de las 
fluctuaciones de la irradiancia que actúa en el objetivo. Unas fluctuaciones que son 
mayores a medida que aumenta la distancia sensor-muestra, y que revierten 
directamente en una baja repetitividad de las emisiones ópticas registradas. 
La contribución de todos estos efectos ha revelado una disminución de la 
señal LIBS con el inverso de la cuarta potencia de la distancia a la par que un 
aumento progresivo en la variabilidad de dicha señal con el incremento de la 
distancia, causada principalmente por la disminución, y por la alteración aleatoria 
cada vez mayor, de la irradiancia sobre los objetivos cada vez más distantes. 
• Aplicaciones standoff LIBS
Tras analizar detalladamente el coste, desde un punto de vista analítico, que 
implica la operatividad con la técnica LIBS a distancia, se ha evaluado su potencial 
para ser utilizada en distintas aplicaciones del mundo real. 
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1. Evaluación del patrimonio histórico 
I. Sondeo multielemental en la Catedral de Málaga 
El patrimonio cultural es un valioso recurso y un legado único de nuestro 
pasado. Ya se trate de objetos, monumentos o lugares arqueológicos, todos ellos 
informan y ayudan a conectarnos con nuestros orígenes culturales. Es por tanto, un 
insustituible tesoro digno de ser conservado. Por desgracia, la rápida y continua 
evolución de la sociedad ha provocado un gran deterioro en ellos. Tanto los efectos 
antropogénicos como los derivados de causas naturales, pueden ocasionar 
deterioro en el patrimonio cultural. Esto ha provocado un creciente interés 
científico por su conservación y protección frente a posibles daños causados por la 
contaminación. 
La disponibilidad de información analítica sobre dicho patrimonio resulta 
fundamental para acometer cualquier tipo de prevención previa que evite su 
deterioro así como para diseñar planes posteriores para su limpieza. Sin embargo, 
la evaluación científica de este tipo de materiales demanda requisitos analíticos 
muy particulares. Uno de ellos es que ninguna modificación significativa o 
alteración se produzca sobre el objeto, evitando así comprometer su valor. Además, 
si bien en ocasiones las obras de arte pueden trasladarse al laboratorio para su 
análisis, en otros casos esta opción resulta inviable. Por ello, la capacidad de 
trabajar in situ y en tiempo real es a menudo necesaria. Finalmente, la compleja o 
limitada accesibilidad del operador hasta el objeto de análisis hace inservibles 
prácticamente la inmensa mayoría de técnicas de análisis convencionales. Estas 
circunstancias requieren de tecnologías analíticas capaces de operar a distancia, de 
forma rápida, con sensibilidad adecuada, y todo ello sin causar daños al material. En 
definitiva, un escenario propicio para standoff LIBS. 
Así pues, por primera vez se ha utilizado un sistema standoff LIBS para 
caracterizar la composición de los materiales de construcción, así como su 
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contaminación, en uno de los monumentos arquitectónicos más emblemáticos del 
renacimiento en Andalucía como es la Catedral de Málaga. En concreto, se ha 
realizado un análisis multielemental sobre los diferentes materiales que componen 
la fachada principal: arenisca (que integra prácticamente la totalidad el cuerpo 
principal de la fachada), diferentes tipos de mármoles (empleados para las 
esculturas y numerosos detalles arquitectónicos), así como ornamentos metálicos. 
 
Caracterización multielemental de la composición de los materiales 
Con el objetivo de evaluar la composición química de la arenisca, se ha 
realizado un barrido superficial, con una resolución lateral de 2 cm, de una sección 
de 40 cm × 40 cm sobre de una de las cornisas, situada a 35 m del sensor LIBS. Los 
mapas químicos derivados de dicho análisis han revelado emisiones atómicas 
intensas de Si, Al, Ca y Mg junto con otras más débiles de Mn, Sr y Fe. Unos 
resultados que encajan perfectamente con la descripción mineralógica del material, 
identificado como una arenisca intermedia constituida por protocuarcitas y 
subarcosas, que están compuestas de cuarzo (70–90% SiO2), feldespatos 
[M(AlxSiyO8)] y dolomita (5–25% [CaMg(CO3)2]). 
También se ha caracterizado la composición de las secciones de mármol más 
significativas dentro de la escena escultórica central que adorna la fachada. Esta 
sección está compuesta por tres tipos de mármoles, fácilmente distinguibles por 
sus colores blanco, rojo y negro relacionados con su distinta procedencia. 
Si bien todas las respuestas de emisión de los mármoles están dominadas por 
emisiones de Ca junto con pequeñas contribuciones de Al y Ti, se han detectado 
distintos aportes de Mg y Sr en cada uno de ellos. Estas características distintivas 
permiten no sólo distinguir composicionalmente los mármoles, sino también 
aventurar su posible origen desde las distintas canteras de Málaga de acuerdo con 
su geología. Así pues, es posible sugerir que el mármol blanco procede de alguna 
cantera dolomítica cercana (Monda, Coín, Mijas o Alhaurín de la Torre), mientras 
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que los mármoles negros y rojos pueden provenir ambos de Alhaurín el Grande, 
dónde se ubica la cantera más cerca que únicamente proporciona materiales 
calcíticos. Finalmente, las reducidas diferencias en el análisis de otros mármoles 
emplazados en diferentes secciones han permitido establecer que los mármoles del 
mismo color aparentan tener un mismo origen. 
Finalmente, se ha interrogado la composición de un par de detalles 
metálicos. Como se ha observado, mientras uno de ellos está constituido 
exclusivamente por Pb, el otro se corresponde con una aleación de Cu-Pb 
comúnmente llamada molybdochalkos (95% Cu/5% Pb) o viejo metal griego, muy 
utilizada durante la época renacentista. El empleo de un material más maleable, 
como el Pb puro, o un material más rígido, como la citada aleación, se justifica en 
base a los requerimientos de cada ornamento. 
Caracterización multielemental de la contaminación de los materiales 
El impacto de la contaminación del aire durante el transcurso de los años 
daña severamente los materiales de construcción. En ambientes urbanos, los 
contaminantes atmosféricos más preocupantes como, SO2, SO42-, NOx, NO3-, Cl-, 
CO2, O3.... provienen en gran parte de las emisiones de los vehículos. Además, las 
piedras calizas y los metales son unos materiales altamente sensibles a este tipo de 
contaminantes. Así pues, se han abordado distintas evaluaciones en aras de 
obtener una rápida información in situ sobre el perfil de la contaminación, tanto a 
corto como a largo plazo, de los materiales caracterizados anteriormente. 
En primer lugar, para caracterizar la contaminación a corto plazo se ha 
ejecutado la valoración de la polución discreta sobre los ornamentos metálicos. La 
evaluación espectroscópica ha revelado la presencia de elementos contaminantes, 
a saber, Mg, Fe, Si, Ca, Al, Ti, Mn y Sr. Estos resultados sugieren que, además de los 
elementos omnipresentes principalmente debido al material particulado que 
arrastra viento que sopla desde la costa cercana (Mg, Si, Ca, Al, y Sr), también están 
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involucradas en la contaminación fuentes antropogénicas (Fe, Ti, y Mn) derivadas 
de la emisión de los motores del tráfico rodado de las zonas urbanas. 
En segundo lugar, para evaluar la contaminación a largo plazo se han 
analizado los depósitos de polvo acumulados en diferentes detalles decorativos con 
relieves pronunciados y geometría compleja. La información espectroscópica del 
depósito acumulado sobre una de las columnas de mármol de la fachada ha 
revelado la presencia de Fe, Si, Mn, Pb y Ba, junto con un aporte adicional de Al, Ti, 
Mg y Sr (elementos que constituyen su composición original). En definitiva, un 
depósito formado por la acumulación de elementos derivados de las mismas 
fuentes citadas anteriormente. Además, esta información espectroscópica obtenida 
desde la distancia encaja perfectamente con la obtenida por otra técnica analítica 
(espectroscopia de emisión óptica de plasma acoplado inductivamente –ICP-OES–) 
utilizada para evaluar dicho depósito en el laboratorio. 
Finalmente se ha valorado el patrón de comportamiento de estos 
contaminantes a través un perfil en profundidad por la actuación de 500 pulsos 
láser sucesivos sobre dos secciones de dicha columna de mármol. La información 
espectroscópica obtenida para las secciones “sin” y “con” depósito visible de polvo 
se ha evaluado en base a la relación de intensidad de cada elemento contaminante 
con respecto al elemento mayoritario en el mármol, el Ca. 
De este modo, en el caso de la sección “sin” depósito aparente de polvo las 
relaciones de Al/Ca (0,43) y Ti/Ca (0,52) han mostrado valores promedio en torno a 
0,5, mientras que las proporciones para los restantes contaminantes se han 
establecido próximas a 0, debido a su ausencia en la mencionada sección. Hay que 
mencionar que cualquier destaque hacia mayores valores de estas relaciones está 
atribuido al efecto conjunto de contaminación discreta depositada sobre la 
superficie del mármol y la incidencia de los pulso láser en posiciones nuevas como 
consecuencia del fenómeno de beam wander anteriormente comentado. Por el 
contrario, en el caso de la sección “con” depósito los valores de las relaciones Al/Ca 
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y Ti/Ca han mostrado cambios sustanciales, incrementándose su valor promedio 
hasta 0,63 y 0,72, respectivamente. 
Estas mismas proporciones han sido cuantificadas a partir de la información 
espectroscópica obtenida de un adorno formado por los tres tipos de mármol 
(blanco, rojo y negro) y emplazado en una zona más protegida de la fachada. Se ha 
encontrado pues, que las relaciones de intensidad Al/Ca y Ti/Ca, aún siendo similares 
para estos tres mármoles, difieren con respecto a las anteriores. Esta circunstancia 
evidencia como el nivel de contaminación cambia de una zona a otra en función de la 
mayor o menor exposición a las inclemencias meteorológicas. Además, en el caso del 
mármol blanco se ha evidenciado una caída sustancial en los valores de ambas 
relaciones a medida que los pulsos láser profundizan más en la muestra. Esta 
circunstancia indica una disminución de los contenidos de Al y Ti con respecto al Ca, 
lo que sugiere que estos dos elementos pueden ser contaminantes relevantes 
incrustados en la superficie. Al mismo tiempo, este comportamiento dispar entre el 
mármol blanco y los mármoles rojo y alude a una mayor estabilidad de las 
incrustaciones en las superficies de estos últimos. Este hecho encaja perfectamente 
con el mayor efecto que causa la sulfatación en mármoles calcíticos que en 
dolomíticos. 
En resumen, todas estas investigaciones reflejan claramente el enorme 
potencial de la técnica standoff LIBS para la caracterización multielemental completa 
del patrimonio histórico, ya sea de su composición o de su contaminación, tan sólo 
disponiendo de una clara línea de visión hasta el objetivo. 
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2. Anticipación de amenazas y evaluación de evidencias forenses
I. Localización y detección distante de huellas dactilares de explosivos 
En los últimos tiempos, numerosos ataques terroristas lanzados 
indiscriminadamente hacia objetivos militares y la población civil han dejado claro 
que la detección de explosivos requiere una especial atención. A pesar de las 
numerosas estrategias desplegadas en estos últimos años para hacer frente a este 
asunto, la tecnología LIBS, por sus atributos operacionales, ha llegado a ser una 
herramienta atractiva para anticipar este tipo de amenazas. 
Tras la manipulación de una sustancia, las manos de un operador pueden 
quedar contaminadas con residuos de dicha sustancia, que posteriormente pueden 
ser transferidos en forma de impresión sobre aquellas superficies con las que el 
operador tenga contacto directo. Las características de este residuo dependen de 
un gran número de factores como, su naturaleza, la presión ejercida para su 
deposición, el sustrato donde se deposite, las condiciones ambientales, etc. Todo 
ello conduce a variaciones en un amplio rango en las propiedades del residuo, tales 
como sus dimensiones superficiales, su espesor, así como su masa y homogeneidad 
en su distribución. 
Así pues, se ha llevado a cabo una estimación de la concentración superficial 
de algunos materiales energéticos a partir de sus correspondientes deposiciones 
dactilares sobre superficies de vidrio. Independientemente del explosivo 
considerado, para todas las impresiones dactilares se han encontrado pesos 
inferiores a 1 mg, aunque con una variabilidad de hasta el 50%. Esta circunstancia 
evidencia la elevada heterogeneidad de este tipo de huellas. Como consecuencia de 
todo esto, la detección de residuos dejados por huellas dactilares humanas 
contaminadas de explosivo se convierte en todo un desafío analítico para LIBS, ya 
que en ocasiones ni siquiera es posible adquirir información espectral relacionada, 
máxime cuando se pretende hacerlo desde la distancia. 
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En este sentido, se ha evaluado la capacidad de standoff LIBS para localizar y 
detectar residuos de huellas dactilares de explosivos desde una distancia de unos 
30 m a partir de la exploración láser de superficies. 
Para ello, se han depositado varias huellas dactilares de residuos explosivos, 
tanto orgánicos (DNT, TNT, RDX y PETN) como inorgánicos (cloratita), sobre 
superficies de aluminio y vidrio situadas a unos 30 m de distancia del sensor. A 
partir de la información espectral derivada de la interrogación láser, se han 
construido mapas químicos de distribución de tales residuos. Estos mapas de 
distribución se basan en emisiones de Na y CN que caracterizan al explosivo 
cloratita y los residuos orgánicos, respectivamente. Así pues, sólo aquellos pulsos 
láser que impactan sobre la huella revierten en dicha señal de emisión 
característica, de mayor o menor intensidad según la cantidad de analito presente. 
La especificidad de estas señales a la presencia del residuo se ha corroborado a 
partir de la interrogación de superficies simplemente contaminadas por mera 
manipulación sin haber tenido contacto previo con los explosivos. Los resultados 
han demostrado que mientras la manifestación de la emisión de CN si atiende 
exclusivamente a la presencia de una traza orgánica, la presencia de la señal de Na 
puede deberse a un solo contacto del operador con la superficie, o bien a una 
contaminación ambiental. Sin embargo, estas emisiones de Na se han observado 
bastante inferiores con respecto a las vinculadas a la presencia de una huella de 
cloratita. 
Junto con la cantidad de residuo depositada a partir de una huella dactilar, la 
homogeneidad en su distribución también resulta un factor crítico para su 
localización y detección. En este sentido, la probabilidad de localizar una huella 
sobre una superficie queda estrechamente ligada a la resolución con la que se 
interroga la superficie. La definición del contorno de la huella y la distribución del 
residuo dentro de ella resultan mucho mejores cuando se aumenta la resolución del 
interrogatorio, es decir, el área se examina con una mayor densidad de pulsos láser. 
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No obstante, una resolución excesivamente grande puede encaminar a resultados 
erróneos cuando se existe una proximidad innecesaria o un solapamiento entre los 
eventos láser, por la información espectral alterada que puede derivarse de estas 
situaciones. 
Por tanto, se ha tratado de valorar el impacto que tiene este parámetro 
operacional en la localización y detección de huellas dactilares. Para tal fin, sobre la 
base de plantillas idénticas de huellas dactilares en una superficie de Al (9 huellas 
en una área de 81 cm2) y vidrio (3 huellas en un área de 30 cm2) se han realizado 
exploraciones bidimensionales con diferentes resoluciones de pulsos láser. Sobre la 
base de estos escaneos, se han computado una serie de estadísticas de detección 
para cada resolución en términos del número de pulsos láser que han impactado en 
las distintas huellas y que proporcionan, a partir de su información espectral, una 
lectura positiva sobre la presencia de la misma, así como el porcentaje de huellas 
localizadas. Los resultados han puesto de manifiesto que, independientemente del 
residuo y de la superficie que se traten, una resolución lateral de 10 mm permite 
detectar con una fiabilidad del 100% todas las huellas dactilares que se encuentran 
en el área interrogada. Es necesario indicar en este punto que la resolución lateral 
del sensor standoff LIBS utilizado para estas pruebas está limitada a un valor 
mínimo de 1,5 mm, que se corresponde con el diámetro del pulso láser cuando se 
enfoca a una distancia de 30 m. 
Finalmente, se ha evaluado otro factor importante en la detección de 
residuos explosivos en situaciones reales, como es la sensibilidad de la respuesta de 
emisión de huellas dactilares depositadas que han ido envejeciendo y han estado 
expuestas al efecto de la contaminación ambiental, circunstancias que pueden 
provocar la desaparición de la huella o un enmascaramiento de la misma. Para este 
ensayo, se han preparado una serie de placas de aluminio (4 × 4 cm2) sobre las que 
se ha depositado una huella dactilar del explosivo cloratita. Las muestras se han 
almacenado en una instalación parcialmente cerrada, de fácil acceso para la 
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contaminación del medio ambiente pero fuera del alcance de la acción del viento o 
la lluvia, por un periodo máximo de 30 días. Durante estos días, la temperatura ha 
fluctuado entre los 18 y 24 grados centígrados, mientras que la humedad relativa 
ha oscilado entre 45% y 60%. Paralelamente, dado que el experimento se ha 
realizado en un área cerca de la costa marina, pudiéndose depositar sobre las 
muestras sales mediante aerosoles procedentes del agua del mar, dos placas-
control de aluminio, exentas de residuo forzado, han sido sometidas al mismo 
ambiente. Estas muestras de control nos han permitido establecer el valor umbral 
de Na procedente partículas atmosféricas. Valores por encima de este umbral 
deben ser necesariamente debidos a la huella dactilar explosiva. 
Posteriormente, se ha realizado una prueba de detección ciega utilizando 36 
pulsos láser sobre las huellas explosivas sometidas a distintos días de exposición 
ambiental. Para una mejor evaluación de la respuesta LIBS de las huellas de 
cloratita depositadas sobre las placas de aluminio expuestas a la contaminación, se 
ha considerado la relación de intensidades de emisión Na/Al, vinculadas a las 
respuestas respectivas de las partículas de residuos (huella dactilar cloratita y/o 
partículas atmosféricas) y la superficie donde se depositan. 
Los resultados muestran como, para muestras sometidas a un mayor número 
de días de exposición, el contenido de Na total en la muestra aumenta por la mayor 
acumulación de partículas ambientales sobre la huella explosiva. No obstante, en 
ellas es cada vez más complejo encontrar un valor de relación Na/Al a lo largo de 
los 36 posiciones interrogadas que difiera significativamente del valor umbral 
definido por las muestras-control. Por tanto, siendo siempre conscientes de la 
influencia de las condiciones atmosféricas que acontecen y a tenor de lo expuesto, 
se puede concluir que, la sensibilidad de la técnica LIBS para la localización y 





II. Identificación de residuos explosivos
Para estos escenarios extremos, aunque la operación en standoff ofrece 
ventajas de seguridad, la complejidad en su uso es más que evidente. Pese a la 
eficacia de la técnica LIBS en la localización y detección de trazas explosivas 
localizadas a una determinada distancia, una de las principales complicaciones 
radica en la capacidad de identificación cuando se trata de trazas orgánicas debido 
a la similitud de sus respuestas analíticas, como consecuencia de su composición 
elemental similar. Así pues, para hacer frente a esta reducida selectividad, son 
necesarias herramientas matemáticas (algoritmos quimiométricos) que ayuden a 
extraer la máxima información posible de los datos analíticos disponibles y 
permitan distinguir entre residuos explosivos y trazas innocuas. 
Aunque diferentes enfoques quimiométricos aplicados a las emisiones 
ópticas han permitido abordar con eficacia la clasificación de datos tomados a 
distancia, su operatividad es limitada. Dado el carácter multifactorial de la 
respuesta standoff LIBS, puesto que la intensidad de emisión se ve afectada 
principalmente por la distancia sensor-muestra y el nivel de irradiancia en el 
objetivo, la efectividad de los modelos diseñados a partir de estos enfoques sólo 
puede garantizarse para aquella información que ha sido adquirida en condiciones 
operativas totalmente coincidentes con las utilizadas para obtener la información 
empleada en el modelado. De lo contrario, el etiquetado incorrecto de la muestra 
está más que garantizado. 
Por este motivo, se ha afrontado el diseño de un modelo de clasificación que, 
más allá de resultar útil únicamente a unas condiciones (distancia e irradiancia) 
operativas concretas, pueda flexibilizarse para operar sobre información adquirida 
en otras circunstancias. 
Para ello, haciendo uso de las técnicas de aprendizaje máquina (utilizadas por 
primera vez para información tomada con una configuración standoff LIBS), se ha 
tratado de diseñar e implementar un algoritmo quimiométrico capaz de distinguir, 
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para distintas situaciones operativas, residuos orgánicos de explosivos (DNT, TNT, 
RDX y PETN) de trazas de productos de uso diario (potenciales confusantes) como 
aceite de oliva, aceite de motor, crema de manos, gasolina y cera de coche. 
Previamente se ha caracterizado la información espectral (obtenida desde 
una distancia de 30 m y con una irradiancia de 8,2 GW cm-2) de todas estas trazas 
orgánicas, cuando se localizan sobre una superficie de aluminio en aras de 
identificar cuáles son las emisiones ópticas disponibles para afrontar la 
identificación de las mismas. Más allá de las señales relacionadas con el soporte, se 
ha observado que, mientras la banda de emisión asociada al fragmento CN se pone 
de manifiesto, la señal atribuida al grupo C2 queda enmascarada por señales 
vinculadas al óxido de aluminio (AlmOn). Junto con estas señales, también se han 
reconocido emisiones atómicas asociadas a Hα, N y O. Sin embargo, estas emisiones 
no pueden considerarse ni distintivas ni exclusivas de la presencia de trazas de 
orgánicos; su aparición en la respuesta espectral del sustrato de aluminio sin 
residuo indica que su procedencia está relacionada con la atmósfera circundante. 
No obstante, como los efectos en el ambiente envolvente están estrechamente 
relacionados con las trazas que se están interrogando, estas emisiones atómicas 
pueden resultar provechosas de forma indirecta en la identificación de las mismas. 
Una vez establecidas las señales de emisión útiles –CN, Hα, N, y O– para 
afrontar la identificación, se ha procedido a dilucidar cuales de ellas resultan más 
funcionales para categorizar los residuos orgánicos. Para ello, las citadas emisiones 
(intensidad original de las líneas, sin ningún tipo de pre-procesado matemático) 
procedentes de todos y cada uno de los residuos sobre aluminio, se han 
representado gráficamente de forma combinada en diagramas de dispersión n-
dimensionales. A partir de los gráficos construidos, se ha computado un estimador 
denominado región discriminatoria residual (RDR) basado en las respectivas 
dimensiones de las nubes de datos asociadas a cada tipo de residuo, de acuerdo 
con su peligrosidad, y su grado de solapamiento. Este parámetro permite identificar 
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de una forma rápida, que tipo de gráfico (o en definitiva que combinación de 
variables espectrales) ofrece las máximas diferencias entre los dos tipos de 
residuos, explosivos e innocuos. Este estimador abarca un rango de valores entre 0 
(cuando las nubes de datos son totalmente diferenciables) y 2 (cuando las nubes de 
datos están completamente solapadas y resultan indistinguibles). 
De entre todos los gráficos construidos, se ha encontrado que el más útil 
para diferenciar los residuos de acuerdo con su peligrosidad corresponde con el 
diagrama tridimensional que implica las emisiones de CN, Hα y O. Este diagrama 
ofrece una descripción muy completa del comportamiento del residuo frente a la 
radiación. Por un lado, la señal de CN informa sobre su patrón de fragmentación 
durante la ablación, mientras que las emisiones de Hα y O advierten del efecto del 
plasma de dicha traza sobre el aire que lo rodea. 
A continuación, sobre este subespacio de dispersión, se han diseñado y 
evaluado varios clasificadores (funciones matemáticas que actúan como frontera de 
separación) que permiten etiquetar una nueva traza como peligrosa o innocua en 
base a la ubicación espacial de la coordenada generada a partir de sus emisiones 
implicadas. Aunque la exactitud y la precisión de todos los clasificadores diseñados 
se han encontrado en torno al 90% y al 80%, respectivamente, los resultados han 
puesto de manifiesto que el mejor modelo para evaluar la naturaleza de las trazas 
orgánicas consideradas es un clasificador basado en mezclas Gaussianas (mogc), 
que ofrece tasas de falsos positivos y falsos negativos de 8% y 3%, respectivamente. 
Esto implica que solo algunos de los residuos inofensivos son identificados como 
casos de riesgo, mientras que son muy pocas las trazas explosivas que pasan 
desapercibidas. 
Una vez materializado este modelo supervisado para etiquetar la naturaleza 
peligrosa de los residuos a unas condiciones de operatividad, se ha considerado la 
posibilidad de transferir su utilidad a nuevas circunstancias de análisis. 
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Para ello, tomando como punto de partida el clasificador original (r0= 30 m, 
I0= 8,2 GW cm-2), se pretende abordar la identificación de un objetivo bajo nuevas 
condiciones (r0+Δr, I0-ΔI) mediante una auto-adaptación. Este proceso consiste en 
transferir el modelo de clasificación a las nuevas condiciones mediante la 
corrección de los coeficientes de su hiperplano a la nueva situación, como indican 
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Es necesario resaltar que la adaptación del hiperplano es cambiable de 
acuerdo con las características del sensor standoff LIBS utilizado. Como ya se ha 
comentado anteriormente, para el caso particular de nuestro sensor, un 
incremento del rango de trabajo lleva implícita una disminución de la irradiancia 
que alcanza el objetivo, debido a una mengua en la capacidad de enfoque. No 
obstante, pueden encontrase situaciones en las que la operatividad del sensor a 
diferentes distancias no distorsione dicha capacidad de enfoque. De acuerdo con 
ello, el rango de valores que n puede adoptar abarca desde 2 hasta 4. En este 
sentido, un valor de 2 implica una preservación del nivel de irradiancia al cambiar la 
distancia (corrige la atenuación en la luz emitida sólo debido al incremento en el 
rango de operación). Por el contrario, un valor de 4 modifica los coeficientes del 
hiperplano cuando acontecen simultáneamente los dos pretextos. En la presente 
investigación, se ha abarcado un rango de distancia desde 30 m hasta 50 m. Dicho 
aumento en la distancia sensor-muestra conlleva un incremento en el diámetro del 
haz láser desde 1,5 mm hasta 3,8 mm y su correspondiente disminución implícita 
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en el nivel de irradiancia desde 8,2 GW cm-2 hasta 1,3 GW cm-2. Por tanto, n adopta 
el valor de 4. 
En base a todas estas consideraciones, se ha adaptado el modelo supervisado 
(hiperplano original diseñado para 30 m) para interrogar residuos sobre superficies 
de aluminio situadas a 40 m y 50 m, mediante sendos modelos semi-supervisados 
de clasificación. En estas condiciones, si bien las emisiones ópticas de las trazas son 
mucho menos intensas, su comportamiento relativo mantiene un patrón bastante 
similar. 
A través de parámetros de rendimiento, tales como exactitud, precisión y 
tasas de error, los resultados han mostrado cómo la eficacia en la categorización de 
los residuos se degrada considerablemente cuando el modelo supervisado se utiliza 
para evaluar información adquirida bajo otras condiciones. Por el contrario, si se 
hace uso de un modelo adecuadamente adaptado (semi-supervisado) a las nuevas 
circunstancias, el rendimiento de la identificación en términos de exactitud y 
precisión se preserva, sin aumentar significativamente las tasas de falsos negativos 
y falsos positivos. Pese a que las diferencias dentro de las respuestas de emisión de 
los residuos son mucho menores cuanto más alejado está el escenario de análisis, 
los modelos adaptados sustentan una fiabilidad en la identificación de cerca del 
95%. 
Estos hallazgos reflejan, no solo el enorme potencial de esta nueva estrategia 
para identificar desde la distancia residuos orgánicos sobre superficies de aluminio 
de acuerdo con su peligrosidad, sino también su versatilidad para afrontar dicha 
operación en base a la respuesta de emisión transitoria asociada a standoff LIBS. 
 
III. Detección de amenazas radiológicas 
Si bien los materiales radiactivos son hoy en día una herramienta valiosa en 
casi todos los campos de la ciencia y la tecnología moderna, es más que evidente la 
peligrosidad que entraña su dispersión, ya sea por causas naturales o de forma 
23 
Resumen 
malintencionada (“bombas sucias”). Por ello, al igual que la detección e 
identificación de explosivos, su monitorización, categorización y cuantificación 
desde una situación segura, es también una aplicación demandada en lo que atañe 
a la seguridad. El desarrollo de tecnologías rápidas y eficientes para controlar y 
hacer frente a los riesgos que implica una contaminación de este tipo, es de crucial 
interés, y en este sentido, standoff LIBS presenta las virtudes necesarias para hacer 
frente a estas demandas. 
Así pues, se han evaluado las capacidades que ofrece standoff LIBS para 
detectar, caracterizar y cuantificar elementos radioactivos a partir de la 
interrogación láser desde la distancia (30 m) de diversos objetos vinculados con el 
mobiliario urbano. 
La capacidad para detectar y caracterizar cualquier tipo de residuo está 
vinculada a la composición de la superficie sobre la que se encuentra, ya que ambos 
son ablacionados por el pulso láser y participan de la composición global del plasma 
producido. Por ello, la primera investigación ha ido dirigida a establecer la 
selectividad de la técnica para este cometido. Para ello, se han evaluado las 
respuestas de emisión óptica de una variedad de sustitutos radiactivos, como 59Co, 
88Sr, 130Ba, 133Cs, 193Ir y 238U, cuando se encuentran depositados en forma de residuo 
sobre superficies de aluminio, arcilla, hormigón y vidrio, ubicadas a 30 m de 
distancia. Los resultados han evidenciado que, si bien algunas de las señales 
espectrales asociadas a los sustitos radioactivos pueden estar enmascaradas, en 
mayor o menor medida, por las correspondientes características espectrales de la 
superficie dónde se encuentran, al menos es posible en todas las situaciones 
evaluadas disponer de una señal distintiva libre de interferencias que permite la 
detección y caracterización del analito de interés. 
Debe mencionarse que, las señales espectrales de algunos de los analitos 
evaluados, como el 88Sr y 130Ba cuando se encuentran en una superficie de aluminio, 
han puesto de manifiesto la formación de óxidos, (SrmOn y BamOn) por medio de 
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bandas de emisión relacionadas. Por el contrario, analitos como el 59Co e 193Ir en 
esta misma superficie no manifiestan emisiones de sus correspondientes óxidos, 
aunque también pueden formarlos, pero si revelan bandas de emisión asociadas al 
óxido de aluminio (AlmOn). Finalmente, en el caso del 133Cs y el 238U, las bandas de 
emisión de sus respectivos óxidos, CsmOn y UmOn, están acompañadas por emisiones 
de AlmOn. 
Estas situaciones se justifican por la menor o mayor afinidad de los analitos 
por el oxigeno atmosférico y su consiguiente reacción menos o más favorecida 
termodinámicamente para formar los óxidos. Es necesario comentar que, si bien las 
manifestaciones de las emisiones asociadas a estos óxidos conducen a una 
alteración general de los espectros de los elementos, su aparición puede resultar en 
un indicador exclusivo de la presencia de un elemento en particular. 
Una vez establecida la capacidad de detección, se ha examinado la 
sensibilidad de standoff LIBS para establecer la mínima cantidad de analito 
presente en el escenario que puede ser advertida. Para ello se han establecido los 
límites de detección (LODs) de los elementos considerados sobre las distintas 
superficies. Con este propósito, micro volúmenes de disoluciones acuosas de las 
pertinentes sales se han dispersado homogéneamente sobre áreas acotadas en 
cada soporte. Con fines comparativos, también se han determinado los LODs para 
la operación en contacto directo, trabajando a idénticas condiciones de irradiación. 
Los resultados han puesto de manifiesto que los LODs standoff varían desde 
unos pocos hasta varios cientos de microgramos por centímetro cuadrado. Algunas 
diferencias en los LODs de los distintos residuos localizados en un mismo soporte se 
han detectado, además de por las propiedades espectrales intrínsecas de los 
elementos, en relación con sus capacidades para la formación de óxido. El LOD de 
un analito puede cambiar dado que la formación de óxidos altera la población de 
sus estados atómicos e iónicos. Claros ejemplos de esto son los casos de 88Sr y 130Ba 
en aluminio. A pesar de los bajos LODs reportados para estos elementos, la 
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capacidad para su detección se subestima. Su tendencia a formar óxidos conduce a 
emisiones menos intensas de sus correspondientes líneas de emisión atómicas e 
iónicas. Por ello, es de esperar que los LODs sean sustancialmente menores (mejor) 
que los estimados –17 µg cm-2 y 2 µg cm-2 para 88Sr y 130Ba, respectivamente. 
También se han detectado diferencias en los LODs de un particular analito 
cuando se localiza sobre diferentes superficies. Estas diferencias significativas en su 
sensibilidad resultan de las propiedades químicas y físicas de la matriz. Por ejemplo, 
a pesar de la baja tasa de ablación alcanzada en el vidrio puro, la sensibilidad para 
la detección de los residuos es elevada. Esta circunstancia se debe a la presencia del 
residuo en sí, que induce una absorción óptica mayor. Además, la escasa 
contribución de la superficie de vidrio a la señal de emisión final conduce a una 
mayor relación señal-ruido (SNR). Por otro lado, aunque los plasmas producidos en 
superficies de aluminio, de arcilla y de hormigón son más intensos, se ponen de 
manifiesto diferencias significativas en la sensibilidad de detección. Las variaciones 
en los LODs para un mismo analito en estas diferentes superficies se aclaran a 
través de las propiedades de los plasmas formados. Para verificar esto, se han 
computado la temperatura electrónica (Te) y la densidad del número de electrones 
(Ne) de los plasmas procedentes de residuos de Ba en estas superficies. Los 
resultados han corroborado que la sensibilidad a la detección mejora (LODs 
menores) cuanto mayores son los valores de Te y Ne. 
En cuanto a la sensibilidad de standoff LIBS, al compararla con la obtenida 
para la configuración de contacto directo, se han observado diferencias 
pronunciadas entre los LODs de ambos enfoques al computar la detección en 
términos de cantidad absoluta. Este hecho es una consecuencia directa de sus 
diferencias en el área de muestreo, 1500 µm de diámetro en el caso de standoff por 
los 450 µm en el caso del contacto directo; una circunstancia que también acentúa 
cualquier falta de uniformidad en la distribución de los residuos. 
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Finalmente, se ha abordado la aplicabilidad de standoff LIBS en dos 
potenciales escenarios reales: la monitorización de una fuga radiológica accidental 
y la recopilación de evidencias forenses tras una dispersión radiológica 
premeditada. 
Para el estudio de la liberación accidental de materiales radiactivos al medio 
ambiente, se ha contaminado un pedazo de azulejo de suelo de terracota rústica 
(30 × 30 cm2) con residuos de 193Ir, 88Sr, 59Co, y 133Cs, repartidos en cuatro 
cuadrantes (12 × 12 cm2 cada uno) , uno para cada elemento. Esta superficie 
situada a 30 m de distancia del sensor se ha examinado mediante LIBS, a lo largo de 
la dirección normal a la superficie interrogada, con una resolución lateral de 1 cm. A 
partir de las emisiones particulares de cada analito ha sido posible construir unos 
mapas químicos que definen perfectamente el contorno y el perfil de distribución 
espacial de las deposiciones originales para los elementos en cuestión. Esto 
demuestra que la identidad particular de cada analito puede vigilarse con precisión 
y sin interferencias de otras emisiones más destacadas dentro de la señal espectral. 
En el caso de la dispersión premeditada de material radioactivo, standoff LIBS 
se ha destinado a la captación de evidencias forenses en materiales “testigo” de un 
escenario simulado de post-detonación, a partir de la detección paralela de la 
fuente de radioactividad y el correspondiente propulsor explosivo responsable de 
su dispersión. Hay que mencionar aquí que las evidencias químicas identificables en 
este tipo de desechos son muy limitadas, principalmente para el explosivo 
propulsor. Como los productos de postcombustión que resultan de la detonación 
de un explosivo orgánico principalmente son vapor de agua y gases como el CO, H2 
y N2, los residuos post-voladura esperados se limitan a carbono sólido y trazas 
procedentes de la no-reacción explosiva, acompañadas de impurezas interferentes. 
En este contexto, se han realizado dos ensayos de detección standoff LIBS 
sobre posibles escombros resultantes de las detonaciones de “bombas sucias” 
basadas en combinaciones a distintos niveles del explosivo TNT, junto con 133Cs y 
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59Co, dispersado en áreas bien definidas (2 × 10 cm2 cada uno) a lo largo de una 
superficie de aluminio (15 × 15 cm2), emulando los fragmentos de contenedores 
metálicos sellados que almacenan la fuente radiactiva. A partir de las emisiones 
atómicas particulares de 133Cs y 59Co, y de la señal molecular de CN como 
marcadores del material explosivo, ha sido posible construir unos mapas químicos 
que definen perfectamente presencia o ausencia, así como la distribución espacial 
de la evidencia. No obstante, hay que hacer notar que para la mezcla de TNT con 
59Co algunas evidencias pasan desapercibidas, ya que prácticamente el componente 
explosivo no se detecta a menos que esté en una proporción del 75%. Por el 
contrario, en el caso hipotético de una bomba sucia basada en 133Cs, tanto el 
simulante radioactivo como el explosivo se detectan cualquiera que sea su 
concentración en la mezcla. Por lo tanto, el interrogatorio de este escenario revela 
evidencias de una detonación. Además, hay que destacar que la detección 
simultánea de TNT y 133Cs en una proporción de 25:75 encaja con una pequeña 
cantidad de explosivo que ha sobrevivido a la explosión. 
 
En resumen, todas estas investigaciones acreditan el notable potencial de 
standoff LIBS para la anticipación, monitorización o ciencia forense de cualquier 
tipo de amenaza. 
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In recent times, the emergence of new requirements and the growing of 
analytical demands have forced to both the generation of new practices and the 
innovative development of the conventional techniques in the field of analytical 
chemistry. Every day more and more, instances requiring analytical techniques 
operating in situ are more frequent due to the difficulty to carry away the sample 
towards the lab facilities or the need of its assessment there where it is located. 
This circumstance has been possibly the responsible cause of the aggressive 
expansion on the development of field-deployable laser-based sensors. 
Among the different laser analytical techniques, founded each on the 
particular physical process caused by the interaction of laser radiation with matter, 
emission spectroscopy assisted by laser ablation (also called laser-induced 
breakdown spectroscopy, –LIBS–) occupies an outstanding competitive position. Its 
numerous advantages like the versatility for sampling of solid, gaseous or liquid 
targets with little or no preparation and the simultaneous multielemental response 
in real-time, have made it an increasingly important analytical tool. Furthermore, its 
ability to deal with the analysis of samples at distances of several meters from a 
portable platform has placed this technique in the forefront of the analytical 
technologies. 
Indeed, all these attractive features have led LIBS to be used on a wide range 
of real-world applications as materials analysis, environmental monitoring, art 
restoration/conservation, military and safety needs, forensics and biomedical 
studies, and even more recently space exploration. Notwithstanding all the gains 
made, there is yet a range of challenges ahead to deal with, in order to place LIBS 
at its standoff scheme to the highest technology readiness level.
Therefore, the main objective of the present Doctoral Thesis is the 
assessment of the feasibility to use LIBS at standoff configuration in the inspection
and the surveillance of "extreme" scenarios. Thus, towards this general goal, several 
particular objectives must be pursued. 
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While it is true that the standoff scheme for LIBS offers numerous
advantages to the analysis, the most critical issue for its performance is the large 
variability observed in the emission responses of distant targets. For that reason, 
the main causes behind this instability within the spectral responses should be 
identified with the aim of improving the main analytical figures of merit of any 
developed application. This particular investigation will involve an assessment of 
how the optical path affects to the laser pulses delivered to the distant target as 
well as to the light emitted by produced plasmas when are gathered by the sensor. 
As regards the applicability of the technique is concerned, its strengths and 
weaknesses should be addressed in those instances in which the distant analysis is 
a real need. Thus, the "extreme" term herein refers to those sampling scenarios 
that involve a limiting physical access, either due to the nature of the site or to 
ensure good operator safety. In this connection, the architectural heritage and the 
security applications will be considered. 
• Architectural heritage is a valuable source of history and a unique and
irreplaceable legacy of our past. However, the vast majority of this architectural 
heritage is immovable, therefore demanding the use of a technique operating in 
situ. Furthermore, in some cases by virtue of dimensions and structure, the physical 
access of the operator to the analysis area is limited. Thus, the usefulness of a 
standoff approach is more than evident. In this sense, a case study of an 
architectural heritage will be selected to perform a qualitative elemental analysis 
on the materials involved in its construction. A chemical characterization, from 
their original composition up to any cause responsible of their deterioration, should 
be executed. This surveillance will facilitate an ongoing control of their 
conservation status as well as the design of any future conservation plan. 
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• In last times, numerous terrorist attacks on military targets and civilians,
indiscriminately, have made clear that the detection of threats requires a latent 
attention. This is the reason why any technique able to anticipate these threats 
would be welcome. Again, the need of an analytical tool operating at a distance, 
against the possible risk to human life, is mandatory. In this context, an evaluation 
of the LIBS analysis potential for the advanced recognition of any danger evidence 
from a safety distance will be addressed. Through the laser interrogation of distant 
objects, the detection and location of inconspicuous residues from a minimal 
contamination should be attained by exploiting optical emissions. Additionally, the 
design and implementation of any data treatment tool that allows the labeling of 
these residues, either the particular identity or the hazardousness, should be also 
welcome. 
• Regrettably, in some cases it is inevitable that the incident occurs. At these
circumstances, the analytical techniques to the identification of forensic evidences 
would come into play. Although some of these evidences can be transferred to the 
lab facilities, other must be investigated at the own place where the incident 
happens. Thus, the suitability of a LIBS-based fieldwork sensor for fingerprinting any 
identifiable evidence on witness debris should be evaluated. Likewise, the analytical 
potential of LIBS to detect, identify, and even quantify, expected post-disaster 
chemical residues on a variety of substrates and in the presence of interferents 










his  conjectures,  electrons,  besides  absorbing  and  emitting  light  spontaneously, 
could be stimulated  to emit  light of a particular wavelength  [1]. However,  it  took 
nearly  40  years  to  scientists  until  achieving  the  amplification  of  such  emissions, 
thereby validating the Einstein's predictions and, at once, marking the beginning on 
the evolution of  lasers  towards  the powerful  tools  that are  today. Thus,  in 1953, 
James P. Gordon and Herbert J. Zeiger, together with Charles H. Townes, conceived 
the first amplification of microwaves by stimulated emission (maser) [2]. But it was 
not until 1960 when Theodore H. Maiman constructed  the  first device  to amplify 
light by stimulated emission (laser) using photographic flashlamps as pump source 








Early  on,  lasers were  primarily  used  as  an  ablation  source with  excitation. 
Thus, the  laser‐induced plasma virtually advanced  in parallel with these early days 
of  the  laser, as  reflected  in an abstract presented by Brech and Cross mentioning 
the plasma as a spectral source [6, 7]. This first publication was followed by a series 






analysis  [9].  Following  this,  Schroeder et al. described  circuits  for  time‐resolution 
and to record the temporal profile of plasma emissions from single pulses [10]; the 
direct  laser  spectrochemistry  (LIBS –laser‐induced breakdown  spectroscopy–) was 
starting out. 
From  then up until  the present day, due  to  the ongoing need  for analytical 
methods  increasingly more demanding,  LIBS has been advancing  significantly not 
only  in  the knowledge of  its  fundamental aspects but also  in developments  in  its 
instrumental components; advances that are reflected on its usage for a wide range 
of new and interesting applications [11]. 




into  confined  regions  of  matter  in  order  to  achieve  distinct  responses.  These 
responses of matter to  incident  laser can be categorized  into two groups: thermal 

















intense  continuous‐wave  (CW)  radiation,  it  is  usually  discussed  in  the  context  of 
pulsed  lasers. The onset of ablation occurs above a  threshold  fluence, which will 
depend  on  the  absorption  mechanism,  particular  material  properties, 







When a  large amount of  laser energy  is  tightly  focused on  the matter,  the 
absorbed  photons  lead  to  the  production  of  electrons with  a  certain  amount  of 
kinetic  energy.  At  very  high  electron  densities  (N  >  1017  cm‐3),  electron‐electron 
collisions dominate over electron‐matter collisions and electrons begin  to behave 








Fig. 1. Chronological  sequence of  the main phenomena  that occur during  laser‐assisted ablation 
process. 
Plasma Ignition 
As  the  temperature  continues  to  increase  to  the  vaporization  point,  the 
sputtered  target material  is gasified and  ionized,  thus  leading  to  the  formation of 
plasma  containing  electrons,  ions,  and  neutral  as  well  as  excited  species  of  the 
ablated  matter.  A  highly  directed  plume  ejected  from  the  irradiated  zone 
accompanies  the  material  removal.  As  this  plasma  plume  with  high  pressure 
expands immediately and rapidly outward, shock wave is formed. Shock wave front 
expands and propagates  in  the  surrounding atmosphere.  In  this meantime,  shock 
wave  front  continues  to  absorb  the  energy of  the  laser  that  keeps  expediting  it. 
Thereby,  although  the  radius  of  shock  wave  front  increases,  its  velocity  of 




Like  the  shock  wave,  the  ejected  plasma  plume  propagates  against  the 
incident  beam,  shielding  the  material  completely  through  the  absorption  of  the 
later part of a laser pulse. Consequently, this "shielding effect" not only changes the 
actual energy flux received by the matter but also causes a reheating of the plasma 
itself.  This  effect  is  commonly  produced  in  the  case  of  nanosecond  laser  pulses, 
whereas  is  not  evidenced  for  ultrafast  (pico‐  and  femtosecond)  laser  pulses, 
because  the  total  temporal  length of  the pulse  impacts  the  target before plasma 
formation [17‐19]. 
The dense plasma plume not only can absorb and scatter  light but also may 
exchanging  energy with  the  targeted material. Undoubtedly,  the  distance  of  the 
plasma  from the surface  is  the critical  factor. Absorption by  the solid  through  the 
plasma is much more efficient than by laser irradiation when plasma stays close to 
the  surface.  In  this  case,  the blackbody  radiation emitted by  the vapor plasma  is 
absorbed very strongly [20]. 
Plasma Expansion 
During  the propagation, plasma  is directly ejected outward  in all directions. 
Notwithstanding  this,  the  vaporized material expands  in  a non‐isotropic manner, 
that  is,  with  a  higher  amount  of  dense  and  partially  ionized  gas  spreading  out 
preferentially normal to the surface along the laser pulse direction. 
At  a  very  early  stage, due  to  the high  level of  ionization, plasma  radiation 
with a very wide spectrum from ultraviolet to  infrared  is composed of background 
continuous spectrum and linear spectrum due to elements including in the plasma. 
The continuous  spectrum of  radiation  is mainly attributed  to Bremsstrahlung and 
recombination  radiation  processes  [21].  During  the  Bremsstrahlung  process, 
photons are emitted due to the transition of free‐state to free‐state contributed by 
free  electrons  and  ions  accelerated  or  decelerated  through  collisions.  However, 
during  the  recombination event  free electrons are captured  to be bound‐state by 
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ions  in  electron‐ion  collision  and  neutral  atoms  and  molecules  are  created; 
meanwhile excessive energy is emitted in the form of electromagnetic radiation. As 
the  temperature  of  free  electrons  of  plasma  descends  quickly  during  these 
processes, background continuous  intensity decays more rapidly than the spectral 
lines.  It  is  for  this  reason  that  the  plasma  spectral  irradiance  is  usually  gathered 
after a reduced period of time –a few nanoseconds– from the laser pulse incidence. 
The  spectroscopic  analysis  of  the  optical  emissions  from  spectral  lines  provides 
qualitative  and  quantitative  information  on  the  elemental  composition  of  the 
sample as well as on the temperature and particle density of the plasma itself [22]. 
Condensation 
Although  the  dominating  species  leaving  the  target  surface  are  principally 
atoms and ions, besides these species the material plume also consists of particles, 
with  dimensions  ranging  from  nm  till  µm.  The  smallest  particles  (nm  size)  are 
generally formed upon expansion of the plasma into the ambient. When the vapor 
plume expands, plasma gradually  cools down,  thus  leading  to  the nucleation and 
condensation of the vapor atoms, which results on the formation of nanoparticles 
and growth toward clusters. Nevertheless, the origin of these particles might come 
along  a  different  route  since  in  the  case  of  ultrashort  laser  pulses  this  cloud  of 
nanoparticles  is a direct consequence of  its  interaction with the target material. In 
the  same  vein,  during  its  expansion  into  the  ambient  the  produced  plasma  also 









As  commented,  laser  ablation  event  produces  a  transient,  highly  luminous 
plasma plume that expands rapidly away from the irradiated target. This tiny plume 
of  light,  in  addition  to be by  itself  a direct  indicator of how  the  ablation occurs, 
contains valuable qualitative and quantitative information about the composition of 
the  target. However, the properties of this plasma plume  (morphology, dynamics, 
temperature,  density  ...)  as  well  as  the  information  that  it  contains  and  reveals 
depend on several  factors. The  following describes  the most  relevant  information 
on  what  variables  influence  the  produced  plasma  and  what  are  the  main 
parameters characterizing the plume. 
1.3.1 Factors affecting the plasma plume 
As  exemplified  in  Fig.  2,  the  properties  of  laser‐produced  plasmas  are 
strongly influenced by the irradiation conditions like the laser pulse duration (τ), the 
laser wavelength (λ), and the  laser pulse energy (E). Undoubtedly, also the type of 
material  to  be  ablated  is  a  key  asset  to  the  induced  plasma  due  to  the  specific 








Irradiation  conditions  are  likely  to  be  by  far  the  most  important  factors 
influencing the plasma plume properties since they participate doubly; first, during 
its  interaction  with  the  material  and,  then,  with  the  induced  plasma  itself.  To 
facilitate  understanding,  effects  of  laser  parameters  on  the  plasma  have  been 
disaggregated as follows [24]. 
 Influence of laser pulse duration (τ)
Differences  in  laser  pulse  length  result  in  essential  changes  in  the 
produced  plasma  due  to  the  different  rate  of  energy  deposition  and  the 
variable  mechanisms  of  energy  redistribution  and  dissipation  within  the 
material. In the case of nanosecond (ns) pulses the  laser−plasma  interac  on 
during  the  plasma  evolution  plays  an  important  role.  As  discussed  above, 
while the leading edge of the laser pulse produces the plasma, the remaining 
part of the pulse overheats the ejecting plume instead of interacting with the 
target. Consequently, plasma plume exhibits  two distinguishable  regions,  a 
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bright spot  located  just above  the sample surface and other high radiation‐
intensity region behind the expanding plasma front [25, 26]. In contrast, this 
phenomenon  is  not  observed  during  ablation  using  ultrafast  (pico‐  and 
femtosecond)  laser  pulses.  However,  depending  on  the  irradiated  material 
and at the very beginning of ablation, a non uniform distribution of intensity 
regions  at  the  plume  may  be  also  evidenced.  Under  these  circumstances, 
such uniformity obeys to a different reason; the size of the ablated material. 
The high  intensity  region  that  evolves  close  to  the material  surface moves 
slower and undergoes  low constraint,  is associated to  larger clusters.  In the 
other  edge,  a  less  intense  plasma  front  that  propagates  rapidly  and 
experiences  a  strong  constraint  from  the  surrounding  involves  atoms  and 
smaller particles [27, 28]. 
 Influence of laser wavelength (λ)
A  large variety of  laser wavelengths ranging  from ultra‐violet through 
visible  to  near  infrared  can  be  used  for  laser  ablation.  However,  laser 
wavelength marks  the mechanism of  interaction of  the  laser pulse with  the 
material,  the onset of  ablation  (either  thermal or  photochemical),  and  the 
resulting plasma plume. 
Differences  in  absorption  rate  between  radiations  lead  to  different 
propagation behavior of the produced plasma. While a large λ (IR ‐ 1064 nm) 
produces larger axially extended plasmas, a short λ (UV ‐ 266 nm) generates 
plasmas  much  more  confined.  Thus,  for  IR  ablation,  the  surrounding 










Last  but  not  less  important,  the  laser  pulse  energy  (E)  is  also  an 
influential parameter  that alters  the  induced plasma plume.  Indeed,  rather 
than  the  absolute  energy,  it  is  the  density  of  energy  –termed  either  as 
fluence (energy expended per unit area, J∙cm‐2) or as  irradiance (the rate at 
which  energy  is  deposited  on  the  target  per  unit  area,  W∙cm‐2)–  the  key 
factor influencing ablation [33]. Due to the dependence on the spot size over 
which  the  laser  beam  is  focused  and  to  the  flexibility  in  the  laser  energy 
frame for values of these variables,  identical  irradiance/fluence  levels might 
be  reached by  fitting  focusing distance  and energy delivered. Nonetheless, 




energy  and  expand  into  hemispherical  shapes  and  push  the  surrounding 
ambient far enough in front of them. In contrast, at low irradiance, the lower 







than obvious because of  the different energy  thresholds  required  to  its particular 
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ablation.  However,  for  materials  at  the  same  state  also  a  change  on  plasma 
parameters may occur. Due to the differences on physical and chemical properties 
of  materials,  a  matrix  effect  on  the  laser‐induced  plasma  plume  parameters  is 








supersonic  velocity  toward  the  ambience  in  front  of  the  target.  Consequently, 
atmosphere  surrounding  is  also  of  major  relevance  for  plasma  properties  (size, 
shape, temperature, density ...) and the dynamics (spatial and temporal evolution) 
either of the plasma in itself or of its intrinsic features, since it is the medium where 
the plume progresses.  In  short,  the nature and pressure of ambient environment 
influence  not  only  the  morphology  profiles  of  plasmas  but  also  the  physical 
parameters defining their states. 
The ablation process is strongly affected due to differences in density, mass, 
ionization  potential,  and  thermal  characteristics  of  different  background 
atmospheres.  In this sense, the composition of the surrounding atmosphere alters 











a  beneficial  environment where  plasma  shielding  occurs.  Confined  laser  plasmas 
with a sufficient amount of electrons can absorb a significant portion of  the  laser 
pulse through  inverse Bremsstrahlung. This circumstance causes a decrease  in the 
vaporization  rate of  the material,  thereby  reducing  the mass  removal during LIBS 
but  leading to stronger LIBS signals due to the plasma re‐excitation. Furthermore, 
the  possibility  of  far  more  complex  variations  for  the  properties  of  the  ejected 
plasmas as a  function of  the  reactive nature of  the atmosphere  is not  in any way 
ruled out [40‐43]. 
In  the  same direction,  the pressure under which plasmas are evolving also 
influences  the  characteristics  of  induced  plumes  through  several  effects  like 
deceleration,  shock  waves  formation,  thermalization  of  ablated  species  and 
clustering processes.  In general, density and  temperature of plasmas decreases  in 
parallel with  the  ambient  pressure.  These  parameters  vary  critically with  plasma 
morphology,  which  in  turn  strongly  depends  on  ambient  pressure.  A  larger 
confinement of the plume near the target surface, with a decreasing of the plume 
front  dispersion,  is  noticed  as  the  pressure  increases.  Subsequently  highly 
distinguishable  plumes  in  terms  of  size  and  luminosity  are  obtained.  The  slower 
expansion of  the plasma  leads  to  a  slower  cooling,  thereby deriving on emission 
intensities  that  remain  longer,  since  the  recombination  processes  occur  more 
rapidly  because  energy  exchange  between  particles  inside  the  plume  is  more 
efficient [44, 45]. 







Once produced  the plume,  there are some physical parameters such as  the 
temperature  (Te), the electron number density  (Ne) and the atom and  ion number 
densities  that  allow  its  characterization.  Their  determination  is  important  to 
improve  understanding  the  dissociation,  atomization,  ionization,  and  excitation 
processes occurring  in  the plasma. Since  these parameters are directly associated 
to  the  radiation  emitted  by  plasmas,  their  computation  is  usually  based  on  the 
spectroscopy of  such  radiation  (spectral  line  and  continuum  emission). However, 
the description of plasmas states and the evaluation of these essential parameters 
using  optical  emission  spectroscopy  are  strictly  connected  to  the  concept  of 
thermodynamic equilibrium [46]. 
For  plasma  to  be  in  this  complete  state,  all  processes  are  balanced  and 
characterized by a single temperature. Therefore, radiation emitted is equal to the 
radiation absorbed [22, 47]. 


















where λmn  is  the wavelength of  the  transition  lines,  Imn  is  the  integrated 
line intensity of the transition involving an upper level (m) and a lower level (n), Amn 




Boltzmann's  constant,  respectively;  h (J∙s)  is  the  Plank's  constant,  c  (m∙s‐1)  is  the 
speed of light and N (f‐T‐) (m‐3) is the total number density. 
If a graph  is  constructed  for various  lines of  successive  ionization  stages of 
the same element with the left side of Equation 1 as the ordinate and the energy of 
the  excited  upper  level  as  the  abscissa,  a  straight  line,  whose  slope  yields  the 
temperature, is expected [48]. 
On  the  other  hand,  diagnosis  of  electron  density within  LIBS  plasmas may 
also be based on the emission spectrum of the plume, more specifically, from the 
prof le of the spectral lines [49]. Among the optical emission spectroscopic methods 
proposed,  the broadening of emission  lines due  to  the Stark effect has been  the 
most  widely  used.  This  effect  (briefly  discussed  in  section  1.4)  is  due  to  the 
collisional processes between the emitting atoms and electrons and  ions, resulting 
in  a  broadening  of  the  line  and  a  shift  of  the  peak  wavelength.  This  effect  is 
considered the dominant broadening when compared with other mechanisms due 
to  collisions with neutral  atoms  (i.e.,  resonance and Van der Waals broadenings) 
[22]. 
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In  these  equations,  w  is  the  electron‐impact  (half)  width,  A  is  the  ion 




1017  cm‐3,  at  which  the  parameters  w  and  A  are  measured.  Thus,  the  electron 
density  (Ne)  is extracted by matching the  line width with the calculated one or by 
comparing  the  measured  shift  with  the  value  predicted  by  the  approximated 
formula in Griem's book [50]. 
As  pointed  out  earlier,  laser‐induced  plasmas  are  transient  in  their  nature 
and have a very short temporal existence. Thus, we finally want to emphasize that 
these commented parameters suffer, like the plasma in itself, both a temporal and 




The  radiation  emitted  from  laser‐induced plasmas  consists of  a broadband 
light  emission  together  with  species‐specific  spectral  lines.  Although  these  last 
signals are the relevant signature used for LIBS, there are also additional dominant 
processes  of  radiation  from  plasmas  such  as  Bremsstrahlung  and  recombination 
radiation. 
Fig. 3 depicts a schematic  illustration of the emission spectra of LIBS plasma 
for  different  time  delays  with  respect  to  the  irradiation  of  the  laser  pulse.  As 
observed, the optical emission spectrum of the plasma changes during its lifetime in 
a  temporal  window  spanning  from  several  tens  of  nanoseconds  up  to  several 
microseconds.  An  specific  optical  emission  from  the  plasma  can  be  observed 
depending on the temporal settings for signal gathering, that  is, the time between 






At  earliest  time,  the  plasma  emits  predominantly  a  "white  light",  thereby 
leading to a continuous spectrum of radiation, mainly attributed to Bremsstrahlung 
and recombination radiation processes (see section 1.2). As a result, only some faint 
peaks  of  the  line  intensities  of  atoms  and  ions  are  evidenced  together  the 
continuum emission. At this instance, the ratio of the peak intensity of an emission 
line to the neighboring intensity of the spectral continuum emission is low. 
Next,  when  the  plasma  cools  down,  the  strong  white  light  emitted  as  a 
continuum  signif cantly  subsides  in  intensity.  In  contrast,  emissions  from  atomic 
and  ionic species  in various states of excitations as well as  from parent molecules 


















Elapsed time post-impacting the laser pulse
0.25-3 μs 
Ionic emission 0.5-50 μs 
Atomic emission 2-100 μs 
Molecular recombination
0 μs             50 μs            100 μs
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molecular  fragments coming  from atomic  recombination can also emerge. At  this 
point, the ratio peak intensity to continuous background increases notably. 
Finally,  as  the  elapsed  time  enlarges,  the  plasma  temperature  decreases 
further and the emission peaks are dying out towards their total extinction. 
Beyond  this  temporal  effect  over  the  emission  signals  various  absorption 
processes and  line broadening mechanisms causing distortions  in the spectral  line 
profiles exist. In the case of very dense plasmas, an effect known as self‐absorption 
occurs,  that  is,  the  plasma  itself  absorbs  its  own  emission.  Because  of  the 
characteristic  temperature and electron density gradients of  the plasma, while  its 
outer  layer  is populated by "cool" atoms, residing mostly  in the ground state, the 
central core of the plasma contains a high density of excited atoms. As these atoms 





396 nm are affected due  to a  large  spatial heterogeneity  in  the plasma observed 
during  the  selected  time  window.  When  the  concentration  of  Ca  atoms  in  the 
sample increases, the number of "cooler" Ca atoms in the outer layer of the plasma 
also  increases. Consequently,  the spatial heterogeneity  in density of atoms  in  the 
Self-absorption Self-reversal






emission  line  but  also  to  a  slight  broadening.  Then,  if  this  distortion  continues 
successively an extreme effect known as self‐reversal  is evidenced.  In such a case 
the  single  emission  lines  reflect  a  prominent  cleft  at  the  center  as  well  as  an 
additional broadening. 
Both effects are usually observed for emission  lines  in which the  lower  level 
of the transition is the ground state or close to the ground state and are associated 
to  an  optical  thickness  condition  of  the  plasma  with  respect  to  the  concerned 
element [16, 51‐53]. 
Beyond  the  effects  of  absorption  on  the  LIBS  signal  width,  there  are  also 
additional  mechanisms  causing  emission  line  broadening.  Leaving  aside  factors 





atomic  mass  of  the  emitting  species.  The  Doppler  width  arises  due  to  random 











the  emission  signals  recorded  from  single plasma. As  commented, both  intensity 
and profile of a spectral line play a crucial in the study of spectroscopic information 
related to the concerned emitter. Consequently, the presence of such broadening 







matter ablation,  forming  laser microplasma on or  in  the sample containing atoms 
excited,  and  then  collecting  and  spectrally  analyzing  the  light  emitted  by  these 
atoms. So, LIBS is a method that uses instrumentation similar to that used by other 




In  order  to  provide  a  better  understanding  on  the  operation  using  a  LIBS 
based  device,  the  fundamental  instrumentation  employed  together  with  its 
functionality will be clearly, although briefly, here described. 
Fundamentally, the main constituents  in a LIBS experimental set‐up may be 











laser pulse. Then,  the  light emitted by  the plasma  is collected up  to  the  tip of an 
optical fiber, which guides the  light towards the entrance of a spectrometer. Once 
there,  light  is  analyzed  spectrally  and  the  photoelectrical  signal  gathered  is 
converted into a digital signal (LIBS spectrum) interpretable by the operator. 
Fig. 5. Typical LIBS experimental set‐up. 
The push from analytical companies since the  invention of the  laser  in 1960 
started  a  deep  development  of  instrumental  components  for  LIBS  that  still  is  in 














The  laser  is,  by  far,  the most  important  component of  LIBS.  This  radiation 
source, that  is responsible to form the plasma plume and  induce the excitation of 
the  atoms,  is  an  amplified  light  of  high  intensity  whose  intrinsic  properties  are 
coherence, monochromaticity and directionality [58]. 
A great variety of  lasers operating under different parameters  (wavelength, 
pulse  length  ...)  exist,  and  the  choice  of  the  type  of  laser  to  a  LIBS  experiment 
depends on both  the  requirements and  the demands of  the analysis.  In any case, 
solid‐state lasers, mainly Q‐switched flashlamp pumped Nd:YAG with pulse lengths 





laser  crystal,  located  inside of  an optical  cavity,  receives  energy  from  flashlamps 
which act as pumping mechanism for stimulating emission of radiation. Two mirrors 
fitted  at  the  ends  of  the  optical  cavity  are  used  to  provide  feedback  the  light 
emitted by the amplifier, thus providing to the laser pulse all its inherent qualities. 
For  obtaining  brief,  high‐energy  pulses,  this  laser  operates  under  the  so 
called  Q‐switching  mode.  The  basic  idea  is  that,  whereas  the  pumping  action  is 
Anode Cathode 
Output laser pulse 
Flashlamp (pump source) 





continuous, thereby storing a  large population  inversion (many atoms  in an upper 
level) until  the  lasing condition  is satisfied,  the  light  is allowed  to  travel back and 
forth between the mirrors only  for a brief time to achieve  the  laser action. Those 
brief periodic  intervals are controlled by an acousto‐optic coupler, which  scatters 




they provide  an easy  to use,  compact  and  reliable  source of  laser pulses of high 






to  assist  in  the  two  core  processes  for  emission  spectroscopy  assisted  by  laser 
ablation:  First,  the  guiding  and  focusing  of  the  laser  pulses  onto  the  target,  to 
generate plasma, and then the collecting of the light emitted from such plasma. 
‐ The  focusing  system.  In  its most basic  scheme,  the  focusing  system 
consists of  a  guiding mirror  (with high  reflectivity  to  the  laser wavelength) 
that orientates the laser pulses towards the sample. Then, a focusing lens (in 
general, a plane‐convex  lens)  tightly condenses  the  laser beam diameter  to 
the  minimum  at  its  focal  point.  The  distance  between  this  lens  and  the 










As seen, when  light  is directly  focused onto a slit, only a minute portion of 
the  plasma  volume  is  gathered.  Consequently,  slight  changes  in  plasma 
position can lead to significant variations on the appearance of the acquired 
spectrum  in  terms of absolute and  relative emission  intensities due  to any 
spatial gradient for the excited atoms. On the contrary, gathering light with a 
bare fiber optic pointed at the sample allows collection of light from all parts 
of  the  plasma  since  it  reduces  sensitivity  to  alignment  because  of  a  wide 















spectrograph,  or  optical  bench,  and  the  detector.  Although  numerous  devices 
suitable  for a wide range of spectroscopy applications exist  [52, 60, 61], the most 
widely spectrometer used for LIBS results from the combination of a Czerny–Turner 
spectrograph  and  a  charge‐coupled  device  (CCD).  In  this  section,  we  will  briefly 
report  on  their  main  optical  components  and  how  these  different  components 
work together to form the complete system. 
The  Czerny‐Turner  spectrograph  consists  of  two  concave  mirrors  and  one 
diffraction grating. Light entering  through  the  slit  is collimated by  the  first mirror 
towards  the diffraction grating. Once  there,  light  is dispersed  into  its  component 
wavelengths. Finally,  the dispersed radiation  is  imaged by  the second mirror onto 
the focal plane of the iCCD camera to be recorded and analyzed [52]. 
The  charge‐coupled  device  (CCD)  is  a  common  mechanism  with  an  array  of 
cells  to  capture  the  light  image  by  the  photo‐electric  effect  for  converting  such 
optical  image  to  an  electrical  signal.  The  packets  of  charge  are  first  shifted, 
simultaneously, down the row of cells, in discrete time. Next, at the end of the cells 
line, the quantity of electrical charge from each different picture element (pixel)  is 
used  to  represent  its  analog  quantity,  such  as  the  emission  intensity  at  each 
particular wavelength; LIBS spectrum is built. 
LIBS systems based on CCDs are preferable in many applications, since they are 
more  robust  and more  affordable  in  comparison with  iCCDs.  Furthermore,  CCDs 




the presence of an  intense background  are  involved,  the use of  an  iCCD may be 
more advantageous to detection, due to their gating capability [62, 63]. 




Due  to  the  relative  experimental  simplicity,  the  most  basic  and  typical 
configuration of LIBS to obtain the immediate emission response of the analytes is 
the single‐pulse  laser ablation [64]. At this configuration, single‐pulses at one spot 




However, when  it  seeks  to use  LIBS  for  some  analytical  solutions,  there  are 
several  concerns  with  single‐pulse  ablation,  including  small  quantity  of  ablated 
mass  that  consequently  induces  weak  emission  intensity,  poor  measurement 
reproducibility, and the aforementioned fractionation. 
This  is  the  reason  why  the  use  of  further  configurations  based  on  several 
controlled  laser  pulses  (double‐pulse  and  multi‐pulse)  but  without  losing  the 
flexibility of one‐step LIBS, have been also explored. 
As  far  as  double‐pulse  configuration  is  concerned,  a  pair  of  laser  pulses 
temporarily separated,  from  tens of nanoseconds  to a  few microseconds,  is used. 
Furthermore, whatever the delay time between pulses, double‐pulse configuration 




As seen,  in the collinear geometry  (A), the double‐pulse burst  lies on a single 
line  of  delivering.  In  contrast,  in  the  cross‐beam  scheme  (B),  both  lasers  pulses 
coincide  at  the  target  surface making  certain  angle with  each  other.  Finally,  the 
orthogonal  geometries  (C  and  D)  involve  two  synchronized  laser  pulses  aligned 
perpendicularly to each other. However, at these instances, the order in which the 
two  laser pulses are arranged  in  time  leads  to different effects on  laser ablation. 
Thus, for re‐heating (C), while the first pulse is used to ablate mass from the sample 
surface, the second pulse  is applied to re‐heat such ablated mass. for pre‐ablation 












Beyond  these  numerous  benefits  that  provide  the  use  of  double‐pulse 
configuration as compared  to a single‐pulse,  it has a much  larger versatility, since 
dual‐wavelength  double‐pulse,  as  well  as  dual‐pulse  length  double‐pulse, 
configurations may be implemented [68‐70]. 
The  possibility  of  improving  the  analytical  performance  by  using  multiple 
pulses  from  a  single  laser  source,  have  been  also  investigated.  Laser  bursts, 
containing  a  variable number of pulses with different duration  and  separated by 
distinct  inter‐pulse  gaps,  can  be  used  [71]. Using  the multi‐pulse  configuration, 
analytical  figures of merit significantly  improve with respect  to  those of single‐ or 
double‐pulse  LIBS.  For multi‐pulse  laser ablation at  the  same  spatial  location,  the 
ablation  rate  increases  as  the  pulse  number  increases  and  the  pulse‐to‐pulse 
temporal  distance  within  the  pulse  train  decreases.  In  addition,  pulse  trains 
enhance  the plasma  intensity as well as  its electron  temperature,  its density and 
the ensuing emission signal [72, 73]. 
2.3 LIBS operational approaches: field‐deployable sensors 
During  the  last  years,  LIBS  has  become  a  very  attractive  field‐portable 
technology  because  of  its  operational  simplicity  as  well  as  its  attributes,  like 
relatively  small  size  and  weight,  its  capability  to  in  situ  analysis  with  no  sample 
preparation, its technologically mature, rugged, and affordable components, a real‐





analytical equipment,  from benchtop  instruments  towards  compact portable  and 
field‐deployable  units,  generally  assembled  with  commercial  "off‐the‐shelf" 
components. 
In  this  vein,  the  flexibility  of  these  systems  has  allowed  them  to  adapt  to 
changing operational scenarios, thereby enabling the use of hand‐held portable as 
well  as  distant  analyzers.  Fig.  9  exemplifies  the  different  operational  LIBS 
approaches  of  these  field‐portable  sensing  systems.  The  most  relevant  design 










Miniaturization  (size  and  weight  reduction)  of  LIBS  components  has  been 
extended  to  such  physical  boundaries  that  have  allowed  the  design  and 
development of man‐portable LIBS analyzers for in situ chemical screening. Despite 







An  external  power  supply  may  provide  autonomy  of  several  hours  to  the 
sensor, thereby permitting  its transportation to anywhere. User may have also an 




screening applications,  there are particular scenarios where  its use  is  limited, e.g. 
when  there  is a hostile environment  (potential  risk  in handling  the  sample  to be 





remote  and  standoff  approaches.  The  ChemCam  –the  first  spectroscopic‐based 
sensing  instrument  for  Mars–  on  the  NASA's  Curiosity  rover  is  the  most  striking 
example  [81]. The sensor  is  located at ca. 55 millions of kilometers  from the end‐
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users,  but  close  to  the  envisaged  target,  that  would  be  considered  as  a  remote 
approach. However, LIBS data are collected by  the Rover at a distance of up  to 7 
meters from the Martian sample, that is, a standoff approach. 





At  this  operational  approach,  part  of  the  instrumentation  involving  the 
sensor  is displaced up  to  the  sample.  In  general,  remote  LIBS  (R‐LIBS) utilizes  an 




conduct  it  to  the  spectrometer  for  analysis;  second,  the  employment  of  an 
individual fiber optic cable for each specific process, the launch and the collection. 
The  earliest  investigation  related  to  the  use  of  a  unique  optical  fiber  to 
deliver  the  laser  radiation  to  the  target  and  to  collect  the  light  emission  from 
plasma, for distances of up to 100 m between the remote location and the analyzer, 
was proposed by Davies et al [82]. Only one year later, R‐LIBS was extended to the 
use of  a dual‐optical  fiber probe, but only  at 4 m  away  [83]. Nonetheless,  these 
operating distances have been adapted  in parallel with  the  increasing day‐to‐day 
analytical demands [84, 85]. 
B. Standoff LIBS 
Despite  all  the  profits  provided  by  R‐LIBS,  the  requirement  of  a  physical 
access for  its potential use  is more than an  issue. This  is the reason why, standoff 
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LIBS  (ST‐LIBS)  was  suggested  for  elemental  analysis  of  distant  targets  located  in 
scenarios where  any  physical  access was  not  possible,  but  an  immediate  optical 
access was available. At  this approach, both  the  laser  radiation delivered up  to a 
target  located at several meters distance and the returning  light from the  induced 
plasma  are  transmitted  through  a  "transparent"  atmosphere  in  an  open‐path 
configuration [86]. 
It  was  Cremers  who  first  demonstrated  the  feasibility  of  LIBS  for  ranged 
purposes,  in  1987,  [87]  through  the  use  of  optical  components  for  beam 
conditioning, guiding and focusing, as well as optics for  light collection. Analysis at 
distances  spanning  from  0.5  to  2.4  m  between  the  system  and  the  target  was 
possible at that time. 
Since then, the solutions of ST‐LIBS to a large field of applications [88, 89], as 
analytical demands and  technology evolves, have promoted  this approach as  the 
cutting‐edge sensing scheme that it is today. 
Despite  that  standoff  approach  can  be  categorized  as  the  most  appealing 
scheme of LIBS, it implies greater complexity as compared to hand‐held and remote 
operations.  Beyond  the  series  of  constraints  on  the  specifications  of  the 
instrumental  components  entailed,  the  circumstances  associated  to  the 
"transparent" atmosphere  through which  the  light propagates  contribute  to  raise 
difficulties [90]. 







ST‐LIBS uses an open‐path  configuration  in which both  the  laser beam and 
the returning plasma  light are transmitted through the atmosphere. Analysis using 
this approach requires the production of analytically useful plasma at distance and 








[92] or by employing  femtosecond  laser pulses, not only  in conventional LIBS  [93] 
but also  through  self‐guided  filaments  induced  in air  [94, 95]. However, although 




same approach used  in  the works comprising  the core of  this Doctoral Thesis, we 
will put increased emphasis on the nanosecond scheme. 
At  this  particular  case,  beyond  the  operational  parameters  of  the  laser 
(energy and wavelength), the density of energy (typically ≥ 1 GW∙cm‐2) at the target 





the minimum  radius  achievable  for  the  beam  spot  ()  expressed  for  a Gaussian 
laser beam by: 
߱	ሺmሻ ൌ ῼగ௥ᾧ ṹῼ  (Equation 4) 
where,  r  refers  to  the  sensor‐to‐target  distance,  λ  indicates  the  laser 
wavelength, D designates  the  laser beam diameter at  the  focusing optics and M2 
denotes the beam quality parameter. 
The imperfections on the spot size are caused by spherical aberrations and by 
the  diffraction  limit  dictated  entirely  by  the  diameter  of  the  focusing  optics, 
generally a reflecting mirrors system. Obeying the laws of classical optics, spherical 
aberrations prohibit alter  the  focusing of  the entire  incident  light  from  the  same 
source  to  a precise  point, whereas  due  to  the  diffraction,  the  diameter  of  focus 
linearly  increases  with  focusing  distance  [97].  These  circumstances  aggravate 
difficulty to tightly focus the laser pulses at long distances. 
In the same connection, laser pulses' focusing is also affected by the depth of 
focus  (DOF) of  the beam or  confocal parameter. This  factor  is a measure of how 
much  the  focus  must  be  accurately  adjusted  to  dispose  of  the  greatest  energy 
density on  the distant  target.  For  the  focal  length of  the optical  component,  the 
beam  has  its  minimum  width,  that  is,  it  achieves  its  best  focus.  Hence,  in  any 
location  earlier  or  afterwards  from  this  point,  the  beam  gradually  grows  "out  of 
focus". Thus, DOF  is  the axial distance within which  the beam  radius  lies within a 
factor √2 of its minimum value, and is defined by the following expression: 










this alleviated  strictness  for  focusing  the  laser pulses  is accompanied by a higher 
uncertainty on the disposed energy density on the distant target [91, 97]. 
For all these reasons, the components for guiding  laser beam fulfill a critical 
role  in  producing  the  required  irradiance  to  induce  plasma  at  the  envisaged 





systems with both  refracting  and  reflecting optics  for  standoff  LIBS  analysis with 
nanosecond pulses can be found on [91] and the references therein. 
A  second  limitation  for  ST‐LIBS  occurs  once  the  plasma  plume  has  been 
produced. Beyond  the  factors affecting plasma  intensity, as  the  laser wavelength, 
laser power density, surrounding air, and nature of the sample, how many photons 
received  from  range  R  can  be  collected  by  the  detector  depends  on  several 
additional factors as  identified by the LIDAR (light detection and ranging) equation 
[98]: 
ṻ௥ሺẉሻ ൌ ቀఌԈఒ௛௖ ቁ ሺΔẉሻẍ௔ῼሺẉሻߚధሺẉሻ ቀ
ᾡԄ
ோమቁ ߦሺẉሻẍΏ ൅ ṻ௕௚  (Equation 6) 
where ߝ௧ is the transmitted pulse energy (J), ௛௖ఒ  is the transmitted photon
energy  (J∙ph‐1),  Δẉ  is  the  range  bin  (m),  ẍ௔  is  the  atmospheric  one‐way  path 
transmittance, ߚధ is the angular scattering coefficient (m‐1∙sr‐1), ᾡԄோమ is the projected
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solid  angle  of  receiver  as  seen  from  scatterer  at  range  R  (sr),  ߦ  is  the  overlap 
function (which depends only on the overlap of the area of laser radiation with the 
field of  view of  the  receiver optics) based on  geometric  considerations, ẍΏ	is  the 
optics  transmittance,  and  finally, ṻ௕௚  are  received  background  photons.  Hence, 
diffuse light from plasma, as occurs for the laser beam delivered, is also altered by 
the  distance.  Attenuation  via  a  loss  of  intensity  evolves  with  the  inverse  of  the 
range squared. 
In  this  same  context,  the  medium  through  which  the  light  propagates  is 
inherently  connected  with  the  analysis  distance.  Thus,  atmosphere  imposes 






a  function of  time, altitude, and geographical  location. The propagation of optical 
radiation  through  the atmosphere  (just a  few meters over  land  surface) depends 
upon  the  physical  composition  of  the  atmosphere,  such  as  particulate  matter 
suspended  in  the  air  such  as  soil  particles,  dust,  and  organic  particles  from 
vegetation,  fog, haze, water droplets, and several optical  interaction phenomena. 
Hence,  in  the  following  paragraphs,  we  consider  some  of  the  basic  interactions 
involved  in  the  transmission,  absorption,  emission,  and  scattering  of  light  as  it 
passes through the atmosphere. 
While  all  of  these  interactions  may  be  encapsulated  as  part  of  an  overall 






in  the atmosphere  centered around  the Beer‐Lambert's  law, which expresses  the 
linear  transmission  (or  absorption)  of  monochromatic  light  by  species  in  the 
atmosphere. 
ṱሺߣ, ݐᇱ, ݎሻ ൌ ṱሺߣ, ݐᇱ, 0ሻⱡିƗ ఑ሺఒሻே൫௥ᇲ,௧ ௗ௥ᇲԄబ (Equation 7) 
where ṱሺߣ, ݐᇱ, ݎሻ indicates the intensity of the optical beam after passing 
through  a  path  length  of  ݎ,  ߣ  is  the  wavelength  of  the  monochromatic  light,  ݐᇱ 
reflects  the  potential  propagation  delay,  ߢሺߣሻ  is  the  extinction  coefficient  and 






of  the  atmosphere  that  can  cause  the  extinction  of  the  optical  beam  [100]. 
Molecular  absorption  is  a  selective  attenuation  of  radiation  that  propagates  at 
specific optical wavelength in the atmosphere caused from the interaction between 
photons  and  atoms  or  molecules  (N2,  O2,  H2,  H2O,  CO2,  O3,  CH4,  NO2,  etc.).  This 
selective  phenomenon  leads  to  the  disappearing  of  the  incident  photon  and  an 
elevation of  the  temperature. The absorption  coefficient depends on  the  type of 
gas molecules and on  their concentration because photon absorption  is primarily 
associated  with  individual  optical  absorption  transitions  between  the  allowed 
quantized energy  levels of  the molecule. As a  result,  the  spectral  transmission of 
the  atmosphere  presents  from  opaque  zones,  called  atmospheric  blocking 
windows, up to transparent zones, called atmospheric transmission window. 
Together  with  molecular  absorption,  other  phenomenon  involved  in 
extinction of  radiation as  it propagates  is Rayleigh  (or molecular)  scattering. This 
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phenomenon  is  associated with  optical  scattering where  the  physical  size  of  the 
scatterers is much lower than the wavelength of light (i.e., atmospheric molecules). 
The  incoming  electro‐magnetic  (optical)  field  perturbs  and  displaces  the  weakly 
bound  electronic  cloud  surrounding  the  gaseous  molecule,  thereby  causing  an 
elastic scattering of the optical radiation [101, 102]. 
In  the  same  connection,  Mie  scattering  is  similar  to  Rayleigh  scattering, 





Fig.  10.  Schematic diagram of  those physical phenomena  affecting  the  energy of  a  laser beam 
































commented  phenomena  when  propagating  along  a  distance  r  through  a  lossy 











Atmospheric  turbulences  also  contribute  to  distort  light.  Turbulences  are 
characterized by both chaotic and random changes of atmosphere properties, and 
occur with  low momentum  diffusion  (spreading  of  atmospheric  properties),  high 
momentum convection (vertical transference of atmospheric properties), and rapid 
variation of pressure and temperature of air in both space and time [103‐105]. Such 
turbulences  cause  currents  of  air,  dust,  or  fluids  that  run  counter  to  the  main 
current,  that  is,  the  so‐called  eddies.  Under  the  influence  of  inertial  forces,  the 
larger  eddies break up  into  smaller  eddies  to  form  a  continuing  trend of  eddies. 
Thus, the energy from a macroscale, or outer scale of turbulence (large masses),  is 
transferred into a microscale, or inner scale of turbulence (ever smaller masses), to 
such  an  extent  that  energy  dissipates  through  molecular  diffusion.  This 




this  dynamic  mixing  of  the  turbulent  eddies  is  the  responsible  cause  for  which 
atmosphere loses its uniform characteristics [107]. 
This  turbulent  mixing  combined  with  both  temperature  and  pressure 
fluctuations induce a random behavior in one of the most significant parameters of 
the atmosphere for optical wave propagation, the index of refraction n. Such small‐
scale  inhomogeneities  into  atmospheric  quantities  manifest  themselves  as 
refraction  index  fluctuations,  which  cause  the  most  serious  optical  effects  on  a 
propagating  electromagnetic  wave.  The  scattering  by  refractive‐index 
inhomogeneities can  lead  to a variety of deleterious effects on a  laser beam  that 








 Beam  spreading  effect  refers  to  a  beam  divergence  from  phase
variations, beyond the dimensions attributed to the usual diffraction
spreading [109, 110].










reflects  the  wandering  of  the  beam  (on  the  left).  In  addition,  these  random 
variations  on  directionality  and  positioning  of  the  transmitted  beam  may  be 
accompanied by distortions on spatial and temporal distributions of the beam laser 
with  its  propagation  through  the  atmosphere;  the  mentioned  scintillation 
phenomenon  (on  the  right).  In any case, although  these  faltering alterations may 
arise simultaneously, they do not always correlate with each other. 
Fig.  11.  Illustrative  examples  on  the  most  relevant  disturbances  exerting  influences  on  the 













determined by the energy emitted by the  laser,  its divergence,  its attenuation and 
its modification, have an impact on the quality and the reproducibility of produced 
distant plasmas. All this, added to the pointing stability of the plasma image at the 
receiver  optics,  turns  any  operation  with  LIBS  at  standoff  configuration  into  a 




Since  laser  radiation  is  a  high‐quality  form  of  electromagnetic  energy,  the 
laser  measuring  methods  as  well  as  its  applications  evidenced  a  very  dynamical 
development as soon as the  laser was  invented. Furthermore, due to the close tie 
between  the  special properties of  laser  radiation and  the  spectroscopic methods, 
the  laser‐based  spectroscopic  methods  soon  became  powerful  tools  for 






decisive  advantages over  already  established methods,  to numerous  applications 
LIBS  takes  a  step  forward  either  in  terms of  throughput,  simplicity, or  sensitivity 
[56]. 
Although  LIBS  is  not  without  some  disadvantages  (matrix  effects,  spectral 
interferences  and  µdevastating  consequences),  its  several  advantages  over 







 No sample preparation Laser plasmas  can be  induced on  all  samples without  any 
prior neither physical nor chemical treatment. 
 All states of aggregation Laser plasmas can be induced on all samples whatever their 
forms,  their  conditions,  or  their  states.  While  we  must 
recognize  additional  difficulties  to  produce  plasmas  on 
liquids and gases. 






 Plentiful information Provides  such  huge  volume  of  information,  that  is,  on 
numerous  occasions,  requires  its  combination  with  well‐
suited chemometric tools. 
 Standoff analysis Either  in an open‐path or  through a  fiber probe, whatever 
the number of laser pulses delivered (one, two or multiple), 




Despite  complexity  of  phenomena  involving  laser  ablation 
of  matter,  LIBS  is  easily  implemented.  Furthermore, 
improvement  on  their  components  has  allowed  it  to  be 
compacted  in  robust and movable  instruments, beyond  to 
be also amenable of a relatively low‐cost. 
 Compatible with other methods  The  high  degree  of  matching  to  other  laser‐based  core
techniques  (e.g.  Raman,  IR  and  LIF)  leads  to  broaden  the 
versatility  of  LIBS  through  its  participation  within  an 
spectroscopic framework of detection. 
 3D resolution Together  with  the  capability  to  directly  address  a 
bidimensional analysis of a  sample  surface,  the  sequential 
delivering  of  successive  laser  pulses  to  the  same  point 
confers a unique 3D capability (depth profiling analysis). 
 Absolute (standardless) Although calibration‐free LIBS (CF‐LIBS) technique is gaining 








for  the  rapid  identification  of  bacterial  pathogens,  like  E.  coli  O157:H7  and  S. 
enteric,  on  various  foods  (eggshell,  milk,  bologna,  ground  beef,  chicken,  and 





through  the analysis of  substances  ranging  from  top gas of  the blast  furnace, via 





Other useful LIBS applications  lie  in  the analysis of cultural heritage objects 
[123]. The analysis of selected paint materials such as  lithopone, a white  inorganic 
pigment,  and  two  synthetic  organic  paint  formulations,  lemon  yellow  and 




LIBS  has  also  demonstrated  versatility  in  the  widespread  scenarios  of 
geochemical  and  environmental  analysis,  through  the  identification  and 
characterization  of  geological  materials,  like  soils,  rocks  and  sediments  [127],  as 




The  beneficial  use  of  LIBS  when  apply  in  biomedical  field  has  been  also 
outlined [129, 130]. Just to cite some examples, LIBS has been used to diagnose the 
state of human teeth through the characterization of the elemental composition of 
their healthy and  infected parts  [131]. The  information  contained  in  LIBS  spectra 
has been also able to differentiate between different types of tissue samples from 
chicken  brain,  lung,  spleen,  liver,  kidney  and  skeletal  muscle  [132].  Its  in  vitro 
possibilities and its effectiveness for the identification of both breast and colorectal 
cancer  from  frozen  human  tissues  as well  as  determining  the  disease  grade  and 




tularensis)  strains,  and   UV‐killed  hantavirus  strains  on  substrates  has  been  also 
evaluated [136]. 
Last  but  not  least,  LIBS  has  been  also  applied  to  forensic  science  research 
interests. The discrimination of  float glasses  from automobiles  [137, 138] and  the 
determination  of  uranium‐235/uranium‐238  isotope  ratios  in  air  at  atmospheric 
pressure  with  the  aim  to  design  of  a  field‐portable  unit  for  nuclear  safeguard 
inspection [139], to mention just a few. 
4.2  Specific applications of standoff LIBS
Within  the broad  range of LIBS applications,  there are some purposes  that, 
due  to  their  particular  aspects,  require  implementation  of  standoff  approach  to 
operate. Whatever the reason, either a physical  inability to have access up to the 









Perhaps,  the  use  of  ST‐LIBS  for  space  exploration  can  be  considered
one  of  the  most  exotic  applications  of  the  technique.  The  ChemCam 
instrument package on the Mars Science Laboratory (MSL) rover, Curiosity, is 
the  first  planetary  science  instrument  to  employ  LIBS  for  determining 













5  capabilities:  I)  remote  active  removal  of  surface  dust  and  coatings  or 
weathering  rinds  from  rocks  to  determine  their  underlying  composition 
through depth profiling; II) passive spectroscopy over the 240–905 nm range; 
III)  image  of  the  targeted  area  to  place  the  LIBS  analysis  in  a  geological 
context; IV) quantitative elemental compositions including light elements like 
hydrogen and some elements to which LIBS is uniquely sensitive (e.g., Li, Be, 
Rb,  Sr, Ba, B,  C, N,  and O);  and V)  a  remote  classification  of  rock  and  soil 
characteristics.  Arguably  it  is  the  biggest  challenge  to  demonstrate  the 




on  the  Martian  soil  chemistry  at  the  submillimeter  scale  has  been  the 







Another  important  scope of  application  for which  ST‐LIBS  is deemed 
mandatory  is  the  security  field.  In  response  to  the  increasing  threat  to 
homeland security, the need for versatile, rapid, and robust standoff sensing 
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ST‐LIBS,  either  in  an  isolated  form  or  combined  with  other  laser‐
assisted spectroscopic  techniques  like Raman  [147‐149], operated at single‐
shot or dual pulse configurations and combined with adapted chemometric 
algorithms  [150,  151],  has  revealed  its  capabilities  to  sensitively  and 
accurately detect explosives. 
All  these  successful  findings open up opportunities  for  ST‐LIBS  to be 








using a single  laser pulse  to  record each spectrum,  the bases were  in place 
[87]. 
Although  numerous  applications  such  as  steel  characterization,  in‐
process monitoring  for control of metallic samples with scale  layers, on‐site 
analysis of slag samples in secondary metallurgy and field characterization of 
raw  materials,  among  others,  demonstrated  the  technology,  it  was  later 
when the steel industry took advantage of these advances. 
ST‐LIBS  was  implemented  to  direct  tracking  of  some  metallurgical 
industry situations related to measurements of steel composition under both 
harsh  and  high‐temperature  environment  of  a  steel  plant.  Important 
examples are the analytical control of the continuous casting of molten steel 
[152], or the hot coils of intermediate materials in a rolling mill [153]. 






of  1  kg  capacity,  before  to  be  assessed  at  the  stainless  steel  factory  of 
Acerinox, S.A.,  located  in Los Barrios (Cádiz, Spain) for the on‐line elemental 
analysis of  its molten  steel. The overall beam path measured between  the 
instrument and the crucible was approximately 7.5 m [155]. 
While,  sometimes,  the complexity of  the plant  forces  the  laser beam 




source. Hence,  it seems  reasonable  that any attempt  to perform an on‐site 
analysis of hot steel should be preferably directed under a standoff approach. 
Use  of  ST‐LIBS  in  this  anticipated  routine  analysis  of  compositions  from 
smelters  during  their  manufacturing  minimizes  or  eliminates  risky  and 




The  instrumentation  portability  and  the  versatility  for  in  situ 
measurements  of  raw  samples  have  rendered  ST‐LIBS  also  suitable  for 
analytical  applications  in  the  in  the broad  field of environmental  science. 
Since soil  is the most affected environmental compartment through heavy 
metal  contamination,  with  important  implications  on  the  equilibrium  of 
ecosystems,  the  detection  and  measurement  of  levels  of  toxic  metals  in 
soils are among  the most  important  issues of ST‐LIBS. Rocks,  soils,  leaves 
and barks from trees, as well as stones and wall fragments from a factory or 
its surrounding buildings  from a coastal site subjected  to a high  industrial 
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activity, have been qualitatively and quantitatively analyzed at a distance of 
12  m  (although  in  laboratory,  rather  than  in  situ)  [156].  A  large  suite  of 
similar  geological  materials  (natural  carbonate,  fluorite  and  silicate)  has 
been studied, using both single‐ and double‐pulse LIBS, at distances of 25 m 
to  identify  their distinguishing characteristics  in  terms of minor  impurities 
for their further sorting. [157]. ST‐LIBS detection and analysis of Hg, As, Pb, 
Zn,  Cd  and  Cr  on  environmental  land  samples  like  soils  and  vegetation 
powder have been also demonstrated [158]. 
More  investigations  into  the  applicability  frontiers  of  ST‐LIBS  have 
been considered to the detection of unidentified pollutants into the air and 
water. Thus,  in  the  interest of establish  the potential of  LIBS  to  fulfill  the 
detection  of  air  pollutants  originated  from  sources  such  as  vehicle 
emissions, power plants, refineries, and industrial processes, the technique 
has  been  intended  to  the  detection  of  aerosols  by  producing  optical 
breakdown  at  10  meters  of  distance,  and  detecting  the  analytical  signal 
resulting from the optical discharge [159]. In addition, due to the need of in 
situ chemical sensors  in  this  field,  the metal pollution analysis of aqueous 
samples  from  industrial plants  and wastewater must be mentioned  [160, 
161]. 
Finally,  although  it  has  not  been  yet  applied  in  a  real  scenario,  a 





While  the  most  appealing  features  of  LIBS  have  lead  to  its 






their  original  locations,  like museums,  historical  buildings  and  excavation 






of  stone  surfaces were performed with a  system–target distance of 60 m 




m  [171].  This  study  directly  verifies  the  feasibility  of  LIBS  analysis  for 
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  Experimental section 
Standoff LIBS sensor 
The present section encloses a deep description on the LIBS based sensor 
that has been used to perform the research works involving the present Doctoral 
Thesis. The system has been entirely designed, engineered and operatively adapted 
at the University of Málaga during the last 6 years. A graphical scheme of this LIBS 
sensor, coined as Demostrador#2, for a distant performance of both laser ablation 










Fig. 1. Schematic representation of the standoff LIBS sensor set-up 
As shown, the main components within the LIBS experimental set-up are 
summarized as follows: the pulsed laser source used to induce the plasma plume, 
the optical system (lens, mirrors and optical fiber) that permits the delivering and 
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focusing of laser pulses on the surface of the distant target as well as the collection 
of the emitted light from the plasma plume, a detection system (spectrometer) to 
resolve spectrally such a light into its particular emissions, and a computer for data 
acquisition and treatment. 
 
Next, a complete description of each one of the subsystems integrating it will 
be provided. 
Pulsed laser source 
Standoff LIBS sensor uses a Twins B system (Quantel, France) as excitation 
source. The Twins B system is integrated by two independent high-power compact 
Q-Switched Nd:YAG oscillators (with super Gaussian resonators) jointly mounted on 
an 'U' shaped optical bench. Together with the two laser heads, a complementary 
frontal unit houses a module of optics to spatially combine the two infrared 
(@1064nm) laser beams in a polarizer. The two collinear output pulses have the 
same plane of polarization. For the fundamental wavelength, each laser delivers 
output energy of 850±2 mJ per pulse (at a repetition rate of 10 Hz). The length of 
each laser pulse is of 5.5 ns. Both lasers are synchronized by coaxial cables fitted 
with miniature connectors (BNCs, for Bayonet Neill–Concelman), which quick 
connect-disconnect radio frequencies in the multi-megahertz range. The entire 
Twins B system is controlled via a built-in RS-232 interface. Despite of this, a 
temporal gap of 600 ns between both laser pulses and inherent to such electronics 
has been measured for our system. 
Optical system 
The optics of the sensor can be grouped into three major blocs: an 
articulated optical arm, an In/Out compartment that houses a suite of lenses and 
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mirrors and, finally, a telescope. 
The articulated optical arm (Applied Photonics Ltd., UK) guides the laser 
pulses from the irradiation source up to the In/Out box by consecutive reflections. 
The arm (Fig. 2A) is composed by two flanges (input and output at either end), two 
tubes (50 mm OD) and five rotating "knuckle joints", each of which contains a high-
energy mirror to reflect the fundamental laser line. The two tubes are of a length of 
≈550 mm, thereby giving to the arm length a little bit more than a meter. Each 
mirror is mounted in aluminum alloy housing precision-engineered with three 
micro-positioner screws for angular fine adjustments of the mirror. The articulated 
arm is fully engaged to a launch module (Fig. 2B), which contains the optics 
required to launch the laser pulses, as well as an alignment device. This last consists 
of a diode laser emitting Class 3B radiation (@635 nm, 5 mW). This device allows 
not only the alignment of the laser beam within the articulated arm but also can be 







Fig. 2. Pictures in detail of the articulated optical arm (A) and the launch module (B) –seen from 
above–. Note: Red arrows indicate the path of the laser beam. 
The In/Out compartment confers a coaxial arrangement to the sensor, that 
is, the processes of delivering of laser pulses and the plasma light collection 
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partially share the same optical path. Fig. 3 graphically shows in plan and a 
perspective view of the compartment. As seen, within the cubicle, the optical 
components that integrate the emission arrangement are an expander system, 
involving two lenses, and a dichroic mirror. 
During the emission process, the incoming collimated laser beam is tightly 
focused when passes through the pair of lenses (anti-reflecting coated for @1064 
nm) placed just at the exit of the articulated arm. Hence, first, a diverging lens (focal 
length -63 mm) expands the laser beam. Then the converging lens (focal length 250 
mm) focuses the beam on the dichroic mirror made of BK7 glass (2", transmission 
range from 330 nm up to ~ 1000 nm). This mirror is placed at 45° angle and reflects 
the laser pulses through a 400 mm aperture towards the telescope. All these 
components are mounted on micrometric translational stages for a fine tune on 










Fig. 3. Graphical schemes in plan and perspective of the In/Out compartment. 
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The final component of the optical system is a classical Cassegrain open truss 
telescope (Optical Guidance Systems). This classical Cassegrain design uses two 
reflecting mirrors. The primary mirror is a parabolic mirror (40 cm in diameter, 
radius of curvature of 80 cm, focal ratio of ca. f/4). The secondary mirror is a convex 
mirror with a hyperbolic shape (10 cm in diameter, radius of curvature of -260 cm). 
The magnification factor of the secondary mirror is in the range of 3× to 5×, giving 
the overall optical system a focal ratio of f/14.25. The telescope is assembled in a 
fork mount with features appropriate to a pointing and scanning sensor. The fork 
allows telescope movement between some boundaries: azimuthal tilt angle (side-
to-side), <120°; polar tilt angle (up-and-down), <240°. 
The role of the telescope within the sensor is twofold: first, during the light 
delivering process, it is designated to focus the laser pulses on the distant targets; 
second, during the light collecting process, it gathers the light emitted from faraway 












Fig. 4. Basic outline of the dual role of the telescope for laser pulses delivering (upper) and plasma 
light collection (lower). 
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Hence, during the light delivering process, the laser beam coming from the 
In/Out compartment enters the telescope through an aperture in the primary 
mirror towards the secondary mirror. Once reflected here, the beam is directed to 
the primary mirror that, finally, reflects the laser beam towards the distant target. 
The operational range, i.e. beam focusing distance, is easily adjusted by changing 
the distance between the reflecting mirrors. While the primary mirror remains 
fixed, the secondary mirror is driven through a servo-motor. A rangefinder is in tune 
with this autofocus system to change the gap between mirrors, thereby allowing 
the laser beam focusing at the envisaged distance. 
Fig. 5 graphically exemplifies the switching of the focusing position as a 












Fig. 5. Basic outline on the dependence of the gap between telescope reflectors and the focusing 
position. 
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As shown, the focusing distance is in inverse proportion to the gap between 
the mirrors (b). The larger the space between the mirrors the shorter the distance 
at which the laser beam can be focused. Narrowing the gap between mirrors 
reduces the illuminated area (DL) within the primary mirror, thereby displacing the 
focus point to greater distances. It should be also noted that, in order to reduce any 
obstruction of the light at the reflecting mirrors, the laser beam is delivered slightly 
off-axis with respect to the normal angle of such optical elements. However, 
despite this performance, the focusing capability of the telescope is not confined. 
Despite this flexibility, instrumental restrictions constrain the operational 
range to distances larger than 30 m. At this distance, the minimum achievable laser 
spot diameter is ca. 1.5 mm, thereby attaining a maximum available irradiance of 
just over 8 GW cm−2. 
Finally, after producing the distant plasma plumes, the emitted light is 
collected first from the primary mirror. From there, light is reflected on the 
secondary mirror, which directs it towards the In/Out compartment. After passing 
through the dichroic mirror, the image of the plasma light is exactly focused at the 
tip of the optical fiber (see Fig. 4, lower diagram). 
Detection system 
The complete system for optical emissions detection is composed by an 
optical fiber and a spectrometer. For the investigations involving the works within 
this Doctoral Thesis, two different detection systems have been used. 
Whatever the LIBS application, the optical fiber cable acts as an interface to 
guide the plasma light imaged by the telescope towards the entrance slit of the 
spectrometer. Depending upon the instrumental requirements, the two fibers used 
can be detailed as follows: first, a solarization-resistant fiber assembly (UV/SR-VIS 
High OH content) to prevent transmission degradation in the UV, with a 600 µm in 
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diameter silica core and an efficient wavelength range from 200 nm to 1100 nm; 
second, a 600 µm optical fiber (four-furcated cable, 4 × 600 µm fibers, all legs SMA 
terminated, total 2 m long, splitting point in the middle). 
In the same vein, for the different applications developed, two Czerny-Turner 
spectrometers have been used. 
 The first spectrometer (Fig. 6A) is integrated by the Shamrock 303i 
spectrograph (303 mm focal length, f/4, 100 μm slit) seamlessly integrated with an 
intensified charge coupled device –iCCD– (1024 × 1024 pixel, 26 mm2 pixel, 
intensifier tube diameter 25 mm). The spectrograph is fitted with a triple turret of 
interchangeable diffraction gratings, thereby allowing to record variable-size 
wavelength ranges. Nonetheless, the dimension of such spectral windows is closely 
tied to the detail at which the component wavelengths are dispersed. Hence, the 
wider the spectral window the lower the spectral resolution, and vice versa. 
 
 The second spectrometer (Fig. 6B) consists of a 4-channels miniature 
spectrograph (75 mm focal length), fitted each with a CCD. An effective spectral 
range spanning from 230 nm to 950 nm is set. However, as mentioned, the dichroic 
mirror (see In/Out compartment section) constrains this spectral range below 330 
nm. The timing parameters used for optical signal acquisition are enabled by 
default at: 1.28 µs of delay time from the external trigger input (considered 0 time) 


















Fig 6. Images of the two spectrometers used. 
 
The LIBS sensor described above is the common instrumentation used for all 
the investigations involving the works within this Doctoral Thesis. For the 
convenience of the reader, the experimental particularities of each specific 


















































































































































Chapter 1. New Insights into the 
Potential Factors Affecting the Emission 
Spectra Variability in Standoff LIBS 
Abstract 
Interest  in the use of  laser‐based sensors operating  in standoff mode  is  increasing 
due  to  the  wide  range  of  options  offered  in  the  evaluation  of  distant  targets. 
However,  despite  this  high  potential,  the  performance  aspects  of  any  sensor  for 
analysis at a distance are  curtailed as  compared with  its use  in  situ. The present 
work addresses a sensitive topic in standoff laser‐induced breakdown spectroscopy 
(ST‐LIBS)  which  is  the  larger  variability  observed  within  the  emission  signals 
registered  from  faraway  targets. A  field‐deployable  LIBS  sensor has been used  to 
ascertain  how  atmospheric  propagation  affects  the  laser  pulses  delivered  to  a 
distant target and the emitted light from the plasma plume created. In this way, the 
extent of the contribution of the alterations of each optical pathway to the signal 
uncertainty  in ST‐LIBS has been  isolated. As has been experimentally verified,  the 
amount  of  laser  energy  reaching  the  target  remains  constant,  whatever  the 
distance.  In  contrast,  the  laser  beam  cross  section  is  distorted  during  its  travel 
towards  the  target; an alteration  that becomes ever  larger as  the distance  to  the 
target  increases.  This  circumstance  leads  to  further  and  random deterioration of 
the  irradiance,  thus  resulting  in plasma events notably differing  in  their  intensity, 
which,  in  turn,  have  proven  to  be  in  direct  correlation  with  the  intensities  and 
variability  of  the  spectral  responses  collected  by  the  system.  The  positional 







in a wide  range of applications because  they provide a unique  set of  capabilities 
that are well‐suited to difficult measurement tasks. The potential for these sensors 
to operate without contact, quickly and with appropriate sensitivity for the design 
of  field‐deployable,  compact,  robust and  versatile diagnostic  systems, have made 
them  highly  appealing  tools  for  analytical work.  These  spectroscopic  sensors  are 
able  to  qualify  and  quantify  the  concerned  targets  through  different  physical 








3].  Such  analytical  information  has  proved  useful  in  a  wide  range  of  research, 
especially  as  a  result  of  the  facility  to  use  portable,  remote,  and  standoff 
instruments  for  field  measurements  [4,  5].  Among  all  these  various  operational 
configurations, the most functional approach for field analysis of distant objects is, 
at the same time, the most demanding application. The ability to analyze samples 
located  in  harsh  environments,  or  the  analysis  of  targets  located  in  difficult  to 
access  areas,  are  the main  advantages  of  the  standoff  LIBS  configuration.  These 
features have  led  to use of  the  technique  in explosive detection  [6, 7],  care  and 




The  underlying  principle  of  operation  in  standoff  LIBS  involves  a  double 
optical path:  first,  the delivery of  tightly  focused  laser pulses  towards  the distant 
target  through  the  atmosphere,  and  second  the  subsequent  atmospheric 
transmission  of  the  light  emitted  by  the  induced  plasma  plume  back  to  the 
spectrometer. Apart from optical absorption by the components of the air, a  large 
source of perturbation in both paths is related to turbulence, constantly present in 
the atmosphere  to a greater or  lesser extent. The disturbance  resulting  from  this 
turbulence  is  responsible  for  random microscopic  fluctuations  in  the  transmitted 
light as a result of changes in the refractive index of air with changing temperature. 
All  these  turbulent  motions  persistently  exert  influences  on  the  behavior  of  the 
light when propagating  along  its optical path. To  cite  just  a  few examples,  these 
random  variations  affect  the  directionality  and  the  position  (wandering)  of  the 
transmitted  beam  as  well  as  the  energy  distribution  (scintillation)  of  the 
propagating optical wave  [15‐17].  In addition,  the presence of particulate matter 
and aerosols has been proven to alter the propagating waves as a result of different 
atmospheric phenomena including scattering and absorption [18‐21]. 




remarkable  fluctuations  in  the  shot‐to‐shot  signals;  a  circumstance  that degrades 
the  qualitative  and  quantitative  information  provided  by  the  technique.  The 
negative effect of this  large uncertainty observed  in standoff LIBS  information has 
urged the LIBS community to devise a variety of methods for mitigating its potential 











In  the  present  research,  alterations  suffered  by  1064  nm  ns  laser  pulses 
focused towards distant targets and by the corresponding emissions collected from 
aluminum plasmas have been evaluated. The study attempts to isolate the sources 






in  detail  in  the  "Experimental"  chapter  of  this  Doctoral  Thesis.  Plasma  light  was  
spectrally  resolved  using  a  gated  Czerny–Turner  spectrometer  (303  mm  focal 
length,  f/4)  fitted  with  an  intensified  coupled‐charged  device  detector.  A  time  




camera‐based  beam  profiling  system  which  featured  a  2/300  format  CMOS 
(complementary metal oxide semiconductor) 1280 × 1024 array with 6.7 µm square 






with  a  heat  sink,  50  mm  aperture,  with  multiband  coating)  was  used  for  pulse 
parameter measurements. 
Homogeneous  aluminum  foils  (4  ×  4  ×  0.2  cm3)  were  used  as  samples  to 
induce the plasma plumes. To avoid any contribution whatsoever to the uncertainty 
within the emission signals, all the measurements were performed on static targets 
with a  fixed position  for  lasing  (without  telescope movement). Sensor operations 
were evaluated in both laboratory (inside a partially closed corridor) and open‐field 
(the  instrument was  kept  indoors  in  a warehouse, while  the  samples  or  devices 
were placed outside in the open environment during measurements) domains. The 
experimental  corridor  was  equipped  with  two  gaps,  at  the  ground  and  the  roof 
level, each 5 cm wide, along the entire length of one of the lateral sides. This design 




70%.  Furthermore,  outdoors  there  was  a  light  wind  with  occasional  gusts  no 
stronger than 7 km∙h‐1. 
3 Results & discussion 
In order  to assess  the  influence of  the  shot‐to‐shot  signal  variability within 
standoff LIBS spectra, a thorough  investigation of the feasible distortions that may 
affect  the  laser  light  when  delivered  to  a  distant  target  and  the  gathered  light 
returning  to  the  sensor  has  been  made.  Operations  were  performed  in  two 
domains,  indoors,  where  the  sensor  was  placed  inside  the  lab  facilities  and  the 
targets  were  located  inside  a  partially  closed  corridor,  and  outdoors,  where  the 
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sensor was  kept  inside  a warehouse  and  the  targets were  located  outside  in  an 
open field. 
3.1 Indoors evaluation 
3.1.1  Laser  pulse  delivery.  On  a  microscopic  scale  the  motion  of  the 
atmosphere,  via  small  turbulent eddies with  life  spans  from  seconds  to minutes, 
leads  to  small  temperature  gradients  that  result  in  micro  fluctuations  in  the 
atmosphere's  refractive  index.  This  is why  a  series  of  phenomena  such  as  beam 
wandering, beam spreading, and scintillation affect the delivered  laser pulse when 
it  propagates  through  the  atmosphere.  Beam  wandering  refers  to  random 
variations  in the position of the beam centroid of the  laser pulses, whereas beam 
spreading  is  the  distortion  of  the  wave  front  in  the  laser  pulse.  However,  while 
wandering is generally caused by larger turbulent eddies, spreading is produced by 
micro eddies  in  the beam path of  the  laser pulse.  In contrast, scintillation,  that  is 
intensity fluctuation, has no significant effect on laser ranging [26‐28]. 
Fig. 1  shows  the beam  cross  section  at  the exit of  the  cavity  (Fig. 1a)  and 
when  focused  30  m  from  the  sensor.  In  this  last  instance,  the  effects  of  beam 
spreading  and  beam  wandering  relative  to  the  axis  of  propagation  are  clearly 
observed  in Fig. 1b and c, respectively. The center of the circle  indicates the point 
where  the  beam  was  focused  and  is  used  as  a  reference  for  measuring  the 
displacement of the beam. Furthermore, the circle itself was set as a reference for 
the size of the  laser beam wavefront. Fig. 1b shows that the spatial distribution of 
the beam propagated  through  the  atmosphere  is distorted when  compared with 
the  beam  cross  section  at  the  exit  of  the  laser  head.  In  addition  to  the  cited 
distortion,  Fig.  1c  shows  displacement of  the  beam  centroid with  respect  to  the 
intended center of  the beam. These  faltering alterations  that  randomly affect  the 
transmission  of  the  laser  pulse may  arise  simultaneously  but  are  not  necessarily 
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related.  Indeed,  spreading  and  wandering  seem  to  be  high  frequency  and  low 
frequency effects, respectively. 
Fig. 1. Representative images of the effects of (b) beam spreading and (c) beam wandering, on a 
focused  laser  pulse  travelling  towards  a  distant  target  (30  m  inside  a  partially  enclosed  corridor)  as  
compared  to  the collimated pulse  (a) at  the exit of  the  laser head.  Identical dimensions  for  the  total 
imaging area (8.6 mm × 6.9 mm) of the laser beam profiling, system are displayed for all three images. 




the  vertical  and horizontal  axes with  respect  to  the  centroid position of  the  first 
pulse. As shown, the laser pulses exhibited continuous and random displacement in 
both directions over the surface impacted. This effect—known as beam wander—is 
due  to  the  random unsteady motion of eddies, which  are  thermal  in origin,  that 
ultimately  lead  to  unsystematic  fluctuations  in  the  atmosphere  refraction  index. 
These atmospheric  flows at  the micrometric scale persistently exert  influences on 
the behavior of the light propagating along its optical path. Although the small scale 
turbulent motions are statistically isotropic (i.e. no preferential spatial direction can 
be  discerned),  it  is  observed  that  the  perturbations  over  the  horizontal  axis  are 










pulse are 12% and 5%,  respectively. This behavior  is due  to  the geometry of  the 
experiment,  in which  the beam  is  transmitted parallel  to  the ground surface, and 
thereby experiences displacement in the horizontal direction to a larger extent, due 
to the preferred direction of the convection currents inside the corridor. 
Fig.  2.  Monitoring  of  the  location  of  500  successive  laser  shots  throughout  two  dimensions—
height and width—that define the surface of a distant target (30 m). 
In  turn,  it  is  also  observed  that  the  wandering  exhibits  two  distinct 
components. First, a high frequency fluctuation of the  instantaneous center of the 
laser  beam,  also  known  as  beam  jitter  (observed  clearly  between  shots  200  and 
300), is evidenced. Second, a low frequency, larger amplitude deviation beyond the 
bounded  position,  known  as  beam  dancing  is  detected  [15].  As  shown,  this  low 
frequency deviation of the beam position  in the horizontal axis can be as  large as 
ca. 0.8 mm. A direct consequence of  these effects  is  that, during a point  focused 





































positions across  the  surface. As a  result,  the data may  refer  to different entities, 
thus leading to conflicting information. 
The beam spreading observed  in Fig. 1b may also have significant effects on 
the  irradiance  at  the  target.  To  evaluate how  this phenomenon  affects  the  laser 
beam, the size and intensity properties of a sequence of laser pulses delivered at a 
30  m  distance  with  a  repetition  rate  of  5  Hz  were  monitored.  Fig.  3  shows  the 
behavior of the diameter and the beam energy for a series of 500 successive  laser 
shots. Values were  computed according  to  the 1/e2 width  criterion  that excludes 
those points for which the intensity falls below 0.135 times the maximum [29‐31]. 
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As  a  result,  the  irradiance  reaching  the  target  mainly  follows  a  behavior 
opposite  to  that of  the  spot  size, although  featuring a global uncertainty deriving 
from both  sources of  variability. As  shown,  the  larger  the  alteration of  the  laser 
pulse—reflected  by  an  increase  in  its  diameter—the  larger  the  instability  in  the 
irradiance at the target. Hence, beam spreading is a relevant source of uncertainty 
in  the  formation of plasmas on distant  targets.  This  variability  is  expected  to be 
systematically transferred to the LIBS signals. 
3.1.2  Plasma  signal  collection.  A  similar  investigation  to  assess  the 
alterations  experienced  by  the  returning  light  from  the  plasma  and  their 
repercussions  for  the  acquired  LIBS  signals  was  performed.  The  precision  in 
focusing the plasma images on the tip of the optical fiber as well as some properties 
of these images were carefully checked. 
Fig. 4 plots the position of successive images from 500 aluminum plasmas. In 
this experiment, the beam analyzer was placed on the focal plane of the telescope 
and was centered with respect to the fiber tip that collects the plasma image and 
transfers the light to the spectrometer. The almost circular shape of the captured 
images   and   the   Gaussian  energy  distribution  of  the  profile  should  be  noted. 
As shown, the diameter of the image is ca. 550 mm whereas the diameter of the 
fiber is 600 mm, thus, there should be no loss of light at the fiber tip.  The figure 
shows that the plasma image formed by the telescope was also subject to small 
displacements in both directions over the image plane. However, it should be noted 
that, although the path of the returning light is identical to that for the beam 
travelling  to  the  target, the  range  of the image deviation is only ca. 25 µm in both 
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the  vertical  and  the  horizontal  axes.  Furthermore,  unlike  the  shifts  that occured 
during the delivery of the laser pulses  to the target through the atmosphere, in this 
case there were no preferential directions, revealed by the uniform RSD values 
observed in both axes (0.2%).  This fact results from the special properties of the 
parabolic and hyperbolic reflectors in the Cassegrain telescope used here [32].  These 
reflectors were positioned so that both shared one focus and, at the same time, the 
second focus of the hyperbolic mirror was at the point at which the plasma image was 
collected, that is, exactly at the tip of the optical fiber. Thus,  the  positioning 













































and  the  image diameter  for  the  sequence of plasmas  studied.  These parameters 
were  computed  using  the  same  criteria  as  used  to  measure  the  features  of  the 
delivered laser shots. As an indicator of the plasma light emission, the trend for the 
resulting irradiance (mW∙mm‐2) is also plotted. 
Fig. 5. Evolution of  the behavior of  some properties —from  top  to bottom:  radiant  flux,  image 































































Both  sources  of  uncertainty  are  propagated  in  the  plasma  irradiance,  which 
amounts to 17% RSD. Far from the influence of atmospheric factors on the plasma 





performed.  In  this  experiment,  the  optical  emission  signal  was  acquired  using  a 
collimating lens securely attached to the tip of an optical fiber located at a distance 
of 5 cm  from  the produced plasma. Simultaneously,  the  intensity of  images  from 
produced plasmas was acquired with a beam analyzer located at the telescope focal 
plane  30  m  from  the  sample.  In  this  way,  while  alterations  observed  at  close‐
contact  should  be  attributed  exclusively  to  distortions  of  the  laser  pulses  during 
their transmission through the atmosphere, the variations  in the observed plasma 
images would be derived from a global contribution from the atmospheric effects in 
both  the  delivery  and  the  return  paths.  Fig.6  plots  the  behavior  of  the  atomic 
emission  at  396  nm  and  of  the  measured  irradiance  from  aluminum  plasmas 
produced  by  a  series  of  500  laser  shots.  As  observed,  there  is  a  close 
correspondence  between  both  signals  throughout  the  whole  sequence.  For 
instance, in the proximity of shot number 300, both the emission intensity and the 
plasma  irradiance exhibit a peak, and  the downwards drift of  the  intensity  in  the 
first 40 shots  is paralleled by a similar trend  in the plasma  irradiance. Despite this 
connection between the patterns,  it  is convenient to clarify why the magnitude of 
the  fluctuation  in  the  close‐contact  emission  intensity  is  significantly  larger  than 
that of  the plasma  signal observed  in  the  standoff mode of operation. While  the 
signal variability  is 77% RSD  in  the  first case, a mere 12% RSD  is measured  in  the 
second  instance.  In the close‐contact measurements, the global uncertainty  is due 




plasma  is  being  produced,  meaning  that  the  successive  laser  pulses  are  hitting 
different positions on  the  surface. Consequently,  the plasma emission  is moving, 
either partially or  totally,  in and out of  the  field of view of  the collimating  lens  (5 
mm in diameter). In fact, even when the plasma irradiance is detected at a distance, 
the optical emission detected in close‐contact is null. This fact is observed in Fig. 6 























































In  contrast,  in  the  standoff  measurements,  the  imaging  capabilities  of  the 
telescope  tend  to alleviate  the  fluctuating plasma positions discussed above. As a 
result, the uncertainty  in the standoff signals  is markedly reduced as compared to 
that  for  the  close‐contact  measurements.  Hence,  it  is  proved  that  the  observed 
signals  in  standoff  LIBS  follow  the  fluctuating  plasma  intensities  derived  from 
differences in the properties of the beam at the target, namely the variations in the 
spatial  distribution  of  the  energy  along  the  beam  cross  section.  This  fact  is  also 
reinforced by the close connection between the magnitudes of uncertainty of the 
two irradiances, the availability of the laser pulses to induce the plasmas (15%, Fig. 
3) and the corresponding  intensity released by the plasmas  (12%, Fig. 6). Findings
demonstrate  that  the variability  in  standoff  LIBS measurements  is mainly derived 
from  distortions  suffered  by  the  laser  beam  along  the  path  towards  the  target. 
Once  the  plasma  is  produced,  additional  sources  of  uncertainty  are  of  minor 
significance. 
3.2 Outdoors evaluation 
So  far,  the sources of variability  in plasma production and  the ensuing LIBS 
signals  in  a  partially  controlled  environment  and  at  a  fixed  range  have  been 
discussed. In this section, laser beam distortions in real scenarios and at increasing 
distances from the target are assessed.  
3.2.1  Delivery  of  laser  pulses.  Fig.  7  depicts  the  energy  of  the  converging 
beam at various distances  (30 m  to 90 m)  from  the  instrument, measured with a 
pyroelectric  energy meter. A  series of 250  successive  laser pulses  at  a  repetition 
rate of 5 Hz were measured. To avoid damaging the sensing head, the energy meter 
was placed  slightly out of  focus. As  shown,  the average pulse energies measured 
remain virtually constant with changing distance  (RSDinter‐ranges = 2%), which means 
that  atmospheric  attenuation  of  the  outgoing  laser  energy was  negligible.  These 
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results,  obtained  with  a  1064  nm  focused  laser  beam,  confirm  the  observation 
previously  reported  [33]  with  collimated  beams  and  are  in  agreement  with  the 
theoretical  prediction  for  focused  beams  [18].  Furthermore,  the  pulse‐to‐pulse 
fluctuation  of  the  beam  energy  remains  more  or  less  static  (RSDintra‐range  =  0.5%) 
regardless of the measurement distance. 
The  conditions under which  the  laser  energy  is  reaching  the distant  target 
were  also  evaluated.  The  laser  beam was  focused  at  the  prescribed  distances  in 
order to concentrate it into the smallest spot possible, resulting in plasma ignition. 
Fig. 7. Profiles of the laser energy levels reaching a distant target as a function of its location. The 
specific  labels  display  the  average  intra‐range  laser  energy  (250  laser  shots)  together  with  the 
corresponding variability expressed as relative standard deviation (RSD (%)). 
Fig.  8  plots  the  variation  in  the  laser  spot  diameter  as  a  function  of  the 
distance to the target. At each distance, the prints on heat‐sensitive paper from 10 





























laser  pulses  were  accurately  quantified  using  Visilog  6  software  (for  image 
processing  applications).  The  spot  diameters  were  measured  from  the  burnt 









where    is  the  wavelength  of  the  laser  light;  M2  is  the  beam  quality 
parameter; r is the distance to the target and D is the diameter of the section of the 
primary  mirror  illuminated  by  the  laser  beam.  In  the  Cassegrain  telescope  used 
here,  the  focus  at  variable distances  is  achieved by  changing  the position of  the 
secondary mirror with respect to the primary mirror. This in turn affects the size of 
the expanded beam, D. Consequently,  the diameter of  the  focused  spot  changes 
with  both  r  and D  and  the  exact  dependence  of  the  spot  size  on  the  range  is  a 
complex  function  of  both  variables.  In  our  system,  it  has  been  experimentally 
verified that the change in D over the operational range assayed (from 30 to 90 m) 
is negligible, thus making d a linear function of r. As shown, the data in Fig. 8 fit to a 
linear  function  up  to  approximately  70  m  from  the  target  in  accordance  with 
equation  (1).  The  experimental  behavior  departs  from  linearity  at  the  longest 
distance tested (90 m). This circumstance derives from the degrading quality of the 
laser beam with  the distance. Also,  this deviation departure may  result  from  the 
insufficient  sensitivity of  the  thermal‐sensitive paper  to print  the beam profile at 
large distances and thus to accurately estimate the beam size.  In summary,  in the 
absence of any  significant attenuation of  the delivered  laser energy at  increasing 
distances,  this  increasing  spread  is  the  most  noticeable  factor  afflicting  the 
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3.2.2  Plasma  signal  collection.  In  order  to  evaluate  the  impact  of  the 
increasing atmospheric propagation of  the  laser beam on  the analytical  response, 
emissions from plumes created at different distances were gathered. Fig. 9 shows 
the experimental intensities registered for the most sensitive signal (396 nm) from 
aluminum  plasmas  as  a  function  of  the  distance  to  target.  In  addition,  the  1/r4 
theoretical dependence of the signal is shown as a dotted line. The variation in the 
signal relative standard deviation is also plotted. As shown, the standoff LIBS signal 


























to  the overall  contribution of distortions  that  the  light  (either monochromatic or 
white) suffers throughout the entire optical path. At all events, the effects will be 
individually  examined  in  light  of  the  ongoing  considerations,  first,  the  plasma 

























Hence, equation  (3)  reveals an  inverse square attenuation of  the  irradiance 
with  increasing  operational  range  during  the  laser  beam  travel  from  the  sensor 
towards the target. 
In addition, the light gathered by the telescope from a target located at range 
r decreases with  the  inverse of  the  range squared  [35]. The contribution of  these 
two phenomena accounts  for  the  r4 dependence on  the  range of  the decrease  in 
the  standoff LIBS  signal. As observed  in Fig. 9  the average experimental emission 










Despite  the  decreasing  irradiance,  in  the  absence  of  such  changing 
alterations, the uncertainty of the plasma events would be in clear correspondence 
with  their  intensities. Thus,  these  random alterations  resulting  from  spreading of 
the  laser pulses  cause  fluctuations  in  the  irradiance  that  impact on  the  changing 
characteristics  of  the  induced  plasmas.  This  is  why  a  higher,  but  random, 
deterioration of  the  laser beam  is  expected  for  ever  growing distances  from  the 


















































pulse  energy  fluctuations  are  negligible,  so  their  direct  influence  on  the  ensuing 
LIBS  intensity variability  is  irrelevant.  In contrast, while virtually all the energy flux 
reaches  the  target,  the  loss  of  beam  quality  during  its  transmission  through  the 
atmosphere  leads to a noticeable uncertainty  in  its distribution. This circumstance 
leads  to  a  detrimental  impact  on  the  laser  irradiance.  As  a  result,  the  plasmas 
produced  significantly differ  in  their properties.  These  varying plasma  events  are 
easily detected  through significant changes  in  their  irradiance, which  in  turn have 
been  proven  to  be  in  direct  correlation  with  the  unstable  spectral  emission 
collected by  the optical  system.  In addition,  the  larger  the  range  the  greater  the 
deterioration in laser irradiance. These effects increase the shot‐to‐shot uncertainty 
within  the  emission  signals.  Additionally,  regardless  of  the  operating  range,  the 
process of plasma  light propagation was found to have no significant  influence on 
the  overall  variability,  at  least,  in  the  absence  of  severe  weather  events.  The 
random variation  in  the  location of  the  laser beam  centroid on  the  target  (beam 
wander  effect)  does  not  directly  affect  the  position  of  the  plasma  image  at  the 





suggested  to be  "the  spark  that  lights  the  fuse of  variability" due  to  their direct 
influence  on  the  laser–material  coupling,  sample  ablation,  laser  pulse–plasma 
interactions,  and  so  on,  contributing  to  the  entire  variability  being  encountered 
within  successive  emission  spectra  that  are  collected  from  multiple  consecutive 
laser  shots.  Now  that  the  most  significant  cause  of  uncertainty  for  distant  LIBS 
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Chapter 2. Evaluating the Use of 
Standoff LIBS in Architectural Heritage: 
Surveying the Cathedral of Málaga 
Abstract 
Laser‐induced  breakdown  spectroscopy  (LIBS)  is  a  cutting‐edge  technology 
which  offers  appealing  features  for  its  application  in  the  field  of  the  cultural 
heritage. It is a proven technology for the fast and simultaneous detection of major 
and  trace  elements  with  minimal  destructiveness,  using  easily  compactable 
instrumentation  into  movable  platforms  for  the  in  situ  and  standoff  chemical 
analysis of objects in real time. In the present work, a standoff LIBS sensor has been 
used for surveying the Cathedral of Málaga. The spectroscopic measurements were 
gathered  in  situ  although  from  an  averaged  distance  of  35 m. A  comprehensive 
characterization  of  the  materials  composing  the  main  façade  as  well  as 
identification of the noticeable pollutants at their surfaces has been performed. The 
standoff  LIBS  results  have  fitted  neatly with  the mineralogical  analysis  of  all  the 
stones assayed. The  large emissions of Si, Al, Ca and Mg have confirmed  that  the 
structure  was  almost  entirely  built  using  sandstone.  In  turn,  the  sensitivity  to 
carbonate  chemistry  has  demonstrated  the  capability  of  standoff  LIBS  for 
coherently  classifying  different  marbles,  thus  allowing  the  identification  of  their 










Cultural  heritage  is  a  valuable  resource  inherited  from  the  history  and  a 
unique  legacy  that broadens our understanding of  the diversity of  society and  its 
constant evolution. Whether they are objects or archaeological sites, or ancient and 
historic monuments of  the world, all of  them  inform and help  connect us  to our 
cultural  origins.  Therefore  it  is  a  real  and  irreplaceable  treasure  of  outstanding 
value,  considered worthy  of  preservation. Unfortunately,  the  rapid  and  on‐going 
evolution of society has brought about a large deterioration of these vast sources of 
culture. Effects not only from anthropogenic sources but also from natural causes 
can  result  in  unlimited  and  irreversible  damage  in  cultural  heritage.  All  this  has 
meant that the conservation of cultural heritage and its protection against possible 
damage due  to pollution has  received growing  scientific  interest.  In order  to  find 
the  best  possible  measures  for  proceeding  with  protection  of  cultural  heritage 
material,  provision  of  analytical  information  for  its  characterization  is  a  vital 
requirement.  Further,  research  efforts  to  better  assess  and  understand  the 
pollution sources and mechanisms damaging the cultural heritage material cannot 
be  set  aside.  Strong  evidence  of  the  growing  importance  of  these  physical  and 
chemical diagnostics  is the wide aim of analytical techniques used  for this end  [1, 
2]. Scientific assessment of  the materials  for  cultural heritage poses  specific, and 
often, difficult analytical challenges. The primary requirement is that no significant 
modification  or  alteration  of  the  artifact  occurs,  so  as  not  to  compromise  the 
historical,  cultural  and/or  archaeological  value  when  extracting  as  much 
information as possible [3]. Also, the capability of working  in situ and  in real time, 
either during  the  research campaigns  [4, 5] or after  the consequent conservation 
tasks [6], is often necessary due to the impossibility of moving historical artifacts to 
laboratory facilities. The use of compact, robust, and versatile analytical systems is 
highly  desirable  [7].  Finally,  the  limited  or  complex  accessibility  to  the  assets  is 
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often  incompatible  with  conventional  methods  of  analysis.  This  circumstance 
requires  the use of  instruments  to operate  in  a  contactless way, but  rapidly  and 
with appropriate sensitivity [8]. 
Although  few  analytical  techniques  pool  all  these  demands,  laser‐induced 
breakdown spectroscopy (LIBS)  is an appealing tool for analysis that combines the 
above  requirements  [9,  10].  LIBS  is  an  established  technology  having  several 
advantages over conventional elemental analysis methods.  Its capacity  for  rapidly 
and simultaneously detecting almost all elements after the ablation of barely a few 
nanograms  of  a  target  analyzed  from  several  tens  of  meters  from  the  portable 
platform  is now a reality [11]. The potential of LIBS  in the analysis of works of art 






tasks or  for  their diagnosis  [23, 24]. The versatility of  connecting  LIBS with other 
laser  analytical  techniques,  such  as  laser‐induced  fluorescence  (LIF)  spectroscopy 













further  advantage  of  the  introduction  of  imaging  capabilities  in  LIDAR 
instrumentation,  thereby  allowing  the  acquisition  of  hyperspectral  fluorescence 
maps from an extended area at distances as  large as 65 m, as for example for the 
documentation  of  past  conservation  interventions  on  the  Coliseum,  Rome  [35]. 
However, despite this technique's ability to supply valuable analytical  information, 
its main disadvantage  arises  from  its  "one wavelength–one  transition"  selectivity 
which prevents it from getting the entire atomic information that LIBS gathers. 
In  this  work,  the  potential  of  LIBS  technology  to  obtain  multielemental 
information about materials and  their contamination  from  the analysis  in situ but 
from away (35 meters) has been demonstrated for the first time from a case study 
on one of  the most  important Renaissance  architectural  jewels  in Andalusia,  the 
Cathedral of Málaga. A  thorough characterization of  the sandstones, marbles and 
metals making up the most highlighted section of the main façade of this historical 




in  detail  in  the  "Experimental"  chapter  of  this  Doctoral  Thesis.  Plasma  light  was 
spectrally  resolved  using  a  gated  Czerny–Turner  spectrometer  (303  mm  focal 















focus  of  our  investigations.  Fig.  1  shows  a  model  of  the  Cathedral  locating  the 
working scenario. The sensor emplacement and a detailed image of the tested area 
are  also  highlighted.  A  thorough  in  situ  standoff  LIBS  survey  to  characterize  the 
composition  of  the  materials  and  to  detect  potential  pollutants  spoiling  the 
appearance  of  the  most  significant  ornate  stoneworks  within  this  area  was 
performed.  The  most  adequate  sampling  strategy  that  best  reflected  what  was 







With  the  aim  of  identifying  the  chemical  composition  of  the  materials 
forming  part  of  the  architectural  objects  within  the  investigated  section  of  the 
Cathedral's main  façade,  a broad deployment of  surface  laser  interrogations was 
carried out. The following results show both the spectral data gathered by scanning 












3.1.1  Chemical  composition  of  sandstone.  On  the  basis  of  existing 
documentation  on  the  construction  of  Málaga  Cathedral  [36]  and  previous 
mineralogical and petrographical studies as well as the chemical analysis of major, 
minor and trace elements [37], sandstone in the main façade (constructed between 
1721  and  1782)  has  been  labeled  as  an  intermediate  sandstone  consisting  of 
protoquartzites  and  subarkoses,  which  are  composed  of  quartz  (70–90%  SiO2), 
feldspars  [M(AlxSiyO8)]  and  dolomite  (5–25%  [CaMg(CO3)2]).  Fe  and  Mn  are  also 
associated with dolomite in its mineralogical formation. 
Fig. 2 depicts a  representative  single‐shot  spectrum  (the most  reproducible 
one within the spectral series) of the sandstone, a common sedimentary rock that 
constitutes  virtually  the  entire  structure  of  the  Cathedral,  as  well  as  a  series  of 
chemical maps associated  to a 40  cm × 40  cm  cornice  section. These maps were 





information  from  the  maps  related  to  the  element  distribution  profiles  of  the 
sandstone surface reinforces the results from the chemical analysis. As seen, along 
the  normal  direction  to  the  tested  surface,  the  spatial  distribution  is  virtually 









3.1.2  Chemical  composition  of  marbles.  The  composition  of  significant 
marble  sections of  the distinctive medallion  located  in  the  front  façade was  also 
characterized.  Fig.  3  shows  a  picture  of  the  area  inspected.  The  materials  are 
distinguishable  to  the naked eye by  their different colors  (white, black and  rose). 
Marbles  are  metamorphic  rocks  whose  main  minerals  are  calcite  (CaCO3)  or 
dolomite, according to the geological setting of their provenance. Fig. 3 also depicts 
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Each series of 500 LIBS spectra was gathered  from  five  refreshed sampling points 
(100 spectra each) within each type of marble. 
Fig. 4. 3D  scatter plot projected onto  the  subspace of  the  Sr/Ca  and Mg/Ca emission  intensity 
ratios for series of 500 single‐shot LIBS spectra gathered each from three types of marbles composing 
the most distinctive medallion and distinguishable by different colorations (white, black and rose). 
As  reflected,  the  three  datasets  are  grouped  in  three  well‐defined  clouds. 
White  marble  shows  Mg/Ca  intensity  ratios  centered  near  1.6,  whereas  the 
corresponding values for black and rose marbles are close to 0.3. In turn, black and 
rose  marbles  differed  clearly  in  their  Sr/Ca  intensity  ratios,  ≈0.45  and  ≈0.17, 





































statistically  significant  intra‐class  differences  were  noticed.  To  recap,  the  data 
suggest that the same colored marbles had the same provenance. 
Marbles description  Emission intensity ratios 
Color  Location  Mg/Ca  Sr/Ca 
Mean ± s RSD (%) Mean ± s  RSD (%) 
Black   A (Decorative border upper the front door)  0.42 ± 0.07 16  0.41 ± 0.08  19 
B (Elliptical frame of the medallion)  0.56 ± 0.10 19  0.43 ± 0.09  21 
C (Prie‐dieu)  0.35 ± 0.05 13  0.46 ± 0.07  16 
White   A (Decorative border upper the front door)  1.63 ± 0.33 20  0.13 ± 0.07  56 
B (Carved capital from the Solomonic column) 1.60 ± 0.23 15  0.16 ± 0.04  24 
C (Statue of the Virgin Mary)  1.86 ± 0.70 40  0.12 ± 0.04  33 
Rose   A (Background of the Dove)  0.25 ± 0.07 26  0.12 ± 0.04  34 
B (Solomonic column)  0.25 ± 0.09 37  0.14 ± 0.03  19 
C (Squared frame of the medallion)  0.22 ± 0.04 14  0.17 ± 0.03  16 
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3.1.3  Chemical  composition  of  ornamental metallic  objects.  To  close  this 
section,  a  number  of  decorative  metallic  objects  located  in  the  façade  were 
analyzed. Fig. 5 depicts the representative standoff LIBS spectra from two metallic 






spectral  features  apart  from  mere  impurities  were  eventually  identified.  These 





































































Due  to  its actuation over  the course of several hundred years, air pollution 
severely  contaminates  and  damages  the  building  materials  of  ancient  artifacts. 
Estimation of both the nature and the amount of pollutants is of crucial importance 
before advancing in future conservation programs. Phenomena that cause building 









3.2.1  Inconspicuous  contamination.  Fig.  6  compares  LIBS  spectra  acquired 
for the lead flowers in the vases. The top spectrum corresponds to the first shot on 
the surface, whereas the bottom spectrum was obtained after 300 shots on a single 
position.  Apart  from  Pb,  the  first  spectrum  reveals  the  presence  of  pollutant 
elements,  namely Mg,  Fe,  Si,  Ca, Al,  Ti, Mn  and  Sr.  This  finding  suggests  that  in 









values  remain  virtually  constant  along  the  first  300  laser  shots,  a  progressive 
increase  in  the values  is observed  for deeper pulses. This  increase  is  the  result of 
surface cleaning when the pollutant content relative to Cu decreases. Additionally, 
the  large number of  laser pulses to reach  the base material gives an approximate 
idea of the thickness of the contamination layer. The sudden decrease of the Cu/Ca 




















at  long  distances,  deposits  are  more  than  evident  in  some  areas  of  the  façade. 
Indeed,  dust  deposits  tend  to  accumulate  in  decorative  details with  pronounced 
embossments and complex geometry. That fact is evidenced in Fig. 8 which shows a 
picture  from  a  Solomonic  column  made  of  rose  marble.  As  seen  in  the  twisted 
column, despite its equivalent temporal exposure to weather, two clearly disparate 
areas due to the orientation of  its sections are distinguished: the downward parts 
that  are  seemingly  clean,  and  the  upward  parts  showing  dirt  crusts.  Fig.  8  also 
shows  representative  LIBS  spectra  of  each  section.  As  shown,  the  spectrum 
corresponding to the "clean" surface of the column is characterized by Ca, Al and Ti 









































































































































































































































intensities  of  Mg  and  Sr  are  much  larger  than  in  the  clean  surface.  New  lines 
corresponding  to  Fe,  Si, Mn,  Pb  and  Ba  are  observed.  Table  2  lists  the  emission 




HNO3/HCl/H2O2/HF/H3BO3.  Finally,  after  microwave‐assisted  acid  digestion  of  the 
silicate  matrix,  the  total  element  composition  was  by  ICP‐OES  under  the  follow 
operating conditions: radiofrequency power of 1500 W, nebulizer gas flow of 0.70 
L∙ min−1, plasma gas flow of 15 L∙min−1 and auxiliary gas flow of 0.2 L∙min−1. 
Table  2.  Emission  lines  featured  in  the  standoff  LIBS  spectrum  acquired  from  the  soiling  that 




Element Wavelength (nm)*  Concentration(mg∙g‐1)  RSD (%) 









Al  394.4, 396.1  33.0  2.0 
Ti  394.8, 395.8, 398.2, 399.0, 399.9  2.5  1.0 
Pb  402.1, 406.2  0.8  0.5 
Ba  413.1  0.8  1.0 
Mn  403.1, 403.3, 403.4  0.4  1.0 
Sr  407.8(II), 421.5(II)  0.2  2.0 
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As  observed,  high  levels  of  elements  such  as  Si  and  Ca,  as  well  as 
intermediate concentrations of Mg, Fe and Al were detected. These findings may be 
justified  basically  with  the  transport  of  re‐suspended  dust  or  of  atmospheric 
particulate matter from the sea coast located nearby. In the same vein, sources for 
trace elements such as Ba and Sr may be related to marine aerosols and/or to dust 
from  the  Sahara  desert,  a  few  hundred  kilometers  distant  from  Málaga  [42]. 
Further,  trace  elements  such  as  Ti,  Pb  and  Mn  were  detected  by  standoff  LIBS. 
Hence, anthropogenic factors are not discarded. Soot and metallic particles bearing 
Pb (major element) as well as Ti and Mn (trace elements) from exhaust emissions of 
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most  abundant  element  in  the  samples–  were  considered.  Fig.  9  plots  the 
progression profiles of  the  ratios  for  series of 500  standoff LIBS  spectra gathered 
from the two surfaces of the Solomonic column. As observed, all datasets are fitted 
to well‐defined profiles for the "clean" surface. However, while the Al/Ca and Ti/Ca 
ratios  revealed values around 0.5,  the  remaining  ratios  showed values  close  to 0 
due  to  the absence  in  the parent material of  the elements  involved.  It  should be 
noticed that increased ratio values are recorded in the first few shots of all profiles. 
These  initial  large  ratio  values  derive  from  the  inconspicuous  pollutants  present 
even on the "clean" surface. The excess ratios are also randomly distributed along 
the profiles and are due to the sampling of fresh positions. Such an observation is a 
consequence of  the wandering of  the beam on  the  surface caused by wind gusts 
[43]. 




present  in both  the mother  rock and  in  the  soiled column. This  is clearly noticed 
since  the  average  value of  the Al/Ca  ratio  along  the profile  (0.63)  is  almost 70% 
larger than that observed in the "clean" surface (0.43). Similar holds true in the case 
of Ti, passing from 0.52 to 0.72. 
Three  colored marbles  from one of  the  corners  framing  the main arc were 
also assessed. Fig. 10 exhibits a 3D scatter plot projected onto the subspace of the 
Al/Ca  and  Ti/Ca  emission  intensity  ratios  for  series  of  500  LIBS  spectra  gathered 




Fig.  10.  3D  scatter plot projected onto  the  subspace of  the Al/Ca  and  Ti/Ca  emission  intensity 
ratios  for  series  of  500  LIBS  spectra  gathered  from  each  of  the  three  types  of marbles within  the 
corners framing the main arc and distinguishable by different colorations (white, black and rose). 
However,  although  there  is  similarity  between  these  colored  marbles,  the 
values  for  ratios differ  from  those obtained  in  the case of  the Solomonic column, 
thus reflecting that pollution  is changing from one area to another.  In addition,  in 
the  case  of  the  white  marble  a  substantial  fall  in  the  values  of  both  ratios  is 
detected after ca. 200 laser shots, i.e. when the laser drills deeper into the sample. 
This  circumstance  is  due  to  the  Al  and  Ti  content  relative  to  Ca  content  being 
significantly  less,  suggesting  that  those  two  elements may be  relevant pollutants 
embedded  in the surface of the marbles. Furthermore, this disparity between the 
trends indicates that the stability of the scabs on the surfaces of the black and rose 























This work presents,  for the  first time, the use of LIBS  for an  in situ standoff 
characterization of  the materials  forming an historical building and  the nature of 
their cumulative soiling over time. These studies were conducted in the frame of a 
project aimed at verifying the feasibility of standoff LIBS analysis of unmovable and 




crusts  on  the  surfaces  of  different  ornamental  elements.  Nevertheless,  the 
possibility to faithfully attribute pollution to either anthropogenic sources or to be 
influenced  by  the  vicinity  of  a  marine  and  coastal  environment  is  still  an  issue. 
Procurement of all  this  site‐specific  information  is of primary  importance prior  to 
planning  restoration programs or  taking decisions  about whether  a  close‐contact 
access plan is needed or not. Further studies are underway to confirm these results 
and  uncover  the  sources  and  mechanisms  of  such  a  contamination.  Several 
improvements on the sensing platform are under development. A long‐range, high‐
definition  imaging  subsystem  is  being  installed  with  the  aim  of  contributing  to 
monitoring  the  appearance  of  the  treated  surface  in  real‐time,  the  degree  of 
cleaning or any unwanted effect  induced by  laser  irradiation. Results demonstrate 
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Chapter 3. Location and Detection of 
Explosive-Contaminated Human 
Fingerprints on Distant Targets Using 
Standoff Laser-Induced Breakdown 
Spectroscopy 
Abstract 
Detection of explosive-contaminated human fingerprints constitutes an 
analytical challenge of high significance in security issues and in forensic 
sciences. The use of a laser-induced breakdown spectroscopy (LIBS) sensor working 
at 31 m distance to the target, fitted with 2D scanning capabilities and designed for 
capturing spectral information from laser-induced plasmas of fingerprints is 
presented. Distribution chemical maps based on Na and CN emissions are used  to 
locate and detect chloratite, DNT, TNT, RDX and PETN residues that have been 
deposited on the surface of aluminum and glass substrates. An efectiveness of 100% 
on fingerprints detection, regardless the substrate scanned, is reached. Through  LIBS  
responses,  the  detection  capabilities  of  fingerprints  on  the  basis  of their prevalence 






The  increased  activity  in  the  manufacture  of  improvised  explosive  devices 
(IEDs)  places  the  scientific  community's  priority  attention  to  the  detection  of 
explosives.  The  fact  that  most  IEDs  contain  hidden  explosives  complicates  its 
detection.  However,  the  transfer  of  explosive  particulate  matter  through 
fingerprints  makes  it  possible  to  detect  concealed  explosives  through  surface 
sampling  [1].  In  fact,  fingerprints are  considered one of  the main mechanisms of 
transferring explosive residues during handling and preparation of IEDs. 
The  process  of  transferring  material  to  a  surface  via  fingerprint  is  highly 
variable. Verkouteren  sized RDX  and  PETN  particles  from  C4  and  Semtex‐1A  and 
demonstrated  that  the mass may be  concentrated  in  relatively  few particles  that 
may  not  be  homogeneously  distributed  over  the  fingerprint  area  [2].  The  same 
author characterized C4 fingerprints and showed that the number of particles varies 
significantly  from  print  to  print  and  within  a  print  [3].  When  attempting  to 
characterize explosive residues at  low  to  trace  levels,  the most critical step  in  the 
analysis  is  to  locate  the material  in  the  surface  inspected. Once  collected  at  the 
scene,  the  sample  must  be  packaged  so  that  its  evidentiary  value  is  not  lost, 
whereas  contamination  during  sample  handling  should  be  avoided.  A  survey  of 
techniques used for sampling and concentration, and for detection/identification of 
explosive residues in laboratory or in field has been presented [4]. 
Detection/identification  techniques  were  classified  according  to  their 
application  to:  organic  explosives  using  chromatographic  techniques,  Raman 
spectroscopy,  ion  mobility  spectrometry  and  mass  spectrometry;  inorganic 
explosives using ion chromatography and capillary electrophoresis. For operational 
and  safety  reasons,  detection  methods  capable  for  standoff  (ST)  operation  are 
extremely valuable. ST detection techniques are divided into two broad categories, 
namely  bulk  detection  techniques  (X‐rays,  infrared,  terahertz,  microwaves, 




ranging  (LIDAR),  differential  absorption  LIDAR  and  differential  reflectance  LIDAR, 
array biosensors using captured antibodies, biomimetic sensors)[5]. 
The  sensor  providing  at  the  same  time  the  sensitivity,  analysis  speed  and 
selectivity  requirements  for  explosive  detection  is  still  to  be  developed.  Most 
attempts are conditioned by the physical limits or the circumstances of a particular 
scenario.  Canine‐based  detection  is  known  to  be  the  most  reliable  method  for 
explosive detection. The complex training, their subjective response and the limited 
operational  time of  the animals are  significant drawbacks of  this approach. Singh 
published a  review  focused on  the  sensors developed  in  the  last 5 years,  ranging 
from electrochemical methods to immunosensors [6]. 
Recent  advancements  have  been  directed  at  improving  the  capabilities  of 
detecting  explosives  in  packages  and  baggage  by  X‐ray  diffraction  [7]  and  using 
photons and neutrons as incident particles [8‐10]. The presence of nitrogen bearing 
substances  has  been  investigated  by  methods  based  on  nuclear  quadrupole 
resonance  [11],  ion mobility  spectrometry  [12],  electrochemical  sensors  [13]  and 
fluorescence [14, 15]. Special efforts have been made to explosive detection in the 
development of portable sensors [16] and standoff instruments [17, 18]. 




Later,  De  Lucia  et  al.  used  double  pulse  LIBS  to  reduce  the  air  entrained  in  the 
analytical plasma  in an attempt to  improve the discrimination between explosives 
and  potential  interferents  [20].  Explosive  residue  detection  is  possible  behind  a 
barrier  (polymethylmethacrylate  and  glass)  placed  between  the  target  and  the 






and performance of  a practical  system  for  locating  and  recognizing  explosives  at 
fingerprint  level  has  not  been  reported  before.  Analysis  of  explosive  residues  in 
human  fingerprints using a  laboratory  scale  instrument has been described using 
optical  catapulting‐LIBS  (OC‐LIBS)  [23].  The  main  advantage  of  OC‐LIBS  over 
conventional  LIBS  is  the  absence  of  spectral  contribution  from  the  substrate, 
although the analysis is constrained by the need of optical access to the back of the 
sample. 
In this work, LIBS is used to locate and detect the presence of explosive traces 
in human fingerprints deposited on targets placed at 31 m of the sensor. Fingerprint 
features and detection statistics are also reported. Two other important aspects of 
this application are addressed. Since the LIBS sensor interrogates only discrete 
areas across the surface, the analysis speed may become an issue when inspecting 
large objects. The detection capability is thus studied versus the spatial resolution 
and the number of data points acquired during the scan. Environmental factors that 
affect the persistence of the fingerprint response are also discussed. 
2 Experimental section 
The ST‐LIBS sensor used to perform these  investigations has been described 
in  detail  in  the  "Experimental"  chapter  of  this  Doctoral  Thesis.  Plasma  light  was 
spectrally  resolved  using  a  gated  Czerny–Turner  spectrometer  (303  mm  focal 






the  opening  of  the  intensifier  tube  of  the  detector  device,  and  9  µs  as  the 
integration time. 
Targets assayed 
Samples  analyzed  in  this work  include  the home‐made explosive  chloratite 
and  the  organic  explosives  2,6‐dinitrotoluene  (DNT),  2,4,6‐trinitrotolune  (TNT), 
1,3,5‐trinitro‐1,3,5,‐triazine  (RDX)  and  pentaerythritoltetranitrate  (PETN),  all  of 
them used  in powder  form. The  fingerprint area  from  the  thumb of an  individual 
impregnated with ink was 397 mm2 as calculated using image analysis software by 




A  fingerprint  is  the visible,  invisible or molded printing  that  is produced by 
the  contact  between  of  the  ridges  of  the  fingers  on  a  surface. After  handling,  a 
substance  may  appear  as  a  residue  attached  to  the  grooves  of  the  fingers  and 










fingerprint,  several  energetic  materials  including  chloratite,  DNT,  TNT  and  PETN 
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have  been  studied.  Table  1  lists  some  relevant  features  of  explosive  fingerprints 
calculated from thirty replicates. As observed, regardless of the explosives assayed 
and subsequently their physical properties, all men fingerprints weights were found 
to  be  less  than  1  mg.  Hence,  from  these  amounts,  superficial  concentrations  of 
explosive fingerprints were calculated to be  in the range from 130 to 240 μg∙cm−2. 
Additionally, mean thickness of those fingerprints were measured to span from 20 
to 60  μm.  Large variabilities  in both weight  (RSD values over 35%) and  thickness 


















Mean  ± s  RSD (%)      Mean  ± s  RSD (%) 
Chloratite  670  ± 250  40 170 40  ± 9  20 
DNT  950  ± 570  60 240 60  ± 30  50 
TNT  510  ± 210  40 130 20  ± 7  30 
PETN  710  ± 420  60 180 25  ± 8  30 
3.2 Spectral emission from fingerprints 
An analysis of the relevant literature shows that few LIBS spectra of 
explosive fingerprints acquired in standoff mode of operation have been published 
so far [19, 22, 24, 25]. In order to advance in this topic, in a first step, spectral 
differences between three Al surfaces were studied: a clean surface, a surface 
previously handled and aged but free from explosive and a surface contaminated 
with a DNT fingerprint. Fig. 2 shows single-shot LIBS spectra obtained at 31 m from 
those samples. As shown, the spectrum in Fig. 2A exhibits aluminum lines from the 
substrate as well as aluminum oxide bands. The spectrum obtained from the raw 
fingerprint shows lines of calcium and sodium in addition to aluminum lines (see Fig. 
2B). Both calcium and sodium are typical components found in surfaces that have 
been manipulated by naked fingers. The spectrum from the DNT fingerprint shows CN 
bands and C2 bands among other spectral features. The molecular bands provide 
evidence of the presence of an organic compound. The hydrogen line appears slightly 
increased in the spectrum with trace explosive when compared with the other two 
spectra. These data reveal the unique capabilities of LIBS. No other analytical 
technique has demonstrated so far this potential.
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For all explosives studied, the limits of detection (LOD) for standoff LIBS 
analysis at 31 m were estimated from a fingerprint with a known concentration of 
explosive using the Equation (1):
ṷṽṧ ൌ 2√2ሺ0.01ሻ ሺோௌᾧᾥሻᾣௌ/ᾥ (Equation 1) 






















































































































The  signal  of  CN  at  388.3  nm  was  used  to  estimate  the  LOD  of  organic 
explosives. Thus, LODs on glass were 20 μg∙cm‐2 for DNT, 28 μg∙cm‐2 for TNT and 10 








the  fingerprint  of  an  individual  that  handled  chloratite.  This  sample  has  been 
analyzed  by  the  sensor  using  4  laser  shots,  two  of  which  are  targeted  on  the 
fingerprint. LIBS spectra related to each laser event are also displayed. The increase 
in  sodium  intensity  for  shots  hitting  within  the  fingerprint  is  evident.  Also, 
differences in sodium intensities due to variable surface concentration of explosive 
across  the  fingerprint  are  apparent.  It  is  clear  that  the  shot‐to‐shot  variability 
observed  in  the  figure  also  reflect  the measurement  uncertainty  of  LIBS  for  this 
type of measurements. We did not attempt to isolate the individual contribution of 
each source of uncertainty in these data. Additionally, at the bottom of the figure, 
the  ratio  of  sodium‐to‐aluminum  intensities  reflects  the  differences  between 
sampling points, indicating the absence of fingerprint (shots 1 and 4) as well as the 
varying concentration of sodium within the fingerprint (shots 2 and 3). Low sodium 
emissions detected  in  laser events hitting outside  the  fingerprint are due to mere 
environmental pollution. 
As  shown,  the  probability  of  missing  a  fingerprint  increases  as  the  scan 
resolution decreases (distance between shots of 20 mm or larger). The position and 
contour  of  the  fingerprint  is  better  defined  as  the  number  of  shots  in  the  scan 
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increases.  However,  an  excess  resolution  may  result  in  a  decreased  spectral 
intensity due  to  the unnecessary proximity between  laser  events.  Therefore,  the 
success  in  the  detection  of  fingerprint  residues  is  the  right  choice  of  resolution 
setting, which should be balanced with  the  total acquisition  time as a  function of 
the actual scene investigated. For the detection of chloratite on aluminum, a lateral 
resolution  between  15  and  7.5  mm  seems  appropriate,  and  higher  resolution 
reports no additional information. 
Fig.  3.  Linear  standoff  scanning  of  a  chloratite  fingerprint  left  on  the  surface  of  an  aluminum 
substrate. For easily inspection, the fingerprint emplacement has been highlighted in red. LIBS spectra 
linked  to  each  one  of  the  shots  are  displayed  on  the  right.  At  the  bottom,  Na/Al  intensity  ratio 
calculated from those spectra are depicted. 
To  assess  the  response  of  the  sensor  when  an  organic  explosive  is 
interrogated, nitro aromatics, RDX and PETN in several substrates have been tested. 
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Similar  chemical  images  were  obtained  from  LIBS  scanning  for  the  fingerprint 
location of DNT and TNT deposited on aluminum and TNT, RDX and PETN deposited 
on  glass.  The  scan  features  are:  area  81  cm2  for  aluminum  substrates with  nine 
fingerprints  and  30  cm2  for  glass  substrates  with  four  fingerprints.  The  lateral 
resolution was 7.5 mm. The CN signal at 388.3 nm  is plotted as a  function of  the 
spatial coordinates. The results are discussed in the next section. 
3.4 Fingerprint detection statistics 
In  order  to  evaluate  the  capabilities  of  the  sensor  to  detect  explosive 






table  lists  the number of  shots per  scan;  the number of  shots hitting within  the 
boundaries  of  any  fingerprint  and  the  percent  of  fingerprints  hit.  Shots  hitting 
within  the boundaries of any  fingerprint were confirmed by visual  inspection. The 
table also reports the total number of true positive responses across the scanned 
surface.  These  true  responses  are  derived  from  all  fingerprints  present  in  the 
inspected surface, although some fingerprints may be missed by the sensor. 
A true positive response is established when the sensor provides an emission 
signal  characteristic of an explosive  larger  than 3  times  the background  standard 
deviation. Sodium signals are used  to  locate chloratite, whereas CN emissions are 
used  for  DNT,  TNT,  RDX  and  PETN.  The  column  named  PRR  stands  for  positive 























In the table, the first 6 rows refer to the detection of chloratite on aluminum. 
As expected, the number of shots hitting within fingerprint boundaries increases 
with the spatial resolution. However, a resolution of 15 mm is large enough to hit all 
fingerprints present in the plate. The true positive rate, which is related to the 
detection sensitivity, increases with the scan resolution, whereas the PRR values are 
better than 85% in all cases. This means that more than 85% of all shots hitting 
within fingerprints analyzed were positive hits. This large percent rate 
demonstrates the outstanding performance of the sensor for trace explosive 
detection at 31 m. Indeed, using the right lateral resolution, 100% of the chloratite 





from  their  poor  detection  limits.  Indeed,  the  lower  intensity  of  the  CN  emission 
band  of  DNT,  TNT,  RDX  and  PETN  when  compared  to  the  Na  emission  line  in 
chloratite contributes decisively to complicate  the detection. The  last column was 
included to account for the possibility that some fingerprint could not be detected 
in  the  scanning. As  shown,  except  in  three  cases,  the  possibility  of  interrogating 
each  fingerprint  by  several  laser  shots  permits  that  100%  of  the  explosive 
fingerprints are detected. The ultimate performance of the sensor will depend on 
the particular combination of explosive/substrate as defined by the particle density 




































































































































































































































































































































































































































































































































the  effect  that  environmental  contamination  may  have  on  the  sensitivity  of  the 
detection. For this purpose, a series of aluminum plates (4 × 4 cm2) were prepared 
on which we deposited one  chloratite  fingerprint  per plate.  Targets were  stored 
into  a  partially  closed  facility  for  a  maximum  of  30  days,  easy  to  access  for 
environmental contamination, but without being exposed to  the action of neither 
wind  nor  rain.  During  these  days,  temperature  fluctuates  between  20  and  26 
degrees Celsius, whereas relative humidity ranged between 45% and 60%. 
Then,  for  distinct  number  of  exposition  days,  a  blind  detection  test  was 




on  the  plates  from  sea  water  aerosols,  a  contribution  to  the  Na  response  from 
atmospheric particles is also expected when measuring aged chloratite fingerprints. 
Fig. 5 shows  the LIBS  response of  the plates aged  for 5, 12 and 27 days  together 






signals,  environmental  dust  exhibits  both  Na  and  Ca  signals.  To  assist  in  the 





In  order  to  distinguish  the  source  of  Na  detected  in  the  plate,  i.e.,  the 
maximum  contribution  of  environmental Na  to  the  observed  readings,  a  parallel 
experiment was performed. Thus, two replicate clean aluminum plates –exempted 
of  explosive  fingerprint  and  any  environmental  contamination–  were  allowed  to 
age  in the same environment for 90 days and used as control targets. Then, these 
controls  were  analyzed  using  the  same  protocol  described  for  the  samples 
containing the explosive residue and the results were added to Fig. 5. Ratio values 
exhibited by the control plates limit the ratio values where the source of sodium is 




been voluntarily sorted  in  increasing order of values  for comparison purposes.  Intensity  ratios  from 
two aluminum foils (control plates) exposed during 90 days to the mere environment are also shown. 
In  the  fresh  sample,  large  values of  the Na/Al  ratio  indicate  shots  that hit 
within  the  chloratite  fingerprint, whereas  shots  providing  ratio  readings  close  to 
zero correspond to the plate section that  is free from the explosive residue. Aged 































































in  the excitation of  the deposit. Under  these  circumstances, excitation of  residue 
particles cannot be assisted by the ionization of the substrate as when the residue 
is  a  thin  layer of deposited particles  [26].  The  general  intensity  observed now  is 
decreased,  thus  resulting  in  a  distortion  of  the  ratio  values  with  readings 
approaching the environmental contamination levels. Similar results were obtained 
when only lines from the residues were measured, i.e. Na/Ca ratios. In this case, as 
the  samples  are  aged  the  Na/Ca  intensity  ratios  decrease  to  reach  the  readings 
corresponding  to  the control plates. Fig. 6 shows  the  fingerprint  images obtained 
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a  certain  time  period  after  the  imprint  of  the  fingerprints,  irrespective  of  the 
explosive mass present on the surface inspected. 
4 Conclusions 
The possibility of scanning a surface by standoff LIBS provides a promising 
alternative in terms of trace explosive detection. Residues from human fingerprints 
of several explosives have been successfully detected at 31 m from the sensor. 
Parameters involved in establishing the sensor performance include the lateral 
resolution and the data acquisition time, which in turn depends on the laser pulse 
repetition rate. The sensor works better for the home-made explosive chloratite 
since the detection power of LIBS for inorganic compounds, in particular for the 
sodium line of chloratite, is superior to that for organic materials irrespective of the 
spectral line used. Nevertheless, for residue surface concentrations of hundreds of 
micrograms per cm2, the scanning mode LIBS reaches 100% sensitivity in fingerprint 
recognition. This high success rate derives from the capability of the sensor to 
interrogate the same fingerprint by several laser events. This work also evaluated 
the effect that environmental pollution may have on the sensitivity detection of 
chloratite fingerprints deposited on aluminum plates. The deposition over time of 
particulate matter from surrounding may reduce the LIBS capability to detect a 
fingerprint that was left on a surface long ago. In our particular case, in absence of 
phenomena that may cause the remove of fingerprint (wind and rain) but close to a 
marine environment, a two-week time period was established for a positive 
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Chapter 4. Range-Adaptive Standoff 
Recognition of Explosive Fingerprints on Solid 
Surfaces Using a Supervised Learning Method 
and Laser-Induced Breakdown Spectroscopy 
Abstract 
The distance between the sensor and the target is a particularly critical factor 
for  an  issue  as  crucial  as  explosive  residues  recognition  when  a  laser‐assisted 
spectroscopic technique operates  in a standoff configuration. Particularly for  laser 
ablation, variations  in operational  range  influence  the  induced plasmas as well as 
the  sensitivity of  their ensuing optical emissions,  thereby  confining  the attributes 





to be previously modeled. To  facing both  this restriction and  this  time‐consuming 
mission, a novel strategy is proposed in this work. On the basis of machine learning 
methods,  the  strategy  stems  from  a  decision  boundary  function  designed  for  a 
defined set of experimental conditions. Next, particular semi‐supervised models to 
the envisaged conditions are obtained adaptively on  the basis of changes  in  laser 
fluence and  light emission with variation of  the  sensor‐to‐target distance. Hence, 
the strategy requires only a little prior information, therefore ruling out the tedious 
and time consuming process of modeling all the expected distant scenes. Residues 
of  ordinary  materials  (olive  oil,  fuel  oil,  motor  oils,  gasoline,  car  wax  and  hand 
cream) hardly cause confusion  in alerting the presence of an explosive (DNT, TNT, 
RDX or PETN) when  tested within a  range  from 30 m  to 50 m with varying  laser 
irradiance between 8.2 GW∙cm‐2 and 1.3 GW∙cm‐2. With error rates of around 5%, 







Over  the  past  few  years  there  have  been  many  efforts  to  identify  trace 
explosives  on  the  surface  of  distant  objects  using  spectroscopic  techniques  [1]. 
Whether through emission spectroscopy [2] Raman spectroscopy [3], photoacoustic 




detection  regime offers  safety advantages over  close‐contact  scheme,  complexity 
on the using of that design  is more than evident.  In standoff  instruments, beyond 
the technical hurdles for a flexible working, the distance between the interrogated 
target  and  the  sensing  platform  plays  a  large  role  in  determining  the  signal  and 
noise of the gathered information. In laser‐induced breakdown spectroscopy (LIBS) 
based  sensors, added  to  the decrease  in emission  signal with  the  range  squared, 
the  irradiance  also  declines  with  the  square  of  the  distance,  thus  resulting  in  a 
fourth‐power dependence of  the  LIBS  intensity with  the  range  [7]. To put  this  in 
context,  consider  the  exemplary  scheme  presented  in  Fig.  1.  The  multifactorial 
nature of the emission response in standoff regime is illustrated as a big cube. The 
particular response of a  target  is embodied by each one of  the subcubes  that are 
composing  the  complex  network.  Any  variation,  simultaneous  or  not,  in  the 
irradiance or in the distance of the interrogated target involves a series of changes 
in  the  emission  signal. As  the  increase  in  the  irradiance  should  result  in  a more 
sensitive  response, whereas  the  parallel  decrease  of  the  analysis  distance would 
lead  to  enhance  this  positive  impact.  In  contrast,  when  the  irradiance  level  is 
extremely  low or distance  is particularly  large, useless spectral  information can be 
anticipated. In addition, the transient environmental conditions can also affect the 
emission  signal  even  when  operational  conditions  have  remained  identical.  In 
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conclusion,  the  emission  response  occurs  from  a  specific  substance  governed  by 
explicit conditions. Hence, as it is predictable, any change on the analysis conditions 
accounts  a  significant  constraint  for  those  classification  techniques  whose 
background focuses on a spectral features‐based labeling. 
Fig.  1.  Exemplary  scheme of  the multifactorial  nature of  the optical  emission  response  for  the 
laser‐assisted ablation at standoff regime. 
A number of chemometric methods including linear correlation [8], principal 
components analysis  (PCA)  [9,10], partial  least  squares discriminant analysis  (PLS‐
DA)  [11,  12],  the  method  of  the  normalized  coordinates  (MNC)  [13]  and  soft 
independent modeling of class analogy (SIMCA) [8] have proved to handle residues 
sorting  at  a  standoff  distance  of  tens  of  meters.  Nonetheless,  despite  this 
widespread research, effectiveness of all these models in an unknown scenario lies 























































































those used during modeling. Otherwise,  the new  expected  scenario needs  to be 
previously  modeled,  since  variations  on  conditions  cause  a  departure  of  the 
emission  intensities  for  the  interrogated  target  beyond  the  upper  and  lower 
boundary  levels of  the modeled cases. Consequently, predictions almost certainly 
result  in  mislabeling  of  the  unknown  target.  To  tackle  this  constraint,  a 
comprehensive strategy to recognize residues, whatever the situations, is required 
for ruggedizing the technology. 
In  this  manuscript  we  present  for  the  first  time  a  residues  recognition 
algorithm  based  on  the  transient  response  of  a  standoff  LIBS  sensor.  Using 
supervised learning techniques [14‐16] on spectral features from standoff emission 
responses, a general framework for sorting distant residues with an adaptive model 
to  varying  conditions  is  offered.  Nonetheless,  instead  to  entail  a  learning  of  all 
expected  instances, only a moderate number of  input variables are needed. Two 
frameworks  are  considered  to  tackle  with  the  design,  whose  fundamentals  are 
centered on the fourth power dependence on the range of the emission signal [7]. 
The  first  approach,  called  backpropagation‐based,  seeks  to  match  emissions 
collected  at  the  interrogation  distance  to  a  built  and  trained  model  at  a  fixed 
distance.  The  second  scheme,  named  adaptive‐based,  consists  on  a  scoring 
propagation  to  fit  the model designed at a  fixed distance  to  the  sensing distance 
concerned. 
The  first  approach  simplifies  the  classification model  but  does  not  directly 
operate  with  real  values  of  the  spectral  information.  Also,  since  signals  from 
increasingly  distant  targets  experience  greater  random  fluctuations,  such 
uncertainties within the emissions are concurrently propagated towards the model. 
In  contrast,  in adaptive  supervised  fixed  scoring, although  complicates  the model 
and  requires  its  computation  to  harmonize  with  emissions  levels,  no  additional 
distortions arise. Hence,  to mitigate as much as possible  the uncertainties on  the 
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final  decisions,  this  last  design  was  decided  for  addressing  the  present 
investigations. 
Operation for variation  in distance from 30 m to 50 m –irradiance changing 
from  8.2  GW∙cm‐2  to  1.3  GW∙cm‐2–  was  modeled.  The  effects  of  the  changing 
weather  conditions were  neglected  due  to  its  complex  control  in  every  dynamic 
environment. Thus, for the current outline, a comprehensive analysis of how results 






















and  to  be  transferred  to  a  manipulated  item.  The  similarity  of  the  emission 
responses for all these products –explosives and confunsants– is remarkable, all of 
them  feature  the  same  particular  optical  signals  –CN,  C2, N, H,  and O–  to  some 
degree. 
Experimental  targets were  prepared  by  successively  leaving  fingerprints  of 
products  on  the  surface  of  aluminum  foils  (4  ×  4  ×  0.2  cm3),  slightly,  but 
intentionally,  scratched  to  facilitate  the  adherence  of  solid  residues. Despite  the 
heterogeneity on the distribution of residues in the fingerprints, each LIBS analysis 







of 30 m. This  information was split  into  two equal datasets –training and  testing. 
Fifty spectra  from each residue were used  to design and  train  the original model, 
whereas the remaining fifty spectra were used to test the algorithm. By using these 
datasets,  the conventional approach of machine  learning  [14‐16] was applied  in a 
stage  of  knowledge  generalization.  Thus,  particular  spectral  features  within  the 
labeled data  from the training set were considered to construct a subdimensional 
space  where  an  original  classification  model  of  residues  according  to  their 
hazardousness  was  designed.  Then,  the  performance  –accuracy,  sensitivity  and 




Once  constructed  and  fitted,  this original algorithm  is  real‐time  adapted  to 
any new condition. In order to introduce the framework of this approach, consider 
the graphical example presented  in Fig. 2. The above cited  subdimensional  space 
corresponds to a 3D scatter plot that  is built from spectral features, either simple 
emission  intensities  or  intensity  ratios.  At  fixed  conditions,  an  original  boundary 
surface  between  residue  classes  is  embodied  in  this  space  on  the  basis  of  the 
emitting  behavior  of  explosive  traces  and  innocuous  residues.  The  parametric 







classification  model  is  centered  on  the  adapting  the  original  coefficients  of  the 
hyperplane to the novel situation using the following equation: 
(Equation 2) 
Thus,  as  shown  in  Fig.  2,  the  adaptation  of  the  boundary  surface  runs  in 
parallel  with  the  modification  of  the  circumstances.  At  each  increased  distance, 
whether or not involving a change on the irradiating fluence, a decrease in the LIBS 
signal  occurs.  However,  there  is  a  limit  to  handle  all  the  situations  and  the 
transferring  of  the  adaptive  algorithm  stops when  one  of  the  dimensions  of  the 
subspace  is  missed.  In  short,  a  global  correction  of  the  original  hypersurface's 










r Ia b c
nr r I I
x y z D











( , , ) a b c
r I
















Despite  that  a  large  variety  of  classifiers  were  tested  for  comparing  their 
classification  capabilities,  only  the  most  significant  results  are  presented  in  this 
manuscript.  Classifiers  parameter  tuning  and  classification  processes  were 
conducted by PRtools4 –a Matlab (The Mathworks Inc., South Natick, MA) toolbox 
















classifiers  ability  to  adapt  and  remain  effective  when  the  operational  range 






The  emission  spectrum  from  the  "clean"  surface,  that  is,  free  from  any  willful 
residue,  is also shown. As observed,  intense emissions of aluminum –394 nm and 
396 nm, and  the corresponding second orders of  these  lines– are  featured within 
the signal due to the participation of the substrate when the  laser pulse dislodges 
the  residue particles  from  the  surface. Small  spectral  features due  to  the organic 
compounds  are  also  revealed.  This  circumstance  highlights  the  proportionality 
between  residue  and  substrate  composing  the  experimental  target,  that  is,  an 
extremely thin layer of organic particles over a vast metallic surface. 
As far as the spectra from organic traces refer, the emission band related to 
the  CN  fragment  (coming  from  the  recombination  of  C  and N  inside  the  plasma 
plume)  is evidenced at 388 nm. Unlike the CN signal, C2 emission bands –observed 
at 471 nm, 516 nm and 563 nm and due to doubly bonded carbon dimers directly 









residues,  the  difficulties  for  detection  and  classification  of  the  finding  grow 
considerably. 
Fig. 3. Standoff single‐shot LIBS spectrum of an aluminum clean support  (A) compared with  the 






our  sensor, whereas emissions of C2  fragments are  interfered by  the overlapping 
emissions from AlO [20]. 
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Subsequently,  usable  intensities  were  graphed  in  multidimensional  scatter 
plots, thus seeking the representation that maximizes differences between residue 
classes while minimizing differences between  traces of  identical nature. Although 
using  close‐contact emission data,  this  strategy has been described  in detail  in  a 
previous work [14], so only the key basics are mentioned here. 
Table 1 lists the values of the RDR (residual discriminatory region) estimator, 




results,  Fig.  4  shows  some  of  these  scatter  plots.  As  observed,  mislabeling  of 
residues  is anticipated  in  the bidimensional graphs combining both molecular and 
atomic  information  where  the  two  datasets  are  fully  intermingled.  In  contrast  a 
proper differentiation between  classes  is drawn  in  the 2D plots  that  combine Hα 
intensity  with  that  of  atomic  lines  of  N  or  O  (graphs  #4  &  #5  in  Table  1). 
Nonetheless, as shown, connection between emissions deriving exclusively from a 
common  origin  source,  such  as  N  and  O  from  air,  are  useless  for  classification 
purposes. This circumstance highlights the critical role played by the  interaction of 
the generated plasma with components of  the  surrounding atmosphere  including 
the ambient humidity. 
From those useful 2D scatter plots, a general trend on the emissions patterns 
can be drawn:  explosive  residues  show  larger N  and O  intensities  than harmless 










exclusively  involves  the concerned atomic signals  (RDR = 0.30). This  improvement 
to differentiate between residues is argued by a more complete description of the 
investigated  target. When  CN  signal  is  added,  information  on  the  fragmentation 
pattern of the residues is included. 
Table 1. Values  for  the RDR parameter  computed  from  scattering of emission  intensities 
extracted from LIBS spectra of tested residues within the different subspaces projected by 
the involved spectral features. 
These  results  evidence  the  complete  correspondence  between  RDR  values 
and  both  size  and  shape  of  data  clouds.  In  addition,  the  complete  agreement 















7  CN (388) vs Hα (656) vs N (746)    0.77 
8  CN (388) vs Hα (656) vs O (777)    0.19 
9  CN (388) vs N (746) vs O (777)    0.87 
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Fig.4. Scatter plots projected onto  the n‐dimensional subspaces built  from spectral  features:  (A) 
CN (388 nm) and Hα (656 nm); (B) CN (388 nm) and O (777 nm); (C) Hα (656 nm) and O (777 nm); (D) N 
(746 nm) and O (777 nm); and (E) CN (388 nm) and Hα (656 nm) and O (777 nm). Therein each point 
correspond  to  the  intensities of  spectral  signals  involved  from  the plasma of whether an explosive 
residue (in red) or a harmless trace (in green), when located on an aluminum surface at a distance of 
30 m. 







































































































Hα emission intensity (a. u.)
CN emission





















trained  using  original  intensity  from  line  peaks;  neither  pre‐processing  functions 
(baseline  correction,  normalization  ...)  nor  mathematical  enhancements  (mean 
centering, variance scaling ...) were applied. 
As  shown,  accuracy  of  all  the  designed  classifiers  was  satisfactory,  with  a 
proportion of the total number of correct predictions close to 90%. Precision of the 
models,  established  from  the  proportion  of  positive  cases  that  were  correctly 
identified, was near 80%. The classifiers also present high sensitivity and specificity. 
Indeed, most models correctly  identified actual harmless  traces as negative cases 

























































































































































































































































































































































































































































adapted,  the  classification  models  were  tested  for  identification  of  concerned 
residues. For  this  purpose,  two  datasets  were  evaluated.  Such  data  sets  were 
obtained  from  optical  responses  of  some  particular  targets  at  increasing 
operational distances. These datasets consisted of spectral  information associated 
to traces of the same substances considered for modeling, but located at a further 
distance  (40 m and 50 m,  respectively), and consequently  interrogated under  the 
inherent  lower  irradiances  (2.7 GW∙cm‐2 and 1.3∙GW  cm‐2,  respectively). Residues 
from  other  substances  were  discarded.  Fig.  5  depicts  the  distribution  of  the 
residues  data  within  the  3D  subdimensional  space  considered.  As  shown,  under 
more  adverse  conditions,  that  is,  at  larger  distances  and  lower  irradiances,  data 
clouds  concentrate  in  a  much  smaller  volume.  Nonetheless,  the  distribution  of 
residues keeps the original trend. 
Table  3  lists  performance  parameters  of  the  adapted  classifiers  and  those 
provided by the original model when used to identify organic traces under the new 
circumstances.  As  shown,  when  the  original  classifier  is  used  to  label  readings 
obtained  under  different  conditions,  the  model  performance  degrades.  This 
inappropriate handling of the original classifier has a deleterious effect on both the 
accuracy  and  precision  of  the  results  obtained,  that  as  shown  are  progressively 
worst as the distance grows. 
On  the  contrary,  when  the  classifier  is  conveniently  adapted,  the 




denser  representations. The accuracy of  the adapted  classifiers was  large, with a 
proportion of  the  total number of  correct predictions  close  to 95%, whereas  the 
precision  was  near  90%.  In  the  same  vein,  the  new  classifiers  also  exhibited 
improved sensitivity and specificity values. No significant drop of false positive and 
false  negative  rates  is  evidenced.  Despite  the  lower  intensity  observed  as  the 
distance grows, the adapted model keeps reliable identification performance –close 





































































































































































































































































































































































































































































































































































































































In  the  current manuscript, a novel algorithm based on  the adaptation of a 
supervised  classification  model  to  changing  experimental  situations  has  been 
designed. The supervised learning not only has been implemented here for the first 
time  on  data  from  a  standoff  configuration  but  also  has  reinforced  robustness 
through  the  huge  concordance  between  its  operating  effectiveness  and  that 
previously achieved using a close‐contact scheme. 
As  demonstrated,  the  machine  learning  method  properly  handles  the 
inherently multifactorial nature of the standoff LIBS analytical response. Based on 
LIBS tests on 11 organic residue/aluminum targets  located at ranges from 30 m to 
50  m  –irradiance  changing  from  8.2  GW∙cm‐2  to  1.3  GW∙cm‐2–,  findings  herein 
demonstrate  a  high  accuracy  and  reliability  of  the  scheme  used  to  label  the 
character of organic traces. 
As  shown,  correctly  assignment  of  readings  from  known  targets  lets  to  a 
judgment  on  the  hazardousness  of  an  unknown  finding.  Hence,  the  adequate 





on spectral signals can  lead  to a classification model  termed "inconsistent", some 
additional  trials  are  in  development  right  now.  Currently,  assessment  of  the 
ruggedness and robustness of the model to cope with identification of mixtures of 
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Chapter 5. Evaluation of LIBS Analysis 
Potential for Addressing Radiological Threats 
from a Distance 
Abstract 
Although radioactive materials are nowadays valuable tools in nearly all fields 
of modern  science and  technology,  the dangers  stemming  from  the uncontrolled 
use of ionizing radiation are more than evident. Since preparedness is a key issue to 
face  the  risks  of  a  radiation  dispersal  event,  development  of  rapid  and  efficient 
monitoring  technologies  to  control  the  contamination  caused  by  radioactive 
materials  is  of  crucial  interest.  Laser‐induced  breakdown  spectroscopy  (LIBS) 
exhibits  appealing  features  for  this  application.  This  research  focuses  on  the 




evaluated. The performance of  the  technique  for nuclear  forensics has been also 
studied  on  different  model  scenarios.  Findings  have  revealed  the  difficulties  to 
detect and  to  identify  the analytes depending on  the  surface being  interrogated. 
However, as demonstrated, LIBS shows potential enough for prompt and accurate 
gathering  of  essential  evidence  at  a  number  of  sites  after  the  release,  either 
accidental or intentional, of radioactive material. The capability of standoff analysis 
confers to LIBS unique advantages  in terms of  fast and safe  inspection of  forensic 







Radioactivity  refers  to  the  emission  of  ionizing  (high‐energy)  radiation, 
namely  alpha  (α),  beta  (β),  X  or  gamma  (γ),  from  the  spontaneous  and  random 
transformation (radioactive decay) of an unstable atomic nucleus, resulting  in new 
elements or a lower energy state of the atoms [1]. Most of the ionizing radiation we 
are  exposed  to  (about  82  percent  of  the  total)  consists  of  natural  background 
radiation from radon gas and other natural terrestrial sources (radioactive elements 





radiation  is ubiquitous and  indispensable  for medical  techniques and practices of 
diagnosing and  treating –e. g.  for  identifying broken bones and healing of  tumors 
[4]–  as  well  as  on  nuclear  power  plants  for  sustaining  exothermic  processes  to 
generate heat and electricity [5], to mention the most common. Its use also extends 
to  metabolic  studies,  genetic  engineering  and  environmental  protection  studies. 
The  ionizing  radiation  from  radioisotopes  is also used  in agriculture  to breed new 
seed varieties and to preserve different varieties of food [6]. Similarly,  it  is applied 
in  industry,  manufacturing  and  engineering  for  improving  the  quality  of 
manufactured goods [7]. 
Although  the  benefits  of  radiation  are  more  than  apparent,  living  and 
working  with  it  is  not  only  hazardous  but  also  may  entail  risks  that  cannot  be 
overlooked.  With  a  view  to  putting  in  perspective  the  menaces  from  ionizing 
radiation, all  them can cause  to any  form of  life, whether  it be human, plants, or 
animals many  adverse  consequences not  just  at  a  cellular  level but on  a  genetic 





from  an  unfortunate  natural  disaster.  Just  to  cite  the  most  recent  example,  the 
incidents  at  Fukushima  nuclear  reactors  because  of  the  earthquake  and  the 
subsequent tsunami of March, 2011, demonstrate the extreme dangers associated 
to  these  events.  Furthermore, malicious  actions by  those who  seek  to unleash  a 
radiological mayhem are today more than a real threat [8]. In these cases, the most 
commonly used civilian  radiation sources are malevolently exploited  to prepare a 
radiological  dispersive  device  (RDD),  also  known  as  "dirty  bomb",  using 
conventional explosives to pulverize and disperse the radioactive material. 
Preparedness to establish the release or presence of an  injurious agent  in a 










A  variety  of  field‐deployable  and  hand‐held  portable  instruments  are 
available  for detecting and measuring  radioactive materials  [9]. Hand‐held  survey 
meters are able  to  search,  locate, and detect alpha  (α), beta  (β), gamma  (γ), and 
neutron radiations. However, releasing the radionuclide identity is available only for 
some  particular  emitting  sources.  For  instance, while  radiation  from  90Sr  ‐a  pure 
beta emitter‐  can be easily detected and measured with a Geiger‐Mueller  survey 
meter  connected  to a pancake probe,  it will not be detected by a  sodium  iodide 
instrument  or  other  types  of  gamma  identification  devices.  In  addition,  some 
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induced  breakdown  spectroscopy  (LIBS)  may  provide  a  fruitful  and  meaningful 
contribution.  Technology  based  on  LIBS  has  appealing  features  for  radiological 
analysis  including  the  capacity  for  fast  and  simultaneous  detection  of  almost  all 
elements,  in  situ  operation  using  field‐deployable  designs,  and  contactless 
inspection with nanograms  sensitivity.  From  these properties,  LIBS‐based  sensors 
may  be  able  to  make  a  quick  determination  of  the  element  responsible  of  the 
radiation, and the distribution profile of the element in the contaminated zone. It is 
not a coincidence that LIBS tracking  instruments have become the most complete 
sensing  systems  to apply  to  chemical, biological,  radiological, and nuclear  (CBRN) 
threats. 
The  potential  of  LIBS  to  detect  and  discriminate  chemical  and  biological 
warfare  surrogate  agents  on  a  variety  of  substrates  and  in  the  presence  of 
interferents has been explored  [11, 12]. Detection of aerosolized CBW agents has 
been  also  studied  [13].  A  number  of  studies  have  evidenced  the  extensive 
experience of LIBS on recognition of explosives residues [14‐17]. The use of LIBS for 
the  design  of  a  potential  rapid  in  situ  field  portable  unit  for  nuclear  safeguard 
inspection, environmental surveillance and detecting weapons of mass destruction 
[18],  as  well  as  in‐field  forensic  applications  [19]  is  currently  being  explored. 
Interests have been mostly focused on open air detection of uranium in solids [20‐
22], as a residue on aluminum, plastic and ceramic surfaces [18], and as a surrogate 
of  highly  radioactive  glass  waste  [23].  Detection  of  other  surrogates  for  nuclear 






a distance. The measurement range  in  these experiments has been established  in 
30 m (the minimum operating distance for our sensor). A number of tasks including 
identification  of  surrogate  radiological  residues  and  establishing  their  detectable 
amounts  have  been  faced.  Selectivity  and  sensitivity  of  LIBS  to  confirm  different 
elements,  namely  59Co,  88Sr,  130Ba,  133Cs,  193Ir  and  238U,  over  surfaces  linked  to 
common  urban  materials  have  been  verified.  Solid  supports  have  been  used  to 








pulse‐1,  8  ns  pulse width).  The  laser  beam  is  delivered  to  the  target  through  an 
optical  train  involving  a  1064  nm  plane mirror  and  a  75‐mm  focal  length  plane‐
convex quartz  lens. Light  from  the created plasma  is collected using a collimating 












In  this  attempt  to  elemental  detection  and  quantification  of  potential 
radioactive  sources,  surrogate,  non‐radioactive  materials  have  been  operated. 
Hydrated  salts  including  Co(NO3)2∙6H2O,  SrCl2∙6H2O,  UO2(CH3COO)2∙2H2O,  and 
IrBr3∙xH2O,  have  been  used  as  Co,  Sr,  U  and  Ir  suppliers,  respectively.  Other 
inorganic compounds including BaSO4 and Cs2CO3 have been utilized as convenient 
sources of Ba and Cs, correspondingly. 
Starting  from  the  idea  that  a  LIBS  sensor  is  aimed  to  assess  an  area 
contaminated  with  radioactive  material,  several  common  items  easily  found  in 
urban  areas  have  been  examined:  aluminum  from  traffic  signs,  glass  from  bus 
shelters,  building  bricks,  concrete  and  pavement  (sidewalk).  These  objects  have 
been  used  as  supports  for  locating  the  residues.  For  identification  and 
characterization  of  the  surrogates  of  interest,  the  compounds  have  been  spread 
onto the raw surface (without any physical treatment such as a buffing to smooth) 
of  each  support  in  milligram  quantities.  In  parallel,  surface  concentrations  of 
elements at  few  (0.5‐2.0) mg per  square  centimeter  level have been disposed  to 
ascertain the LIBS detection capability at a distance. 
3 Results & discussion 
Implicit  in  risk assessment during  the  inspection of a  contaminated  zone  is 
the  identification  and  quantification  of  the  radiation  source  according  to  the 
presence  or  absence  in  the  operational  scenario  of  a  particular  analyte.  In  the 
successive  sections, a discussion on  the capabilities of LIBS  for  standoff detection 
and quantification of radioactive surrogates over distinct surfaces is presented. The 









together  with  the  material  of  interest.  Accordingly,  elements  composing  the 








surface  to  result  in  plasma  formation.  The  spectrum  of  glass  scarcely  shows 
emission  signals  from  its main constituents  (SiO2, Na2O, CaO, MgO and K2O)  [27]. 
On this substrate, emissions from the analytes are free from spectral interferences 










signal,  effectiveness  in  identifying  the  presence  of  an  analyte  depends  on  the 
potential masking between spectral features of both, residue and substrate [29]. In 
this connection, Table 1  lists  the most prominent atomic and  ionic emission  lines 
that  identify each element. As noted, the analytical use of these  lines depends on 
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As an example of  the  LIBS detection  capability,  Fig. 2 depicts  the emission 
spectra  of  plasmas  from  the  different  radioactive  surrogates  when  located  on 
aluminum.  
As shown, regardless the signal intensity, at least one spectral feature within 
the  spectrum  is  free  from  interference,  thus  allowing  identification  of  each 
surrogate element.  In the spectra, a number of oxide bands are evidenced.  In the 






the  sample  as  compared  to  the  reaction  of  oxygen with  aluminum.  By  contrast, 
cobalt  and  iridium do not exhibit emissions  from  their  corresponding oxides  [31, 
32].  Although  these  elements  have  also  the  capability  to  form  oxygen  clusters, 
emissions from these compounds are not observed in the spectrum. 
As  a  result  of  their  similar  affinity  for  oxygen,  Cs  and  U  oxide  bands  are 
accompanied by emissions of AlO. Emissions of CsnOm clusters appear  in the blue‐
green  region  of  the  spectrum  near  550  nm,  close  to  those  of  AlO.  However, 
emissions from UO2, UO3, and U3O8 [33] occur in the same region than those from 
AlO –spanning  from 475 nm to 600 nm–, thereby causing a superposition of both 
































































































































































































































































































































































Despite  the  many  factors  contributing  to  the  spectral  behavior  of  the 
concerned  elements,  it  can  be  argued  that  their  oxygen  affinity  is well matched 
with  their  electronegativity  (  =  using  the  Pauling  scale)  as  well  as  with  their 
electronic structures. For instance, while Ba ( = 0.89) and Sr ( = 0.95) are alkaline 
earth metal elements, a relationship exists between Co ( = 1.88) and Ir ( = 2.20), 
which  are  Group  9  elements.  The  alkaline‐earth  metals  have  electronic 
configurations with a  filled s subshell but easily  lose electrons  to become positive 





characterized  by  a  partially‐filled  d  subshell  in  their  free  elements  and  cations. 
Consequently, their relatively high electronegativity implies a lower or no flexibility 
in  forming  oxides  in  the  case  that  the  Al  or  other  elements  having  less 
electronegativity  are  present.  In  any  case,  although  the  formation  of  all  these 
oxides leads to a general alteration, mainly a decreasing on intensity, of the atomic 
and  ionic  spectral  signals  of  the  elements  due  to  the  depletion  of  such  species 





analyte  that  must  be  present  in  the  analysis  scenario  in  order  to  warn  with 
guarantees  about  its  presence.  In  order  to  check  the  detection  potential  of  the 
standoff LIBS method,  the  limit of detection  (LOD) of  the considered elements on 
different  surfaces  has  been  studied.  For  this  purpose,  microvolumes  of  aqueous 




were directed on  refreshed  locations within  the area. From  the average of  these 





where RSDbckgrnd  is  the  relative standard deviation  (expressed  in percent) of 
the  spectral background,  Snet  is  the net emission  intensity of  the  line  considered, 
Sbckgrnd  is the  intensity of the background signal, and C (expressed  in mass per unit 
area)  is  the  calculated  surface  amount  of  analyte  exposed  to  the  laser  shot 
(depending on the laser spot size that ablates the targeted material) [34]. Except in 
self‐reversed or interfered lines, LODs have been calculated from the most sensitive 





centimeter.  Apart  from  the  inherent  spectral  properties  of  the  elements,  some 
differences  in  the  LODs  on  a  same  support  may  arise  in  connection  with  the 
capability  for  oxide  formation.  The  LOD  of  an  element  may  change  since  oxide 
formation alters  the population of  its atomic and  ionic states. Clear examples are 
the  cases  of  Sr  and  Ba  on  aluminum.  Despite  the  low  LODs  reported  for  these 
elements,  the  capability  for  their detection  is underestimated.  Their  tendency  to 















































































































































































































































































































































































from  the  chemical and physical properties of  the  complete matrix  [35]. Although 
the dependence of the LODs with the substrate is not tied to any fixed pattern, it is 
possible to extract some detailed influences. Despite the low ablation rate induced 




On  the  other  side,  although  intense  plasma  plumes  are  produced  in 
aluminum, mortar and clay surfaces, significant differences  in detection sensitivity 
are  evidenced.  The  variations  in  the  LOD  for  a  same  element  on  these  different 




     (Equation 2) 
where λmn  is  the wavelength of  the  transition  lines,  Imn  is  the  integrated 




level  (m), Em  (eV)  is  the energy of  the excited  level, K  (eV∙K
‐1)  is  the Boltzmann's 
constant, h (J∙s) is the Plank's constant, c (m∙s‐1) is the speed of light and N(T) (m‐3) is 
the  total number density. By plotting  the  left hand  side  term  vs.  Em,  the plasma 
temperature is obtained from the slope of the straight line [36]. 
Electron number densities were  computed  from  the  line profiles of  the 























ൌ 2߱ ቀ ேӪῺΏభలቁ   (Equation 3) 
where ω is the electron impact width parameter. 
Fig.  3A  shows  the  Boltzmann  plots  obtained  in  the  three  supports 
considered. The slope of the curves yields Te values of 14000 K, 6500 K and 3700 K 
in  aluminum,  clay  and  mortar,  respectively.  In  the  same  vein,  Fig.  3B  plots  the 
correspondence between the conditions for Ba residues plasmas and the associated 
LOD  at  each  support  (Table  2).  As  observed,  large  values  of  temperature  and 
density  of  the  plasma  plume  lead  to  the  best  detection.  Consequently,  the  LOD 
calculated in the aluminum surface is better than that in mortar and clay. 
Regarding  the  sensitivity  of  standoff  LIBS  when  compared  to  the  close‐
contact counterpart, no significant differences  in the LODs of Co, Sr, Ba and U are 
observed.  Contrarily,  the  standoff  LODs  of  Cs  and  Ir  are  even  better  than  those 
calculated in close‐contact. Such results are unforeseen, to some extent, since, if all 
operating  conditions were  identical  (in  terms  of  laser  energy  and  spot  size),  the 
standoff LIBS signal should be smaller than the proximity measurement due to the 
inverse square  law drop of  the signal with  the range  [38]. Hence, LODs should be 
predictably  larger  for  standoff  mode  as  compared  to  close‐contact  framework. 
However,  in the standoff measurements the area sampled by the  laser beam  is by 














plasma temperatures calculation on aluminum  (black), clay  (blue) and mortar  (red) supports and  (B) 






















































bomb"  scene  mainly  seeks  identifiable  chemical  evidences  at  witness  debris 
materials  close  to  the  "actual"  target  to  determine  any  type  of  intention. 
Nonetheless,  these  compelling  evidences  are  very  limited.  As  the  afterburning 
products  resulting  from  the detonation of  an organic  explosive  are mainly water 
vapor and gases like CO, H2 and N2, the expected post‐blast residues are limited to 
solid  carbon  and  traces  of  the  non‐reacted  explosive  accompanied  by  several 
interfering  impurities,  in amounts that are orders of magnitude higher [40]. In this 
context, two LIBS sensing tests over supposed debris resulting from detonations by 









dispersed  evidences. As  shown,  in  the  case  of  TNT:Cs mixtures  (left  panels),  the 




Fig.  4.  Mapping  of  chemical  distribution  of  evidence  for  hypothetical  aluminum  debris 
corresponding  to simulated post‐detonations of  two "dirty bombs": Cs‐TNT  (left panels) and Co‐TNT 
(right panels). Intensity maps, by laser‐assisted standoff emission spectroscopy, of evidences mixtures 
at  five  variable  levels  –vertical  stripes–  for  the  explosive  (CN  band  at  388.83  nm)  as  well  as  the 
radioactive surrogates, Cs (697.33 nm) and Co (412.13 nm), respectively. 
For  the TNT:Co mixtures  (right panels),  some evidences pass unnoticed. As 




the  concentration  in  the  mixture  is.  Thus,  from  the  point  of  view  of  a  positive 








































TNT : Co(NO3)2·6H2O(A) (B) 





3.3.2  Accidental  radiological  release.  For  the  study  of  the  accidental 
release of radioactive material to the environment, a well‐delimited area  (24 × 24 
cm2) within  the  surface of a  rustic  terracotta  flooring  tile has been contaminated 
with residues of  Ir, Sr, Co, and Cs.  Identification  tests have been organized across 
the surface which was divided into four quadrants (12 × 12 cm2 each), one for each 
element.  The  inspected  target  has  been  located  at  30  m  from  the  sensor  and 
scanned  with  a  lateral  resolution  of  1  cm.  Fig.  5  shows  the  photograph  of  the 
prepared  scenario  together  with  the  resulting  chemical  maps  associated  to  the 
overall  24  cm  ×  24  cm  section  when  the  particular  emission  of  each  analyte  is 
monitored. 
Fig.  5.  Mapping  of  residuals  of  different  radioactive  surrogates  over  a  terracotta  flooring  tile. 












of  the original depositions  for  the  concerned elements. The particular  identity of 
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Beyond a mere collection of analytical applications, the works involved in the 
present Doctoral Thesis seek to disclose a series of real needs of today, in parallel 
with the strengths and weaknesses of the probably sole analytical tool able to 
perform these investigations at such scenarios. 
From research findings achieved during the development of the present 
Doctoral Thesis, the following some general conclusions can be drawn. 
 The LIBS capability on surveying, distantly but in situ, the elemental
composition of the materials forming unmovable and tangible
architectural heritage material has been developed.
 ST-LIBS has also demonstrated its feasibility to detect and characterize not
only the gross cumulative crusts over different materials, but also
inconspicuous soiling embedded as time goes on.
 The usefulness of ST-LIBS as a diagnostic tool to anticipate threats as well
as to gather chemical evidences at a disaster area has been strengthened.
 The LIBS potential to locate, detect and identify from a distance, and
under changing operational conditions, the nature of organic residues
from human fingerprints when located on aluminum surfaces has been
attested.
 Both, the selectivity and the specificity of ST-LIBS to gather chemical
evidences from radiological surrogates on the surface of different objects
from the urban furniture have been revealed.
Despite this larger versatility offered by ST-LIBS as compared to the close-
contact operating mode, its performance entails additional complexities. Thus, it 
has been demonstrated that: 
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 While almost all the laser energy flux delivered towards the distant target
reaches the sample surface, propagation through the atmosphere alters
its distribution within the wave front.
 Although random, this distortion is closely tied to the distance of the
optical path: the larger the range the higher the alteration.
 Consequently, the random loss of laser beam quality due to atmospheric
propagation reverts to an unsystematic irradiance being available to
produce the plasma plume.
 This circumstance leads to a deleterious impact in the reproducibility of
the induced plasmas at a distance as well as in their accompanying
properties.
 Whatever the operating range, in absence of severe weather effects,
plasma light does not suffer significant distortions during its propagation,
beyond its intensity decrease with the inverse of the range squared.
 The random variation in the positioning of the laser beam centroid onto 
the distant target (beam wander effect) does not affect the position of 
the plasma image at the tip of the optical fiber.
 Hence, as demonstrated, the large shot-to-shot unstability in the laser
irradiance is the main direct cause responsible of the high variability in the
emission intensity of the corresponding standoff LIBS signals.
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Thus, from all these results and conclusions, two clear prospects for the 
future may be suggested: 
• A thorough investigation on the influence of the changing weather
conditions, not only on the basic processes governing the standoff approach,
but also on the analytical information registered, in order to widening the
technique for as many different situations as possible.
• The broadening of the closed-list of interrogated targets to transfer the
implementability of ST-LIBS to as many scenarios as possible, mainly those
referred to the anticipation of threats.
• A comprehensive examination in the performance of ST-LIBS for the
envisaged applications when shorter laser wavelengths (Vis and UV) are
used, from the influences exerted by surrounding atmosphere, up to the
quality of the analytical information in terms of sensitivity and
reproducibility.
Más allá de una mera colección de aplicaciones analíticas, el contenido de la 
presente Tesis Doctoral busca mostrar una serie de necesidades analíticas reales 
existentes hoy en día, junto con el potencial de la que es probablemente la única 
herramienta que dispone de los atributos necesarios para afrontar las 
investigaciones demandadas en ese tipo de escenarios. 
De los resultados obtenidos durante el desarrollo de la presente 
investigación, pueden extraerse las siguientes conclusiones generales. 
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 Ha sido probada la capacidad de LIBS para realizar inspecciones, in situ pero
desde la distancia, sobre la composición elemental de los materiales que 
integran el patrimonio arquitectónico inamovible. 
 Standoff LIBS también ha demostrado su viabilidad para detectar y
caracterizar, no sólo las deposiciones de contaminación acumulada sobre 
diferentes materiales, sino también la polución incrustada dentro del 
material con el paso del tiempo. 
 Se ha reforzado la utilidad de standoff LIBS como herramienta de
diagnóstico para anticipar potenciales amenazas, así como para reunir 
evidencias químicas después de cualquier trágica incidencia. 
 Se ha probado el potencial de LIBS para localizar, detectar e identificar
residuos orgánicos según su peligrosidad, desde la distancia y bajo 
condiciones operativas cambiantes, dejados por huellas dactilares sobre 
superficies de aluminio. 
 Se ha mostrado la selectividad y especificidad de standoff LIBS para reunir
evidencias químicas de sustitutos radiológicos sobre la superficie de distintos 
objetos relacionados con objetos del mobiliario urbano. 
A pesar de la mayor versatilidad de LIBS en su configuración standoff al ser 
comparada con el modo operacional en contacto directo, su rendimiento implica 
complejidades adicionales. Por tanto, se ha demostrado que: 
 Si bien casi todo el flujo de energía del láser emitido alcanza cualquier
objetivo ubicado a cierta distancia, su distribución en el frente de onda se
ve alterada como consecuencia de su propagación a través de la
atmósfera.
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 Esta distorsión, aunque aleatoria, está estrechamente vinculada a la
trayectoria óptica, ya que al aumentar dicho trayecto esta distorsión se ve
incrementada.
 Como consecuencia, se produce una pérdida aleatoria de la calidad del
haz láser, debido a la propagación atmosférica, que trasciende en
fluctuaciones no sistemáticas del nivel de irradiancia disponible para
producir los plasmas.
 Esta circunstancia supone un agravio para la reproducibilidad de los
plasmas inducidos con la distancia, así como en sus propiedades
implícitas.
 Cualquiera que sea el rango de operación, en ausencia de efectos
climatológicos severos, la luz del plasma no sufre distorsiones
significativas al ser colectada por el dispositivo detector, más allá de su
descenso de intensidad con el inverso del cuadrado de la distancia.
 Aunque acontezca cualquier desviación al azar en el posicionamiento del
centroide del haz láser sobre el objetivo distante (efecto beam wander) la
posición de la imagen del plasma en el plano receptor de la fibra óptica no
se ve apenas alterada.
Así, a partir de todos estos resultados y conclusiones, se sugieren algunas 
perspectivas de trabajos futuros: 
• Una investigación a fondo sobre la influencia de las condiciones
climatológicas cambiantes, no sólo en los posibles procesos que puedan
influir en el enfoque standoff, sino también en la información analítica
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registrada, con el fin de ampliar la funcionalidad de la técnica en tantas 
situaciones como sea posible. 
• La ampliación de la lista de muestras analizadas para transferir la
aplicabilidad de standoff LIBS a tantos escenarios como sea posible, sobre
todo a aquellos relacionados con la anticipación de amenazas.
• Un examen exhaustivo en el rendimiento de ST-LIBS para las aplicaciones
previstas cuando se utilizan longitudes de onda laser más cortas (visible y
ultravioleta), desde las influencias ejercidas por la atmósfera circundante,




New insights into the potential factors aﬀecting the
emission spectra variability in standoﬀ LIBS
I. Gaona, J. Moros and J. J. Laserna*
Interest in the use of laser-based sensors operating in standoﬀmode is increasing due to the wide range of
options oﬀered in the evaluation of distant targets. However, despite this high potential, the performance
aspects of any sensor for analysis at a distance are curtailed as compared with its use in situ. The present
work addresses a sensitive topic in standoﬀ laser-induced breakdown spectroscopy (ST-LIBS) which is the
larger variability observed within the emission signals registered from faraway targets. A ﬁeld
deployable LIBS sensor has been used to ascertain how atmospheric propagation aﬀects the laser pulses
delivered to a distant target and the emitted light from the plasma plume created. In this way, the
extent of the contribution of the alterations of each optical pathway to the signal uncertainty in ST-LIBS
have been isolated. As has been experimentally veriﬁed, the amount of laser energy reaching the target
remains constant, whatever the distance. In contrast, the laser beam cross section is distorted during its
travel towards the target; an alteration that becomes ever larger as the distance to the target increases.
This circumstance leads to further and random deterioration of the irradiance, thus resulting in plasma
events notably diﬀering in their intensity, which, in turn, have proven to be in direct correlation with the
intensities and variability of the spectral responses collected by the system. The positional displacement
of the laser-induced plasmas has no impact on the sensitivity and uncertainty of the standoﬀ LIBS signals.
1 Introduction
Over the last few years optical sensors based on lasers have
found their place in a wide range of applications because they
provide a unique set of capabilities that are well-suited to
diﬃcult measurement tasks. The potential for these sensors to
operate without contact, quickly and with appropriate sensi-
tivity for the design of eld-deployable, compact, robust and
versatile diagnostic systems, have made them highly appealing
tools for analytical work. These spectroscopic sensors are able
to qualify and quantify the concerned targets through diﬀerent
physical mechanisms, including absorption, emission, or scat-
tering of electromagnetic radiation by atoms or molecules in a
sample.1 These distinct mechanisms, which are chosen
depending on the intended application, oﬀer the chance to
characterize diﬀerent kinds of materials, either in a condensed
phase or as a gas, by revealing specic analytical information.
Particularly, atomic emission spectroscopy assisted by laser
breakdown (that is, LIBS), for instance, provides a multi-
elemental spectral signature of the chemical composition of the
sample based on the light emission from the ionized matter.2,3
Such analytical information has proved useful in a wide range of
research, especially as a result of the facility to use portable,
remote, and standoﬀ instruments for eld measurements.4,5
Among all these various operational congurations, the most
functional approach for eld analysis of distant objects, is at the
same time, the most demanding application. The ability to
analyze samples located in harsh environments, or the analysis
of targets located in diﬃcult to access areas, are the main
advantages of the standoﬀ LIBS conguration. These features
have led to use of the technique in explosive detection,6,7 care
and maintenance of cultural heritage,8,9 space exploration,10,11
industrial processes12–14 and environmental chemistry,15 to
name a few examples.
The underlying principle of operation in standoﬀ LIBS
involves a double optical path: rst, the delivery of tightly
focused laser pulses towards the distant target through the
atmosphere, and second the subsequent atmospheric trans-
mission of the light emitted by the induced plasma plume back
to the spectrometer. Apart from optical absorption by the
components of the air, a large source of perturbation in both
paths is related to turbulence, constantly present in the atmo-
sphere to a greater or lesser extent. The disturbance resulting
from this turbulence is responsible for random microscopic
uctuations in the transmitted light as a result of changes in the
refractive index of air with changing temperature. All these
turbulent motions persistently exert inuences on the behavior
of the light when propagating along its optical path. To cite just
a few examples, these random variations aﬀect the direction-
ality and the position (wandering) of the transmitted beam as
well as the energy distribution (scintillation) of the propagating
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Evaluating the use of standoﬀ LIBS in architectural
heritage: surveying the Cathedral of Ma´laga
I. Gaona, P. Lucena, J. Moros, F. J. Fortes, S. Guirado, J. Serrano and J. J. Laserna*
Laser-induced breakdown spectroscopy (LIBS) is a cutting-edge technology which oﬀers appealing
features for its application in the ﬁeld of the cultural heritage. It is a proven technology for the fast and
simultaneous detection of major and trace elements with minimal destructiveness, using easily
compactable instrumentation into movable platforms for the in situ and standoﬀ chemical analysis of
objects in real time. In the present work, a standoﬀ LIBS sensor has been used for surveying the
Cathedral of Ma´laga. The spectroscopic measurements were gathered in situ although from an
averaged distance of 35 m. A comprehensive characterization of the materials composing the main
façade as well as identiﬁcation of the noticeable pollutants at their surfaces has been performed. The
standoﬀ LIBS results have ﬁtted neatly with the mineralogical analysis of all the stones assayed. The
large emissions of Si, Al, Ca and Mg have conﬁrmed that the structure was almost entirely built using
sandstone. In turn, the sensitivity to carbonate chemistry has demonstrated the capability of standoﬀ
LIBS for coherently classifying diﬀerent marbles, thus allowing the identiﬁcation of their origins.
Standoﬀ LIBS has also allowed the detection of pollutants such as Si, Ca, Mg, Fe, Al, Ba and Sr,
originating from natural sources such as the transport of re-suspended dust and atmospheric particulate
matter related to marine aerosols. In addition, trace elements such as Ti, Pb and Mn from exhausts of
gasoline and diesel engines are also involved in the pollution triggering of materials. To obtain all these
ﬁndings, scaﬀolding or other intrusive facilities have not been required.
1 Introduction
Cultural heritage is a valuable resource inherited from the
history and a unique legacy that broadens our understanding of
the diversity of society and its constant evolution. Whether they
are objects or archaeological sites, or ancient and historic
monuments of the world, all of them inform and help connect
us to our cultural origins. Therefore it is a real and irreplaceable
treasure of outstanding value, considered worthy of preserva-
tion. Unfortunately, the rapid and on-going evolution of society
has brought about a large deterioration of these vast sources of
culture. Eﬀects not only from anthropogenic sources but also
from natural causes can result in unlimited and irreversible
damage in cultural heritage. All this has meant that the
conservation of cultural heritage and its protection against
possible damage due to pollution has received growing scien-
tic interest. In order to nd the best possible measures for
proceeding with protection of cultural heritage material,
provision of analytical information for its characterization is a
vital requirement. Further, research eﬀorts to better assess and
understand the pollution sources and mechanisms damaging
the cultural heritage material cannot be set aside. Strong
evidence of the growing importance of these physical and
chemical diagnostics is the wide aim of analytical techniques
used for this end.1,2
Scientic assessment of the materials for cultural heritage
poses specic, and oen, diﬃcult analytical challenges. The
primary requirement is that no signicant modication or
alteration of the artifact occurs, so as not to compromise the
historical, cultural and/or archaeological value when extracting
as much information as possible.3 Also, the capability of
working in situ and in real time, either during the research
campaigns4,5 or aer the consequent conservation tasks,6 is
oen necessary due to the impossibility of moving historical
artifacts to laboratory facilities. The use of compact, robust, and
versatile analytical systems is highly desirable.7 Finally, the
limited or complex accessibility to the assets is oen incom-
patible with conventional methods of analysis. This circum-
stance requires the use of instruments to operate in a
contactless way, but rapidly and with appropriate sensitivity.8
Although few analytical techniques pool all these demands,
laser-induced breakdown spectroscopy (LIBS) is an appealing
tool for analysis that combines the above requirements.9,10 LIBS
is a established technology having several advantages over
conventional elemental analysis methods. Its capacity for
rapidly and simultaneously detecting almost all elements aer
the ablation of barely a few nanograms of a target analyzed from
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Detection of explosive-contaminated human ﬁngerprints constitutes an analytical challenge of high signiﬁ-
cance in security issues and in forensic sciences. The use of a laser-induced breakdown spectroscopy (LIBS)
sensor working at 31 m distance to the target, ﬁtted with 2D scanning capabilities and designed for capturing
spectral information from laser-induced plasmas of ﬁngerprints is presented. Distribution chemical maps
based on Na and CN emissions are used to locate and detect chloratite, DNT, TNT, RDX and PETN residues
that have been deposited on the surface of aluminum and glass substrates. An effectiveness of 100% on
ﬁngerprints detection, regardless the substrate scanned, is reached. Environmental factors that affect the
prevalence of the ﬁngerprint LIBS response are discussed.
© 2013 Elsevier B.V. All rights reserved.
1. Introduction
The increased activity in the manufacture of improvised explosive
devices (IEDs) places the scientiﬁc community's priority attention to
the detection of explosives. The fact that most IEDs contain hidden ex-
plosives complicates its detection. However, the transfer of explosive
particulate matter through ﬁngerprints makes it possible to detect
concealed explosives through surface sampling [1]. In fact, ﬁngerprints
are considered one of the main mechanisms of transferring explosive
residues during handling and preparation of IEDs.
The process of transferring material to a surface via ﬁngerprint is
highly variable. Verkouteren sized RDX and PETN particles from C-4
and Semtex-1A and demonstrated that the mass may be concentrated
in relatively few particles that may not be homogeneously distributed
over the ﬁngerprint area [2]. The same author characterized C-4 ﬁn-
gerprints and showed that the number of particles varies signiﬁcantly
from print to print and within a print [3].
When attempting to characterize explosive residues at low to trace
levels, the most critical step in the analysis is to locate the material in
the surface inspected. Once collected at the scene, the sample must
be packaged so that its evidentiary value is not lost, whereas contamina-
tion during sample handling should be avoided. A survey of techniques
used for sampling and concentration, and for detection/identiﬁcation
of explosive residues in laboratory or in ﬁeld has been presented [4].
Detection/identiﬁcation techniques were classiﬁed according to their
application to: organic explosives using chromatographic techniques,
Raman spectroscopy, ionmobility spectrometry andmass spectrometry;
inorganic explosives using ion chromatography and capillary electro-
phoresis. For operational and safety reasons, detection methods capable
for standoff (ST) operation are extremely valuable. ST detection tech-
niques are divided into two broad categories, namely bulk detection
techniques (X-rays, infrared, terahertz, microwaves, neutrons, gamma
rays, magnetic resonance and magnetic ﬁelds) and trace detection tech-
niques (optical absorption, ﬂuorescence, laser imaging detection and
ranging (LIDAR), differential absorption LIDAR and differential reﬂec-
tance LIDAR, array biosensors using captured antibodies, biomimetic
sensors)[5].
The sensor providing at the same time the sensitivity, analysis speed
and selectivity requirements for explosive detection is still to be devel-
oped. Most attempts are conditioned by the physical limits or the cir-
cumstances of a particular scenario. Canine-based detection is known
to be the most reliable method for explosive detection. The complex
training, their subjective response and the limited operational time of
the animals are signiﬁcant drawbacks of this approach. Singh published
a review focused on the sensors developed in the last 5 years, ranging
from electrochemical methods to immunosensors [6].
Recent advancements have been directed at improving the capa-
bilities of detecting explosives in packages and baggage by X-ray dif-
fraction [7] and using photons and neutrons as incident particles
[8–10]. The presence of nitrogen bearing substances has been investi-
gated by methods based on nuclear quadrupole resonance [11], ion
mobility spectrometry [12], electrochemical sensors [13] and ﬂuores-
cence [14,15]. Special efforts have been made to explosive detection
in the development of portable sensors [16] and standoff instruments
[17,18].
In 2005, the ﬁrst test of a standoff LIBS (laser induced breakdown
spectroscopy) sensor for detection of explosive residues at a distance
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Range-Adaptive Standoﬀ Recognition of Explosive Fingerprints on
Solid Surfaces using a Supervised Learning Method and Laser-
Induced Breakdown Spectroscopy
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ABSTRACT: The distance between the sensor and the target is a particularly
critical factor for an issue as crucial as explosive residues recognition when a
laser-assisted spectroscopic technique operates in a standoﬀ conﬁguration.
Particularly for laser ablation, variations in operational range inﬂuence the
induced plasmas as well as the sensitivity of their ensuing optical emissions,
thereby conﬁning the attributes used in sorting methods. Though eﬃcient
classiﬁcation models based on optical emissions gathered under speciﬁc
conditions have been developed, their successful performance on any variable
information is limited. Hence, to test new information by a designed model,
data must be acquired under operational conditions totally matching those
used during modeling. Otherwise, the new expected scenario needs to be
previously modeled. To facing both this restriction and this time-consuming
mission, a novel strategy is proposed in this work. On the basis of machine
learning methods, the strategy stems from a decision boundary function
designed for a deﬁned set of experimental conditions. Next, particular semisupervised models to the envisaged conditions are
obtained adaptively on the basis of changes in laser ﬂuence and light emission with variation of the sensor-to-target distance.
Hence, the strategy requires only a little prior information, therefore ruling out the tedious and time-consuming process of
modeling all the expected distant scenes. Residues of ordinary materials (olive oil, fuel oil, motor oils, gasoline, car wax and hand
cream) hardly cause confusion in alerting the presence of an explosive (DNT, TNT, RDX, or PETN) when tested within a range
from 30 to 50 m with varying laser irradiance between 8.2 and 1.3 GW cm−2. With error rates of around 5%, the experimental
assessments conﬁrm that this semisupervised model suitably addresses the recognition of organic residues on aluminum surfaces
under diﬀerent operational conditions.
Over the past few years there have been many eﬀorts toidentify trace explosives on the surface of distant objects
using spectroscopic techniques.1 Whether through emission
spectroscopy,2 Raman spectroscopy,3 photoacoustic spectros-
copy,4 photothermal deﬂection spectroscopy,5 or infrared
photothermal imaging,6 the answer to that challenge is being
addressed due to its immediate relevance in countering terrorist
threats.
Nonetheless, to these extreme scenarios, although the
operation at standoﬀ detection regime oﬀers safety advantages
over close-contact scheme, complexity on the using of that
design is more than evident. In standoﬀ instruments, beyond
the technical hurdles for a ﬂexible working, the distance
between the interrogated target and the sensing platform plays
a large role in determining the signal and noise of the gathered
information. In laser-induced breakdown spectroscopy (LIBS)
based sensors, added to the decrease in emission signal with the
range squared, the irradiance also declines with the square of
the distance, thus resulting in a fourth-power dependence of the
LIBS intensity with the range.7 To put this in context, consider
the exemplary scheme presented in Figure 1. The multifactorial
nature of the emission response in standoﬀ regime is illustrated
as a big cube. The particular response of a target is embodied
by each one of the subcubes that are composing the complex
network. Any variation, simultaneous or not, in the irradiance
or in the distance of the interrogated target involves a series of
changes in the emission signal. As the increase in the irradiance
should result in a more sensitive response, whereas the parallel
decrease of the analysis distance would lead to enhance this
positive impact. In contrast, when the irradiance level is
extremely low or distance is particularly large, useless spectral
information can be anticipated. In addition, the transient
environmental conditions can also aﬀect the emission signal
even when operational conditions have remained identical. In
conclusion, the emission response occurs from a speciﬁc
substance governed by explicit conditions. Hence, as it is
predictable, any change on the analysis conditions accounts a
signiﬁcant constraint for those classiﬁcation techniques whose
background focuses on a spectral features-based labeling.
A number of chemometric methods including linear
correlation,8 principal components analysis (PCA),9,10 partial
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Although radioactivematerials are nowadays valuable tools in nearly all ﬁelds ofmodern science and technology,
the dangers stemming from the uncontrolled use of ionizing radiation aremore than evident. Since preparedness
is a key issue to face the risks of a radiation dispersal event, development of rapid and efﬁcient monitoring
technologies to control the contamination caused by radioactive materials is of crucial interest. Laser-induced
breakdown spectroscopy (LIBS) exhibits appealing features for this application. This research focuses on the
assessment of LIBS potential for the in-situ ﬁngerprinting and identiﬁcation of radioactive material surrogates
from a safe distance. LIBS selectivity and sensitivity to detect a variety of radioactive surrogates, namely 59Co,
88Sr, 130Ba, 133Cs, 193Ir and 238U, on the surface of common urban materials at a distance of 30 m have been
evaluated. The performance of the technique for nuclear forensics has been also studied on different model
scenarios. Findings have revealed the difﬁculties to detect and to identify the analytes depending on the surface
being interrogated. However, as demonstrated, LIBS shows potential enough for prompt and accurate gathering
of essential evidence at a number of sites after the release, either accidental or intentional, of radioactivematerial.
The capability of standoff analysis confers to LIBS unique advantages in terms of fast and safe inspection of
forensic scenarios. The identity of the radioactive surrogates is easily assigned from a distance and the sensitivity
to their detection is in the range of a few hundreds of ng per square centimeter.
© 2014 Elsevier B.V. All rights reserved.
1. Introduction
Radioactivity refers to the emission of ionizing (high-energy) radia-
tion, namely alpha (α), beta (β), X or gamma (γ), from the spontaneous
and random transformation (radioactive decay) of an unstable atomic
nucleus, resulting in new elements or a lower energy state of the
atoms [1]. Most of the ionizing radiation we are exposed to (about 82%
of the total) consists of natural background radiation from radon gas
and other natural terrestrial sources (radioactive elements in rocks,
soil, water, and plants), whereas the remaining 18% is from man-made
sources. Since the discovery of X-rays in 1895, man-made radiation
has been becoming a very common tool that lets us do many things
that would be impossible without it [2]. Thousands of new practical
and beneﬁcial uses of ionizing radiation have been devised till its
complex structure within the present-day life [3]. Ionizing radiation is
ubiquitous and indispensable for medical techniques and practices of
diagnosing and treating – e. g. for identifying broken bones and healing
of tumors [4] – as well as on nuclear power plants for sustaining
exothermic processes to generate heat and electricity [5], to mention
the most common. Its use also extends to metabolic studies, genetic
engineering and environmental protection studies. The ionizing
radiation from radioisotopes is also used in agriculture to breed new
seed varieties and to preserve different varieties of food [6]. Similarly,
it is applied in industry, manufacturing and engineering for improving
the quality of manufactured goods [7].
Although the beneﬁts of radiation are more than apparent, living
and working with it is not only hazardous but also may entail risks
that cannot be overlooked. With a view to putting in perspective the
menaces from ionizing radiation, all of them can cause to any form of
life, whether it be human, plants, or animals many adverse conse-
quences not just at a cellular level but on a genetic level as well. The
amount of damage caused by ionizing radiation depends on its half-
life and on both the dose and the period of exposition.
Radiological dispersal events from nuclear and radioactive sources
may arise from an unfortunate natural disaster. Just to cite the most
recent example, the incidents at Fukushima nuclear reactors because
of the earthquake and the subsequent tsunami of March, 2011, demon-
strate the extreme dangers associated to these events. Furthermore,
malicious actions by those who seek to unleash a radiological mayhem
are todaymore than a real threat [8]. In these cases, themost commonly
used civilian radiation sources are malevolently exploited to prepare a
radiological dispersive device (RDD), also known as “dirty bomb”,
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